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     This dissertation is concerned with the development of glucose-sensitive hydrogels 
and pH-sensitive hydrogels for biomedical sensor applications. The research is motivated 
by the limitations of current glucose sensors and an urgent societal need, which has not 
yet been met, for a continuous glucose monitoring sensor suitable for implantation and 
long-term use in diabetic patients. The sensing approach is the confinement of thin smart 
hydrogels between the diaphragm of a piezoresistive pressure sensor and a rigid porous 
membrane through which analyte diffusion occurs. Such a sensor is termed a 
“chemomechanical sensor.” First, a macrosize chemomechanical sensor is used to screen 
various totally synthetic phenylboronic acid (PBA) containing glucose-sensitive 
hydrogels (GSHs) on the basis of 1) magnitude of osmotic swelling pressure response to 
glucose concentration change, 2) selectivity for glucose relative to fructose, and 3) 
response kinetics. All testing was performed in vitro, and a polyampholytic GSH is found 
to be the best choice. Next, polyampholytic GSHs are synthesized without use of 
potentially toxic acrylamide monomer and tested in the macrosize glucose sensor. Finally 
a UV-curing process is developed for in-situ synthesis of GSHs on integrated sensing 
chips containing custom-designed piezoresistive pressure sensors. Preliminary in vitro 
results for a microchip glucose sensor with pressure transducer diaphragms measuring 1 
mm by 1 mm are presented. The results of this thesis will aid the long-term development 





able to simultaneously measure glucose and pH values in real-time on a long-term basis 
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      Diabetes mellitus is a worldwide disease that currently accounts for 5% of the 
world’s population, and is one of the leading causes of death and disability [1,2]. The 
risks and complications associated with diabetes mellitus include ketoacidosis, heart 
disease, kidney failure, amputation, and blindness. Since no cure has been discovered 
for diabetes to date, the main route to reduce its complications is tight monitoring of 
patient’s blood glucose level, and then therapeutic interventions if necessary. Tight and 
strict blood glucose concentration control aimed at maintaining normal glycemic levels 
has been well documented as the most effective way to dramatically alleviate or prevent 
complications and substantially reduce the overall cost of medical care [3,4]. Indeed, 
thanks to the huge number of diabetic patients, glucose has become the most commonly 
tested analyte and 85% of the entire sensor market corresponds to glucose biosensors 
[1].   
      The current standard glucose sensing technique is the fingerstick approach, in 
which the diabetic patient intermittently removes a drop of blood from the fingertip and 
tests its glucose concentration using an electrochemical sensor located outside the body. 
The fingerstick is painful and eventually causes fingertip scarring, hence patient 





monitor blood sugar during sleep. For these reasons, the fingerstick method is not 
suitable for tight control of blood sugar levels as needed to avoid the complications of 
diabetes. For this purpose, a continuous glucose monitoring method is clearly superior 
and highly desirable. In recognition of this need, currently there are several minimally 
invasive, subcutaneously (sub-Q) implantable continuous electrochemical glucose 
monitoring systems commercially available. These include the Freestyle Navigator [5] 
and MiniMed Paradigm [6]. Although these enzyme based systems show high 
specificity to glucose detection, they suffer from several major limitations such as the 
use of glucose-restrictive membranes [7], dependence on the blood oxygen level as well 
as glucose diffusivity [8,9], and large signal drifts over time and thus frequent 
calibrations required involving the fingerstick method [2,10,11]. Due to the various 
limitations of enzyme based electrochemical glucose sensors, they have been approved 
only for professional use with a lifetime in the body of three days [12,13]. Hence 
development of alternative enzyme-free glucose sensors is an area of intensive 
investigation. 
       Much attention has been paid to the development of glucose-sensitive hydrogels 
(GSHs) containing the glucose-binding moiety phenylboronic acid (PBA) for 
enzyme-free glucose sensors. A GSH is a crosslinked polymer network that can 
reversibly change its volume or other properties in response to changes in environmental 
glucose concentration [14]. By coupling a GSH of micron-scale thickness to a method 
of detecting the hydrogel change, such as optical or pressure measurements, one can 
obtain a sensor suitable for glucose detection for diabetic patients [15-18]. Meanwhile, 





for diabetes [19]. 
     The goal of this thesis is to develop stimuli-responsive hydrogels for a novel 
implantable biomedical sensor array for simultaneous and continuous monitoring of 
both glucose and pH. We believe that such a sensor array will provide better diabetes 
management. The underlying principle of this smart hydrogels based sensor array device 
is the change of osmotic swelling pressure of confined hydrogels in response to 
variations in environmental glucose concentration and pH value.  
1.2 Background 
1.2.1 Management of diabetes 
     Diabetic mellitus, usually referred to simply as diabetes, is a disease in which the 
patients are unable to maintain the normal blood glucose concentration due to lack of 
insulin, or ineffective insulin, a hormone produced by beta-cells in the islets of 
Langerhans of the pancreas. According to the World Health Organization (WHO), the 
number of diabetics will increase from 177 million in 2000 to 300 million by 2025; and it 
is also projected that 9% of all deaths worldwide will be attributable to diabetes [20]. 
     Generally, diabetes can be classified into three types, namely type 1, type 2 and 
gestational diabetes [21]. To date no practical cure is available for diabetes. In type 1 
diabetes, T-cells caused autoimmune attack against beta-cells and then the destruction of 
beta-cells is the main disease mechanism [22]; type 1 diabetes is the condition in which 
the body fails to produce insulin [21]. Type 2 diabetes results from insulin resistance or 
reduced insulin sensitivity, and its exact disease mechanism still remains obscure [22]. 
Insulin has extensive effects on the metabolism such as glucose metabolism. It causes the 





and store it in the liver and muscle; when appropriate insulin control fails, diabetes 
ensues [23]. The normal blood glucose concentration in the body is in the range of 
80-120 mg/dl. There are two types of abnormal blood glucose concentrations associated 
with diabetes: hypoglycemia (lower than normal glucose level) and hyperglycemia 
(higher than normal glucose level). Complications associated with diabetes include, but 
are not limited to, ketoacidosis, heart disease, kidney failure, amputation, and blindness. 
Until the discovery of the cure for diabetes, the most effective way to diabetes 
management is development of a self-regulated insulin delivery system mimicking the 
function of artificial pancreas, with continuous glucose sensor as the cornerstone 
component. 
     With respect to diabetes, pH is also an important biomarker related to diabetic 
ketoacidosis (DKA). Diabetic ketoacidosis (DKA) is among one of the many 
complications associated with diabetes, with the characteristic of low blood pH. DKA is 
the most serious side effects of type 1 and type 2 diabetes and is associated with 
significant mortality and morbidity [24]. DKA occurs when excessive ketones are 
accumulated in the blood. Ketones are a product of oxidation of fatty acid to produce 
alternate energy for the body when the carbohydrate oxidation process is severely limited 
due to insulin deficiency or insulin resistance, which substantially blocks the entry of 
glucose into the cells for energy production via glycolysis. Blood pH is a measure of the 
severity of DKA, lower pH indicates more severe DKA. For mild DKA the pH range is 
7.3-7.35, 7.2-7.3 for moderate DKA and less than 7.2 for severe DKA [19]. Accurate and 
continuous monitoring of blood pH should reduce or prevent the complications even 





     Tight and strict blood glucose concentration control aiming at normal glycemic 
levels, via insulin delivery, has been well documented as the most effective way to 
dramatically alleviate or prevent the complications and substantially reduce the overall 
cost of medical care [3,4]. Not surprisingly, due to the large number of diabetic patients, 
glucose sensors account for 85% of the entire biosensor market [1]. Such a tremendously 
large market along with the limitations of current glucose sensors has motivated intensive 
research towards the development of continuous glucose sensors with high stability, 
accuracy and suitability for long-term use. An ideal continuous glucose sensor would be 
one that offers reliable real-time continuous measuring of blood glucose concentration 
variations 24 h/day for extended periods with high selectivity, excellent biocompatibility 
and fast response rate under harsh physiological conditions [1].   
1.2.2 Stimuli-responsive hydrogels 
     Hydrogels are three-dimensional, cross-linked networks of hydrophilic polymer 
chains that are able to absorb a large amount of water but do not dissolve in water [25]. 
Hydrogels are biocompatible because of their high water content along with the low 
interfacial tension at the hydrogel-body fluid interface [26]. In addition, hydrogels are 
quite versatile materials and can be tailor-made corresponding to specific requirements by 
manipulating the synthetic chemistry and processing protocols. A ‘stimuli-responsive’ or 
‘smart’ hydrogel is a cross-linked polymer network that reversibly swells and absorbs 
water in response to external stimuli variations such as change in temperature, pH, and 
concentration of some analyte such as glucose [14,18]. In the past several decades, great 
attention has been paid to the development of stimuli-responsive hydrogels due to its 





sensors and autonomous drug delivery devices [27,28]. In this thesis, attention is paid 
exclusively to two specific stimuli-responsive hydrogels, namely glucose-sensitive 
hydrogels and pH-sensitive hydrogels. Meanwhile, their suitability for biomedical 
sensors is evaluated and presented. 
1.2.2.1 Theory-thermodynamics 
     Hydrogel swelling equilibrium is obtained when the total change in free energy 
(Δܨ௧௢௧  ) reaches a minimum value or, equivalently, the chemical potential of each mobile 
species becomes the same in the coexisting phases [29]. For a nonionic hydrogel, the total 
change in free energy contains two contributions: a negative contribution from the mixing 
of polymer segments with water (∆ܨ௠௜௫), and a positive contribution from the entropy 
penalty associated with polymer network stretching (∆ܨ௘௟). For a polyelectrolyte hydrogel, 
there is an additional contribution from the mixing of water with the counterions within 
the hydrogel (∆ܨ௜௢௡). Supposing that these terms are independent [29-31], we can write 
              ∆ܨ௧௢௧ ൌ ∆ܨ௠௜௫ ൅ ∆ܨ௘௟ ൅ ∆ܨ௜௢௡                    (1.1) 
The swelling pressure Π of hydrogel is obtained by differentiating ∆F୲୭୲ with respect to 
moles of water ଵܸ [29-31], i.e., 
  Π ൌ െሺ∂∆F୲୭୲ / ∂nଵሻ/Vଵ ൌ ሺμଵ,଴ െ μଵሻ/ ଵܸ  ൌ Π௜௢௡ ൅ Π௠௜௫ ൅ Π௘௟  (1.2) 
where ଵܸ is the molar volume of water,  ݊ଵ is the number of moles of water, μଵdenotes 
the chemical potential of water in the hydrogel at ambient pressure, and μଵ,଴ represents 





Π௜௢௡, Π௠௜௫, and Π௘௟ are the osmotic pressures due to, respectively, the ionic, mixing and 
elastic contributions of hydrogel swelling pressure Π.   
 
 
     Generally speaking, there is a difference in mobile ion concentrations inside and 
outside a polyelectrolyte gel. This difference is caused by the requirement of 
electroneutrality to maintain the gel as a whole electrically neutral [29]. The difference in 
mobile ion concentrations causes a difference in ionic osmotic pressure between the gel 
and its surrounding solution. A complete effect of ions would include the contributions 
due to mixing of ions with solvent molecules and interactions between ions, solvent 
molecules and polymer chains [32]. In general, only the first contribution is considered to 
calculate Π௜௢௡; meanwhile, it should be noticed that only the mobile ions in the gels 
contribute to the hydrogel swelling pressure, Π௜௢௡ can be estimated from the Donnan 
equilibrium theory [31] 
                      Π௜௢௡ ൌ ܴܶሺܿ௚௘௟ െ ܿ௦௢௟ሻ            (1.3) 
where ܿ௚௘௟ and ܿ௦௢௟  are the concentrations of ions within the gel and its surrounding   
solution.  
     Π௠௜௫  is the osmotic pressure due to the mixing of polymer chains with solvent 
molecules and can be expressed by the Flory-Huggins equation [29] 
               Π௠௜௫ ൌ  െ
ோ்
௏భ
ቂlnሺ1 െ ߮ሻ ൅ ቀ1 െ ଵ
௉
ቁ߮ ൅ ߯߮ଶቃ   (1.4) 
where R is gas constant, T is absolute temperature, ଵܸ is the molar volume of solvent, 
߮ is the volume fraction of polymer in gel, P is the degree of polymerization, and ߯ is 
the polymer-solvent interaction parameter or Flory-Huggins interaction parameter. For a 
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cross-linked polymer network such as hydrogel P = ∞. Since the polymers involved in 
this thesis are hydrogels which are crosslinked, Eq. (1.4) can be rewritten as 
               Π௠௜௫ ൌ െ
ோ்
௏భ
ሾlnሺ1 െ ߮ሻ ൅ ߮ ൅ ߯߮ଶሿ            (1.5)  
Π௘௟ is the elastic pressure originated from the polymer network stretching.  For polymer 
networks consisting of flexible chains, Π௘௟ can be derived from the rubber elasticity 
theory [29] 
                                          Π௘௟ ൌ െܣܴܶ߭߮ଵ/ଷ ൌ െܩ              (1.6) 
where A is a prefactor which is dependent on the functionality of the junctions, ߭ is the 
concentration of the polymer elastic chains, and ܩ is the shear modulus of the gel. Shear 
modulus ܩ is defined as the ratio of shear stress to the shear strain.  
     Hydrogels can be used in unconfined or free swelling state and confined state, as 
illustrated in Fig. 1.1. Fig. 1.1 (a) represents the hydrogel in the free swelling or 
unconfined state. In this case, hydrogel will change its volume upon environmental 
analyte concentration change. In contrast, in Fig. 1.1 (b), the hydrogel is in an isochoric 
condition or confined state and the hydrogel will exert a change of swelling pressure to 
its surrounding surfaces, instead of a change in its volume, upon environmental analyte 
concentration variation. In this thesis work, the construction of Fig. 1.1 (b) was primarily 
employed to investigate the swelling properties of stimuli-responsive hydrogels upon 
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     According to the definition of hydrogel swelling and Eq. (1.2), hydrogel swelling 
pressure Π must equal to zero at equilibrium for the unconfined or free swelling 
hydrogel. For the confined hydrogel, however, Π  can be increased above zero at 
equilibrium by compressing the hydrogel inside the cavity, which is essentially isochoric, 
of a chemomechanical sensor, thereby increasing the thermodynamic pressure of the 
hydrogel so that it exceeds that in the surrounding solution by an amount P. This principle 
is the same as used in reverse osmosis or in the membrane osmometry, and thus the 
standard thermodynamic equation for a membrane osmometer [33] may be applied here: 
                  ܲ ൌ  Π ൌ   ሺμଵ,଴ െ μଵሻ/ ଵܸ               (1.7) 
It should be noted that hydrogel in the confined state still obey the swelling equilibrium 
definition, namely the chemical potential of each mobile species, water in this case, is the 
same in the coexisting phases at equilibrium. At first glance, Eq. (1.7) may suggest 
chemical potential of water inside and outside the gel is not the same because P is not 
zero. In Eq. (1.7), μଵ,଴ and μଵ are both calculated at the same ambient pressure so they 
are different in this regard, however, the hydrostatic pressure difference P between the 
hydrogel and the surrounding solution can just compensate this difference in water 
chemical potential.  
     With respect to hydrogels for sensor and actuator applications, hydrogels in the 
confined state are more widely used than free swelling hydrogel, because uninfluenced 
free swelling hydrogels can hardly be used to generate signal [34]. For a confined 
hydrogel inside a chemomechanical sensor subjected to osmotic swelling pressure tests, 





strength, pH or glucose concentration, etc., and ∆ܲ can be captured by a pressure 
transducer data acquisition system.  
1.2.2.2 Theory-kinetics 
      The rates of hydrogel swelling and deswelling kinetics can be influenced by a 
number of processes, which include diffusion, stimulus rate and polymer network 
relaxation [14]. The swelling process of a stimuli-responsive hydrogels upon stimuli 
administration includes two steps. First of all, a stimulus must permeate the hydrogel 
itself; for example, a pH sensitive hydrogel will not respond immediately to external pH 
change until an ion exchange process has shifted the pH value within the hydrogel. As 
soon as the stimulus has altered the hydrogel, mass transfer proceeds allowing the 
solvent to move into or out of the hydrogel, which results in swelling or shrinking of the 
hydrogel.  
 Unfortunately, the response time for hydrogel swelling or shrinking is 
notoriously long. In most cases, this is because the kinetics are governed by polymer 
network relaxation through the solvent, because the collective diffusion coefficient that 
dictates this process is much smaller than translational diffusion coefficient of small 
analytes [35]. This lengthy response time can be alleviated by using constant volume 
approach or confined method, and because of this isochoric condition, kinetics of 
hydrogel response time should be limited by the diffusion of analyte to the hydrogel, 
rather than by the diffusion of polymer network through the solvent. Furthermore, since 
the osmotic pressure is independent of the hydrogels thickness [35], the response rate of 
hydrogel could be substantially increased by downsizing the thickness, as the diffusion 





1.2.2.3 pH sensitive hydrogels 
     Polyelectrolyte hydrogels are pH responsive because they possess pendant acidic 
and/or basic groups, which can be ionized. A polyampholytic hydrogel contains both 
acidic and basic groups in the backbone chains. For example, hydrogels containing basic 
groups will swell under acidic conditions because the basic groups are protonated and 
shrink under basic conditions due to the deprotonation of the basic groups. This swelling 
behavior can be expected from Eq. 1.2 and 1.3, protonation suggests increased ion 
concentration within hydrogel ( ܿ௚௘௟) due to electroneutrality constraints. This increase in 
 ܿ௚௘௟ results in an increase in osmotic swelling pressure which causes swelling. The 
deprotonation process is the reverse of protonation. pH-sensitive hydrogels have been 
widely used for controlled drug delivery [37], and other applications include use in 
biosensors and permeation switches [8,34]. In this work, dimethylaminoethyl 
methacrylate (DMA) containing tertiary amine group was used as the functional 
monomer to obtain pH sensitive hydrogels [8]. This pH-sensitive hydrogel containing 
tertiary amine groups is expected to swell under acidic conditions and deswells under 
basic conditions.  
1.2.2.4 Glucose-sensitive hydrogels 
     Glucose-sensitive hydrogels are potentially relevant to the development of 
self-regulated insulin delivery system that can be used to construct an artificial pancreas 
to control the blood glucose concentration for diabetic patients [38]. To date three 
principal classes of glucose sensitive hydrogels have been investigated and they are 





1.2.2.4.1 Enzyme-loaded pH responsive hydrogels 
      Currently, glucose oxidase (GOx) is the most widely studied enzyme for glucose 
sensors applications as it is widely used in commercial fingerstick glucose sensors. The 
underlying working principle is based on the following reaction [39]: 
      glucose + ܱଶ + ܪଶO  
 ୥୪୳ୡ୭ୱୣ ୭୶୧ୢୟୱୣ 
ሱۛ ۛۛ ۛۛ ۛۛ ۛۛ ۛۛ ሮ  gluconic acid + ܪଶܱଶ    (1.8) 
Combining glucose oxidas (GOx) with pH-responsive hydrogels to sense glucose value is 
the approach that many investigators have employed to develop insulin delivery system 
[38]. In this sensing approach, GOx is immobilized inside pH-sensitive hydrogels, 
glucose can be catalyzed by glucose oxidase to produce gluconic acid, thus reducing the 
pH in the pH-sensitive hydrogels and causing swelling. Insulin is released when the 
permeability of the pH-sensitive hydrogel increases due to swelling which in turn is a 
function of glucose concentration. Kost et al. [38] investigated the swelling and 
permeability properties of glucose-sensitive membranes, which are essentially thin 
pH-responsive hydrogels containing GOx. GOx was introduced into this pH-responsive 
hydrogel as one component of the pregel mixture prior to hydrogel synthesis. This study 
demonstrated that glucose-sensitive membranes containing ionizable groups and GOx are 
responsive to glucose concentrations near the physiological pH range and might be 
promising for controlled delivery of insulin.  
     Ishihara et al. [41] investigated insulin release from pH-sensitive hydrogel capsules 
containing both glucose oxidase and insulin. This study revealed that insulin release was 





1.2.2.4.2 Hydrogels containing concanavalin A 
      Concanavalin A (Con A) is a lectin protein that possesses carbohydrate-binding 
properties. This unique binding property can be explored to fabricate glucose-sensitive 
systems such as glucose-sensitive hydrogels. Con A contains four glucose binding sites 
and it has been widely investigated for glucose sensing [38]. 
     The development of Con A based glucose-sensitive hydrogels for insulin delivery 
systems were pioneered by Brownlee et al. [42] and Kim et al. [43,44]. Their sensing 
principle was to synthesize a stable, biologically active insulin derivative grafted with 
oligosaccharides, which are complementary to the binding sites of Con A, and the 
obtained insulin derivative is able to form a complex with Con A. This insulin derivative 
could be released from its complex with Con A in the presence of free glucose due to the 
competitive and complementary binding mechanism [38]. It turns out that the binding 
constant to Con A for free glucose is larger than that of grafted insulin derivative. 
     Hydrogels based on this mechanism swell with increasing glucose concentration 
due to the breaking of the crosslinks between grafted oligosaccharide and Con A with 
increasing glucose concentration. This swelling occurs because the decrease in crosslinks 
decreases the shear modulus (see Eq. 1.6), which consequently results in an increase in 
osmotic swelling pressure and causes swelling (see Eq. 1.2). This sensing mechanism is 
reminiscent of the antigen-responsive hydrogels reported by Miyata et al. [45]. In this 
study, antigen and corresponding antibody were grafted to the hydrogel network, so 
reversible crosslinks in the network were induced by the interaction between grafted 
antigen and grafted antibody. In the presence of free antigen, the crosslinks were 





shows higher affinity to antibody than grafted antigen.     
      Combination of synthetic polymers containing saccharide residues with Con A 
can be used to fabricate glucose-sensitive hydrogels. Nakamae et al. [46] investigated a 
polymer with pendant glucose groups, poly(2-glucosyloxyethyl methacrylate) (PGEMA). 
The addition of Con A to the aqueous PGEMA solution resulted in flocculation, because 
the complex formation between pendant glucose groups of PGEMA with Con A gelled 
the polymer. This turbid PGEMA-Con A solution became transparent upon the addition 
of free glucose. This occurred because of the dissociation of the PGEMA-Con A 
complexes induced by glucose. This phenomenon could also be accomplished by free 
mannose, but not free galactose. This indicates different monosaccharides show different 
affinity to Con A. These results suggest that PGEMA-Con A complex is sensitive to 
monosaccharides, and as such is considered a promising candidate for the development of 
novel glucose sensor or glucose-sensitive insulin delivery system [38].   
1.2.2.4.3 Hydrogels containing phenylboronic acid (PBA) 
     As opposed to the preceding studies that utilized proteins, such as glucose oxidase 
and concanavalin A, to obtain glucose sensitive hydrogels (GSHs); GSHs that are totally 
synthetic and involve no biological components can be obtained using phenylboronic 
acid (PBA). PBA and its derivatives can react with polyols, such as fructose and glucose, 
to form reversible complexes in aqueous solution. This complex between polyol and 
boronic acid, however, can be dissociated by a competing polyol which is capable of 
forming a more stable complex [38]. To date the most widely studied phenylboronic acid 
for glucose sensitive hydrogels synthesis is 3-acrylamidophenylboronic acid (3-APB) 





























     In hydrogels containing 3-APB as sketched in Fig. 1.2, the majority of the boronic 
acid moieties are in the deswelling or uncharged form at physiological pH 7.4, as the pKa 
of 3-APB is about 8.6 [47]. The overall reaction is shifted to the right in the presence of 
glucose, and this results in a greater fraction of boronic acid moieties in the charged form. 
Hydrogels will thus swell with increasing glucose concentration due to increased osmotic 
contribution from counterions within the hydrogels. An increase in fixed charges along 
the hydrogel polymer chain due to increasing glucose concentration (Fig. 1.2) results in 
an increase in counterions within the hydrogel, which causes increasing osmotic swelling 
pressure and hydrogel swelling, as seen in Eq. 1.2 and 1.6. Unfortunately, 3-APB will 
also combine with other molecules containing cis-diols, and in fact the binding constant 
of PBA for fructose is 40 times higher than for glucose [48]. 
     One can design a phenylboronic acid based hydrogel that shrinks with increasing 
glucose concentration to essentially eliminate fructose interferences [15-17, 49-53]. This 
mechanism, however, requires the majority of 3-APB to be in the charged form at 
physiological pH 7.4. In this sensing principle, glucose contains two sets of cis-diols and 
thus can bind to two boronic acids simultaneously to form reversible crosslinks, as 
illustrated in Fig. 1.3. Increasing glucose concentration indicates increasing glucose 
crosslink density which in turn results in increasing shear modulus (Eq. 1.6), which 
results in a decrease in osmotic swelling pressure and causes shrinking (Eq. 1.2 and 1.6). 
Fructose, however, only has one set of cis-diol and thus cannot mediate the formation of 
such crosslinks. Therefore, phenylboronic acid containing glucose-sensitive hydrogels 
that shrink with increasing glucose concentration exhibiting high selectivity towards 











Fig. 1.3. Glucose induced reversible crosslink formation with 3-Acrylamido- 
phenylboronic acid (3-APB). 










     In order to generate the charged form of boronic acid at physiological pH 7.4, two 
methods have been proposed. The first approach is to introduce electron withdrawing 
groups such as fluorine to the phenylboronic acid to lower the pKa value of 3-APB, 
preferably lower than 7.4 [54]. The second method is to design a boronic acid in which 
chemical bonds such as B-N and B-O bond can be formed to stabilize the charged forms 
of boronic acid. This can be accomplished by introducing amine groups adjacent to the 
3-APB to form B-N bond [53]. In this case, the pKa of 3-APB can be lowered to about 
7.1, and the majority of the 3-APB is in the charged form as shown in Fig. 1.2. 
Alternatively, 2-Acrylamidophenylboronic acid (2-APB) can be used rather than 3-APB, 
because 2-APB forms an intramolecular B-O bond that stabilizes the charged form of 
boronic acid at pH 7.4 [16,50]. 
1.2.2.4.4. Summary of glucose sensitive hydrogels 
      While enzyme based glucose-sensitive hydrogels exhibit high sensitivity and 
specificity to glucose, they also suffer from several major disadvantages. First of all, the 
reaction continuously consumes glucose, the targeted analyte, and produces hydrogen 
peroxide. Therefore, this consumptive process will affect the measured glucose value and 
they can only be used to obtain a transport glucose sensor but cannot be used to make an 
equilibrium glucose sensor [9]. For an equilibrium sensor that is in the diffusion-limited 
regime, the sensor sensitivity is determined by the initial and final analyte concentrations, 
but is independent of analyte diffusivity. However, the response time is affected by 
analyte diffusivity. In contrast, for a transport sensor, sensor sensitivity and response time 
are always affected by analyte diffusivity; also, it consumes the analyte of interest. 





been identified: the oxygen deficit for the reaction and the decay of the GOx activity with 
time due to hydrogen peroxide induced degradation [39]. The oxygen deficit reflects the 
fact that the oxygen molar concentration in the interstitial fluid where the glucose sensor 
resides is, 1 order of magnitude lower than the glucose concentration (~5.5 mM) [1]. 
Unlike the sensing mechanism of enzyme based glucose-sensitive hydrogels, 
concanavalin A (con A) based glucose-sensitive hydrogels are based on competitive 
glucose binding, which is a nonconsumptive process. Therefore, con A could be used to 
make an equilibrium sensor and glucose sensors based on this are expected to be stable. 
Unfortunately, concanavalin A has been reported to be immunogenic and toxic [55].  In 
contrast, phenylboronic acid based glucose sensitive hydrogels involve no biological 
components such as proteins and are totally synthetic. Furthermore, boronic acid is 
generally a biocompatible material with low immunogenicity and low toxicity [56]. 
Accordingly, phenylboronic acid based glucose sensors can be highly stable and suitable 
for long-term use. For this reason, glucose sensitive hydrogels employed in this thesis are 
based on phenylboronic acid.  
1.2.3 Review of transduction mechanisms that can be 
coupled to stimuli-responsive hydrogels 
     As defined previously, stimuli-responsive hydrogels reversibly swell or shrink with 
external stimuli stimulation. Other properties of stimuli-responsive hydrogel that may 
change with external stimulus include mass, density, refractive index, fluorescence, 
conductivity and modulus [27,34].  Hydrogels-based sensors can be obtained by a 
scheme in which analyte-induced chemical or physical changes in a hydrogel are 





piezoresistive pressure sensor array that transduces changes in hydrogel swelling pressure 
(see Eq. 1.2) into a change of voltage. The hydrogels employed are specifically 
responsive to either external pH or glucose concentration.  In the following, transduction 
mechanisms that have been coupled to stimuli-responsive hydrogels by previous 
researchers to obtain sensors are reviewed. 
1.2.3.1 Sensors utilizing free swelling hydrogels 
     Sensors employing free swelling hydrogels must be able to note the changes in one 
or more hydrogel properties.  At least three sensing principles to date have been 
identified: optical, conductimetric, and oscillator resonant frequency sensing principles 
[34]. 
     Various optical properties have been explored to obtain hydrogels based pH 
sensors. Odeh et al. [57] utilized the change in optical transmission to obtain pH sensor 
where the shrinking hydrogels are opaque indicated by a low optical transmission 
coefficient, whereas swelling hydrogels are transparent accompanied by a high optical 
transmission coefficient. Hydrogel swelling or shrinking is also correlated with the 
change in the refractive index of the hydrogel, and this change in refractive index has 
been exploited to attain pH sensors [58]. Furthermore, changes in optical wavelength 
diffraction and fluorescence intensity have also been utilized to obtain hydrogel sensors 
by Asher [59,60], and McCurley [61], respectively. 
      Conductometric sensors are devices utilizing their changes in conductivity. 
Sheppard et al. [62] described an electrode array coated with a pH-responsive hydrogel 





in ion mobility within the hydrogel which ultimately leads to the change in sensor 
resistance and conductivity. 
     Oscillating sensors are based on the measurement of their change in resonance 
frequency. For a sensor coated with a pH-responsive hydrogel layer, a change in hydrogel 
mass induced by environmental pH change results in the shift in sensor resonance 
frequency [34].  
1.2.3.2 Sensors utilizing hydrogel mechanical work  
     Such sensors exploit the capability of hydrogels, under appropriate conditions, to 
deform or to strain certain sensor components resulting in a change in sensor property 
outputted as a detectable signal [34]. Two sensing techniques based on mechanical work 
of hydrogels have been suggested, one is to track the change in optical properties of the 
sensor and the other is to record the mechanical properties directly [34].  
     With respect to optical sensors, a responsive hydrogel coupled to a reflector has 
been investigated where changes in hydrogel volume causes the reflective diaphragm to 
move which leads to the changes in the intensity of light reflected back to the optical 
fiber [63]. Meanwhile, hydrogel based fiber Bragg grating sensors based on wavelength 
change have been described by Cong et al. [64]; the Bragg wavelength is dependent on 
hydrogel swelling because of hydrogel pushing against the fixed clamps on the Bragg 
gratings, which results in the change in grating spacing.  
     For mechanical sensors, microcantilevers and bending plate sensors have been 
demonstrated [34]. Microcantilevers are devices that can covert the changes in mass, 
stress, etc. into bending or a change in resonance frequency [34]. The microcantilever is 





[65]. Upon external stimulation, hydrogels attached to the microcantilever will bend the 
sensor due to hydrogel swelling or shrinking which will exert a change in stress or mass 
in the sensor. At least two types of bending plate sensors have been explored; one is the 
capacitance sensors [66-68] and the other is the piezoresistive sensors [35,69,70]. The 
former utilized the deflection, due to hydrogel swelling pressure change, of one capacitor 
plate. This deflection changes the distance between two capacitor plates, which results in 
a change in capacitance which in turn is reflected by a change in sensor resonant 
frequency. Piezoresistive sensors are based on the stress induced resistance variation and 
consequently electric signal change such as voltage. As piezoresistive sensors were 
employed in this thesis, relevant previous studies on this mechanism are reviewed in 
detail in a separate section below.  
1.2.3.3 Previous studies of sensors that combine smart hydrogels  
     with piezoresistive sensors (chemomechanical sensors) 
     In this sensing principle, a stimuli-responsive hydrogel is fixed between a 
piezoresistive diaphragm and a rigid porous membrane through which mass transfer 
occurs [35, 69, 71, 72]. Hydrogel swelling deflects the piezoresistive diaphragm and 
causes a change in the resistance of the piezoresistive bridge, specifically the resistance 
of a Wheatstone bridge. The change in resistance is reflected by the change in the output 
electrical signal such as voltage.  
     Trinh et al. [69] attached a pH-responsive hydrogel to the backside of a 
piezoresistive silicon diaphragm, and used a rigid porous membrane to hold the hydrogel 
in place. To expedite the response kinetics, the hydrogel was chosen to be smaller than 





response time is proportional to the square of hydrogel dimension [36]. In another study 
from the same research group, Guenther et al. [72] attached a pH-responsive hydrogel 
thin film to the backplate of a piezoresistive diaphragm. The hydrogel thin film, however, 
was not held in place by a rigid porous membrane surrounding it or fixed by a hard 
square frame in this study. Instead, an adhesion promoter layer was introduced to hold a 
stimuli-responsive hydrogel thin film onto the piezoresistive diaphragm. This novel 
design should allow rapid response as hydrogel thin film can be easily miniaturized, 
provided that hydrogel has strong bond with the adhesion promoter and does not detach 
from the piezoresistive diaphragm.  
     Herber et al. [71] confined an in situ UV polymerized pH-responsive hydrogel to 
the front side of a silicon piezoresistive diaphragm, with the hydrogel held in place by a 
microporous silicon membrane. The hydrogel volume change was estimated to be less 
than 7% during the sensor response testing, whereas a 125% volume change was 
observed for the same hydrogel in free swelling state, indicative of essentially isochoric 
condition in the confined state.  
1.2.3.4 Glucose sensors 
     The current standard glucose sensing technique is the finger-stick method, which is 
unsuitable for tight blood glucose control as has already been discussed. Briefly, patients 
have to prick their fingers to get a drop of blood and place the blood on a sensor strip to 
obtain glucose value. In the real-world sensor marketplace, the big carrot for biosensing 
companies or developers is a sensor that can continuously and reliably monitor blood 
glucose concentrations in real-time without having to prick fingers [73]. Tight and strict 





which involve either noninvasive or minimally invasive blood glucose sensing for 
glucose detection [9]. In the mid-1990s, two companies squandered hundreds of millions 
of dollars in a futile attempt to develop noninvasive continuous glucose sensors, 
employing noninvasive techniques such as near infrared spectroscopy (NIRS) [73]. In 
NIRS, the infrared beam is transmitted painlessly through the skin [73]. One of the 
problems with NIRS is that it receives a large background signal from water, which has 
the IR peaks in the same wavelength range as glucose [74]. Furthermore, the feedback 
signal returning to the NIRS detector is a complex of contributions from blood vessel, 
tissue fluid, and is also dependent on the fat levels that vary with the patients. 
Accordingly, after these checked unsuccessful attempts of noninvasive techniques, 
research attention shifted to minimally invasive glucose sensors, achieved by either 
extracting some bodily fluid or making the glucose measurements in situ [73].  
     Blood glucose concentration measurement can be achieved by either testing the 
whole blood directly or by testing the subcutaneous interstitial fluid (ISF), where the 
glucose concentration correlates well with whole blood glucose concentration at 
steady-state [75]. Generally, for rapid rises in blood glucose, the ISF glucose 
concentration lags that of the whole blood by about 5-10 min [76,77]. Thus, in case of 
rapid glucose variation, computer algorithms are used to correct the transient lag between 
subcutaneous glucose and blood glucose concentration [76]. Due to the severe blood 
induced biofouling and potential sensor dislodging, which may cause life-threatening 
embolism, most of the recent attention regarding implantable sensors has been paid to the 
development of subcutaneously implantable glucose sensors [1].   





subcutaneously implanted enzymatic electrochemical glucose biosensor, which is the 
basis of several commercially available glucose sensors including MiniMed Medtronic 
Paradigm, Freestyle Navigator, and DexCom Seven [9]. The aforementioned 
electrochemical glucose sensors are based on the enzyme glucose oxidase (GOx). 
Admittedly, enzyme-based continuous electrochemical glucose sensors show high 
selectivity toward glucose and have improved, to some extent, the life quality of diabetic 
patients. The underlying working mechanism of the enzyme based glucose sensor is 
given by Eq. 1.8. The sensor sensitivity is proportional to the diffusional flux of hydrogen 
peroxide to the electrode surface or, equivalently, proportional to the flux of oxygen to 
the electrode surface [39]. 
     Unfortunately, the electrochemical glucose sensors suffer from several limitations 
which continue to thwart their long-term use. First of all, for indewelling electrochemical 
glucose sensors that are only partially implanted and thus require a throughhole in the 
skin, the risks of infection always exist [73]. Also, two major problems associated with 
the use of GOx have been identified: oxygen deficit for the reaction and the decay of the 
GOx activity with time due to hydrogen peroxide induced degradation [39]. Meanwhile, 
electrochemical glucose sensors are transport sensors, not equilibrium sensors. This 
means that sensor sensitivity is dependent on glucose diffusivity to the sensors [9]. 
Unfortunately, the ubiquitous biofouling (proteins or cells’ deposition to the surface of the 
sensor) will definitely alter this diffusivity over time. Furthermore, enzyme based glucose 
sensors are susceptible to interferences from the endogenous species such as ascorbic 
acid at the electrode [78]. Lastly, electrochemical CGM generally exhibits large drifts 





     The above mentioned drawbacks of electrochemical glucose sensors have elicited a 
widespread search for alternate avenues for continuous glucose monitoring. Glucose 
sensitive hydrogels (GSHs) sensing is a very promising approach and many studied have 
been conducted [17,50,52,79,80], presumably because hydrogels are biocompatible since 
they contain a large percentage of water. To date, the majority of the GSHs developed for 
glucose sensors utilize the glucose binding moiety phenylboronic acid (PBA). In 
conjunction with the preceding analysis regarding advantages of phenylboronic acid 
based hydrogels (see 1.2.2.4), only phenylboronic acid containing glucose sensitive 
hydrogels sensing will be discussed herein.  
     In principle, all the aforementioned smart hydrogels transduction sensing principles 
could also be applied to glucose-sensitive hydrogels to obtain glucose sensors. A glucose 
sensor could be obtained by coupling GSHs to either an optical sensor which can detect 
the volume change of GSHs upon environmental stimuli alteration [9,49,50,79-81], or a 
mechanical sensor which can monitor the change of mechanical properties, such as 
pressure and resonant frequency [8,67]. Several major publications concerning the use of 
phenylboronic acid containing glucose-sensitive hydrogels for glucose sensors are listed 
as follows.  
     Lowe et al. [50,79] described holographic sensors based on glucose-sensitive 
hydrogel synthesized from 3-acrylamidophenylboronic acid (3-APB) and 
2-acrylamidophenylboronic acid (2-APB). A glucose sensor consisting of a reflection 
hologram embedded into a thin sugar sensitive hydrogel thin film containing 3-APB was 
presented [79]. In this study, various mono- and disaccharides were investigated. They 





either saccharide concentration or with type of saccharide due to hydrogel swelling upon 
cis-diol binding with 3-APB. Unfortunately, this real-time holographic sensor exhibits no 
specificity for glucose. In a more recent study, Lowe et al. [50] described a similar 
holographic sensor intended for real-time monitoring of glucose in tear fluid. In this 
report, however, a novel glucose sensitive hydrogel thin film based on 2-APB was 
employed to construct the sensor. The results demonstrated that this holographic sensor 
contracts with increasing glucose concentration due to the glucose crosslinks formation 
between two charged 2-APB moieties and glucose (see Fig. 1.3). More importantly, this 
2-APB based glucose sensor exhibits negligible interference from the metabolic 
byproduct, lactate, present at a high concentration in the tear fluid, and a significantly 
reduced pH interference. These observed characteristics made the authors believe that 
2-APB based holographic glucose sensor can be used to construct ophthalmic glucose 
sensing technology to continuously monitor glucose concentration in real-time.  
     Asher et al. [52,80] reported a glucose sensing materials termed, polymerized 
crystalline colloidal array (PCCA), consisting of a colloidal crystal within a 
glucose-sensitive hydrogel based on phenylboronic acid. Herein, the change of PCCA 
volume due to glucose binding to form reversible crosslinks induced the change in the 
lattice spacing which in turn changed the wavelength and the color of the PCCA. The 
PCCA shrinks with increasing glucose concentration as the material involved was 
5-amino-2fluorophenylboronic acid, and the introduction of fluorine to the phenylboronic 
lowers the pKa and generates the charged boronic acid at pH 7.4. Glucose thus mediated 
reversible crosslinks between two charged PBA units (see Fig. 1.3). In addition, glucose 





hydrophobic segments onto the hydrogel backbone. Sensors based on PCCA were also 
proposed for potential use in contact lenses for detection of glucose in tear fluid. 
     Tierney et al. [17] investigated an optical glucose sensor based on the incorporation 
of glucose sensitive hydrogel as a Fabry-Perot cavity to the end of an optical fiber. In this 
setup, changes in glucose concentration are reflected by the change in optical path length. 
The glucose sensitive hydrogel employed contains both 3-acrylamidophenylboronic acid 
and tertiary amines in its backbone and thus shrinks with increasing glucose 
concentration due to reversible glucose crosslink formation. This occurs because the 
interaction between the boronic acid moiety and the amino group stabilizes the charged 
form of boronic acid at physiological pH 7.4. 
     Siegel et al. [67] proposed a glucose sensor utilizing the change of hydrogel 
swelling pressure upon glucose addition, similar to the approach of this thesis.  In this 
sensing principle, a microfabricated resonator was coupled to a glucose sensitive 
hydrogel, which is confined between a thin glass diaphragm and a rigid nanoporous 
membrane through which glucose diffusion occurs. With increasing glucose 
concentration, the hydrogel swells and deflects the movable, flexible thin glass capacitor 
diaphragm. This deflection changes the distance between two capacitor plates, which 
results in a change in capacitance which in turn is reflected by a change in sensor 
resonant frequency. Glucose-dependent hydrogel swelling and deswelling results in the 
change in capacitance of the diaphragm which corresponded to the change in resonant 
frequency, which can be remotely detected. The glucose sensitive hydrogel involved is 
based on 3-acrylamidophenylboronic acid (3-APB) and thus exhibits interferences from 





     Lastly, fluorescent glucose sensors containing boronic acid are also under intensive 
investigation [82,83]. As with other sensors, a signaling event that reports the binding of 
boronic acid with glucose is required to obtain fluorescent glucose sensors. Therefore, a 
fluorophore that changes fluorescence intensity upon glucose binding is required for 
fluorescent glucose sensors [82]. Coupling glucose recognition functional moiety boronic 
acid to a fluorophore, one can obtain a fluorescent glucose sensor. The underlying 
mechanism responsible for the change in fluorescence of fluorescent sensor is usually 
photoinduced electron transfer (PET) [84]. PET is one way to quench the fluorescence.  
         Yoon and Czarnik developed the first fluorescent sugar sensor termed 
anthrylboronic acids [85], as illustrated in Fig. 1.4. These chemicals exhibit significant 
fluorescent intensity changes upon binding with saccharide. At physiological pH 7.4, 
boronic acids are mostly in the neutral trigonal state. In this case, boron acts as electron 
acceptor in the neutral form, and PET to the boron can occur in the excited state that 
quenches the fluorescence [82]. However, upon binding with saccharide, the boronic 
acids become charged and exist in the anionic tetrahedral form due to a decreased pKa 
[86]. In the anionic form, the boronic acid is no longer an electron acceptor and thus 
removes the fluorescence quenching mechanism, which causes an increased fluorescence 
[82]. The anthrylboronic acids, however, exhibit no selectivity towards glucose, as the 
boronic acid functional moiety can combine with cis-diols in general.  
     To increase the selectivity of fluorescent glucose sensors, James et al. [87] 
developed a novel compound containing two appropriately spaced boronic acid moieties, 









           
Fig. 1.4. First fluorescence photoinduced electron transfer (PET) sensors for saccharides- 
Anthrylboronic acids, with boronic acid moiety for glucose binding, and the anthracene 
moiety being responsible for the transduction of the fluorescent signal. 
 
   

















     This diboronic acid (Fig. 1.5) compound exhibits high selectivity towards glucose 
over other monosaccharides. For instance, the binding constant of this diboronic acid 
compound with glucose is 12-fold higher than that with fructose [87]. This material was 
shown to exhibit significant fluorescence intensity change upon glucose binding. 
Specifically, nitrogen lone pair electrons (not shown in Fig. 1.5) act as electron donor and 
this quenches the fluorescence in excited state through photoinduced electron transfer 
(PET); upon binding with glucose, however, the B-N bond strength is strengthened 
because of the lowering of pKa value of boron functionality [86]. This B-N bond strength 
enhancement ties up the nitrogen lone pair electrons and makes them less suitable as 
electron donor, which consequently results in reduced quenching and increased 
fluorescence. The selectivity towards glucose of this diboronic acid compound is mainly 
attributed to the fact that glucose can easily form a 1:1 complex (intramolecular glucose 
crosslink) with this diboronic acids compound, whereas other monosaccharides such as 
fructose cannot [87].   
     Recently, Gamsey et al. [88] developed a poly(2-hydroxyethyl methacrylate) 
hydrogel, containing a viologen appended with diboronic acids and a fluorescent anionic 
dye, for the use as a fluorescent hydrogel for continuous glucose sensor applications. In 
this study, it was observed that the fluorescent hydrogel exhibited excellent reversible 
dynamic response to glucose concentrations range between 2.5-20 mM. However, the 
fluorescent hydrogel showed no selectivity towards glucose and the binding affinity 
towards fructose was the highest; this happened because the distance between the two 
boronic acid moieties in their compound was too great for glucose to mediate reversible 





distance between two boronic acid moieties is critical in achieving high selectivity to 
glucose. More recently, a derivative of the Fig. 1.5 diboronic acids compound was 
employed to obtain a fluorescent hydrogel film for in vivo glucose sensing [89]. In this 
mouse study, the authors demonstrated fluorescence intensity changed in response to in 
vivo glucose levels, and the response range was 0-1000 mg/dL of glucose concentration. 
This study shows the promise of fluorescent glucose sensors for in vivo glucose sensing.  
Interested readers on fluorescent glucose sensors are referred to the excellent reviews by 
Wang [82] and Pickup [83] for more detailed information. 
1.2.4 Biocompatibility of implantable sensors 
     As the long-term goal of the research is to develop a sensor that is suitable for in 
vivo subcutaneous implantation, biocompatibility issues along with corresponding 
potential approaches to address these issues are discussed in the following. 
     Upon implantation of a sensor in vivo, the physiological foreign body response to 
the sensor immediately kicks in. Sensor in vivo utility and performance continues to be 
compromised by the foreign body response, despite a great deal of intense research effort 
[78,90,91]. Foreign body response is a physiological cascade to any foreign material that 
begins with adsorption of proteins to the implant surface and then the accumulation of 
various inflammatory cells [92, 93]. 
     Neutrophils initially mediate the host response for the first several hours upon 
implantation before macrophages take over for the next several days [93,94]. Foreign 
body giant cells (FBGC) are formed and eternally remain at the tissue/implant interface 
when the implant is too big for the macrophages to get rid of it [93,94]. Subsequently, 





fibroblasts to deposit a dense layer of collagen on the implant to permanently sequester it 
from the normal tissue [92,93]. For nondegradable implants, fibrous encapsulation is 
referred to as the final stage of the wound healing response of the tissue to the implant 
[95]. The final capsule is commonly composed of several different cellular layers 
surrounding the implant: with macrophages as the inner layer, vascularized tissue as the 
outer layer, and a fibrous tissue/fibroblast as the middle layer [96]. 
     All aspects of the foreign body response conspire to compromise the sensor’s in 
vivo performance [97]. Sensor sensitivity loss and errant analytic data are mainly due to 
biofouling, a phenomenon of various proteins, cells and other biological components 
accumulating onto the surface, and fibrous encapsulation of the implanted biosensor [98]. 
The biocompatibility of the surface or the outer membrane/coating of an implantable 
sensor is considered by many to be the pivotal factor in determining the lifetime and 
performance of the sensor in vivo [99]. Thus considerable research efforts have been 
devoted to improving the biocompatibility of the membranes and coatings for biosensors. 
Attempted approaches to improve biocompatibility of implantable sensor coating can be 
classified into passive coatings and active coatings, as detailed below.  
1.2.4.1 Surface modifications – static or passive coatings 
        As previously stated, surface biocompatibility of the biosensor is deemed by 
many to be vital in determining the in vivo performance of any implantable biosensor 
[99]. Various surface modification approaches have been attempted to reduce biosensor 
membrane biofouling. Wisniewski et al. [100] summarized these methods, which 
include hydrogel overlays, flow based systems, Nafion coatings, surfactants, 





topology treatments and diamond-like carbons. However, none of these methods were 
able to completely eradicate biofouling, and no single method stands out as being the 
most beneficial, though some methods such as the Nafion coating was a good candidate 
for short-term sensor applications [99]. Hydrophilic surfaces such as hydrogels are 
commonly employed to minimize or retard proteins adhesion to the implantable surface, 
since protein adhesion triggers a series of biological responses [101]. However, the in 
vivo environment is harsh and dynamic; static and passive surfaces by themselves may 
only be capable of retarding the protein adsorption, but cannot prevent the proteins from 
adsorbing onto surfaces in vivo. Subsequently, the attached proteins or other biological 
components that mediate the inflammatory response induce platelet adhesion/activation, 
and eventually inflammation or thrombus formation will ensue [100]. As indicated in 
the review by Wisniewski et al., the development of renewable biosensor surfaces or 
membranes that actively mediate or direct the behavior of the tissue that come in contact 
with them might be the keys to the success of long-term implantable biosensors [100]. 
1.2.4.2 Active coatings-nitric oxide (NO) coatings 
     and switchable coatings 
     Active coatings denote coatings that are capable of releasing or generating 
physiologically active species, say, NO, which can mediate the extent of protein and cell 
adsorption and other biological responses [102]. Over the past two decades, nitric oxide 
(NO) has received extensive research attention and effort from the biomedical research 
community due to its versatile physiological functions as a regulatory, protective and 
signaling molecule involved in the modulation of clotting, blood pressure and immune 





and vasodilating molecule [103,104-106]. Also, NO has been reported to be able to 
promote angiogenesis [107] and inhibit bacterial growth [108,109]. Furthermore, NO has 
a lifetime of less than one second in whole blood owing to its reaction with 
heme-containing components such as oxyhemoglobin [110]. The endothelium, a thin 
layer of endothelial cells that line in the interior surface of blood vessels, continuously 
release NO at an estimated flux in the range of 0.5 ൈ 10-10 to 4.0 ൈ 10-10 
molcm-2min-1[111]. The short lifetime of NO indicates that a NO-releasing sensor is 
unlikely to cause any systemic effects because the released NO will be immediately 
consumed locally [102]. 
     Indeed, several studies employing NO releasing/generating coatings for 
implantable sensors have been conducted both in vitro and in vivo. The results show the 
promise of this approach in enhancing biocompatibility. Wilson et al. utilized 
polyurethane membranes doped with a NO donor as the outer coating for an 
electrochemical glucose sensor in vivo [112]. They found that the release of NO 
significantly decreased the inflammatory response during the first 24 h; improved 
sensitivity with better signal linearity for the NO releasing glucose sensor compared with 
the control sensor. This was supported by in vivo characterization. Furthermore, the in 
vivo run-in or break-in period, that is, the time from implantation to stable baseline 
response, for NO releasing sensor was substantially decreased to minutes as opposed to 
hours for the control sensor. Though the in vivo study showed no further improvement 
for the NO releasing sensor after 24 h, this was because the NO donor they employed 
only has a release time of about 16 h [112]. Schoenfisch et al. [113] employed NO 





bacterial adhesion was reported in vitro. In another similar study conducted by Oh et al. 
[114] about 70-80% less bacteria surface coverage was observed for NO releasing 
xerogel microarrays compared with the control microarray in vitro, indicative of 
reduction in biofilm formation and implant infection. In addition, cellular adhesion was 
reduced by more than 40% in the NO-releasing microarray. To tackle the limited release 
time of NO from the coating containing NO donors, Wu et al. [115] recently evaluated 
the biocompatibility of intravascular electrochemical oxygen sensors coated with 
NO-generating coatings with lifetimes of up to 20h in vivo. Small metallic copper 
particles were incorporated within the outer membrane of the oxygen sensor and the NO 
generation was achieved in situ via catalytic decomposition of the endogenous 
S-nitrosothiols by copper ions originating from copper corrosion. This study suggests that 
the coatings containing copper particles significantly reduce the occurrence of surface 
thrombosis and result in more accurate analytical data, most likely because of the NO 
generated at the sensor/blood interface [115]. 
     On the other hand, switchable or stimuli-responsive coatings for biomedical 
devices have also been suggested as a better avenue to control over the interaction 
between biomedical device surfaces and surrounding biological elements [116-118]. A 
notable example is poly(N-isopropylacrylamide) (PNIPAm), which has a lower critical 
solution temperature (LCST) of about 32Ԩ  in water. The most well-recognized 
application of PNIPAm is in the field of cell sheet engineering [119-122], a concept based 
on the observation that surface coatings of PNIPAm are capable of fostering cell sheet 
formation at physiological temperature of 37Ԩ and releasing the intact cell sheet at 





proteins, mammalian cells and bacterial cells on PNIPAm has been reported [123-125]. 
Therefore, PNIPAm’s could be used as self-cleaning implantable sensor coatings to 
enhance biocompatibility [126].  
1.2.4.3 Summary 
     As discussed above, either NO releasing/generating coatings or PNIPAm based 
self-cleaning hydrogels seem to be excellent candidates for the development of a 
long-term implantable biosensor. Unfortunately, neither NO releasing/generating coatings 
nor PNIPAm based self-cleaning hydrogel are perfectly biocompatible compared with 
vascular endothelium. The vascular endothelium is an absolutely non-thrombogenic 
surface because a variety of biological molecules, including NO, work synergistically to 
maintain its homeostasis and perfect biocompatibility [99]. Coatings that exploit the 
synergistic effects from several factors might be more biocompatible, for instance, 
coatings utilize the benefits of both NO and PNIPAm might be more biocompatible than 
coatings that exploit NO or PNIPAm alone.  
1.2.5 Proposed hydrogel-based piezoresistive pressure sensor arrays 
1.2.5.1 Method  
     Chemomechanical sensors proposed in this thesis specifically refer to   
stimuli-responsive hydrogels based piezoresistive pressure sensors. For the hydrogel in 
the confined state, osmotic swelling pressure change due to environmental stimuli 
concentration variations results in the deflection of the diaphragm which in turn leads to 
the change in resistance and consequently the change in sensor output signal, voltage. 






Fig. 1.6. Schematic illustration of hydrogel based chemomechanical sensors.  
Environmental stimuli cause hydrogel swelling resulting in elevated pressure within the 
sensor cavity. Elevated pressure induces diaphragm deflection which leads to elevated 
stress to be developed within the piezoresistors. Use of a Wheatstone bridge is intended 
to maximize the DC voltage output signal. Adapted from [127].   
     Based on the foregoing discussion, stimuli-responsive hydrogel based sensors are 
proposed, with the underlying principle of osmotic swelling pressure response of 
confined smart hydrogels in contact with the piezoresistive sensors (see Fig. 1.1). This 
sensing mechanism is perhaps the simplest among the many approaches reviewed above 
     More significantly, the incorporation of both pH sensitive hydrogels and glucose 
sensitive hydrogels into the sensor array would enable the sensor array to simultaneously 
monitor both pH and glucose value. Also, a preliminary macrosize version of such a 
chemomechanical sensor was used to obtain most of the data in this thesis. Its working 
mechanism is schematically shown below in Fig. 1.7 [8,70].  
    In this sensing approach, a smart hydrogel film (B) is confined between a rigid 
porous membrane (D) and the diaphragm of a piezoresistive pressure transducer (A). A 
change of environmental analyte concentration, as sensed through the pores of the 
membrane (D) where analyte transportation occurs, is detected by measuring the change 








Fig. 1.7. Preliminary version of the chemomechanical sensor used in this study. A 
piezoresistive pressure transducer with a cylindrical sensing area (A) is completely 
covered with a disc-shaped hydrogel film (B) of approximate thickness 400 µm. The 
hydrogel is held in place by a cap (C) that has a top surface which is a replaceable wire 








1.2.5.2 Advantages and disadvantages of proposed  
         chemomechanical glucose sensors  
     Use of piezoresistive pressure sensors possesses several advantages: low cost 
measurement electronics, low power requirement, highly linear output, configurability 
over large pressure ranges, and easy bulk manufacture with low cost [127]. With regard 
to chronically–implantable glucose sensors, glucose-responsive hydrogels based 
chemomechanical sensors holds many advantages over electrochemical sensors that 
employ the enzyme glucose oxidase; these advantages for chemomechanical sensors are 
listed below: 
1. Versatility- smart hydrogels can be tailor-made to exhibit selective response to almost 
any analyte. 
2. Selectivity- the selectivity of the chemomechanical sensor stems from the 
incorporated hydrogel binding with the analyte, not from the porous membrane 
employed. Thus optimal pore size could be used to minimize biofouling. 
3. Equilibrium Sensing- a glucose-responsive based chemomechanical glucose sensor 
can work as an equilibrium sensor, indicating sensor sensitivity is independent of 
analyte diffusivity. In contrast, electrochemical glucose sensors using the enzyme 
glucose oxidase continuously consume oxygen and glucose and are transport sensors, 
with calibration constants depending on analyte diffusivity. 
4. Oxygen Independence- the binding between glucose-responsive hydrogels and 
glucose is independent of oxygen level in the body, whereas electrochemical sensors 
employing glucose oxidase require oxygen to function and this usually leads to the 





5. Simple sensing mechanism- perhaps the simplest sensing technique is to confine a 
stimuli-responsive hydrogel between a rigid porous membrane and the diaphragm of 
a miniature pressure transducer.  
6. Sensor Array- one can easily combine hydrogels for sensing pH, glucose on a single 
microfabricated sensor chip to simultaneously monitor glucose and pH.  
     As compared to the proposed chemomechanical glucose sensors, fluorescent 
glucose sensing also appears to be a very promising approach. Fluorescent glucose 
sensors contain several advantages such as they can be extremely sensitive, 
measurements can cause little or no damage to the host, and they can also be equilibrium 
sensors if boronic acid moieties are employed [83]. The challenges associated with 
fluorescent glucose sensors are the intrinsic limitations of photostability and the loss of 
recognition capability [128]; also, leaching problems upon prolonged use have also been 
reported [129]. These challenges may pose significant problems for the development of 
fluorescent glucose-sensors for long-term use.  With regard to the disadvantages of our 
proposed sensor array, these include baseline drift and slow response. The retarded 
response may be mitigated by designing a thinner hydrogel or a hydrogel with an 
interconnected microporous network.  
1.2.5.3 Goals and thesis novelty 
     The short term goal of our research is to demonstrate the proof-of-concept in vitro 
that integration of smart hydrogels with microfabricated piezoressitive sensors can be 
used to obtain both pH sensors and glucose sensors, showing potential application for 
measuring pH and glucose in vivo for diabetic patients. The long-term goal of the 





simultaneously measure pH, and glucose values for diabetic patients. 
     We believe the proposed stimuli-responsive hydrogels based sensor array could 
simultaneously monitoring glucose and pH in the interstitial fluid and thus provide more 
accurate monitoring and offer better diabetes management in the future. Due to the 
stability of the totally synthetic hydrogel, the proposed sensor is expected to be quite 
stable and suitable for long-term use in the future. 
     This thesis contains several novel topics that have not been explored previously. 
These include the first measurement of osmotic swelling pressure change of the shrinking 
glucose sensitive hydrogel (Chapter 3), the first observation of a retarded deswelling 
process for shrinking glucose sensitive hydrogels (Chapter 4), and the first compasison 
between swelling pressure response of UV cured and thermally cured polyampholytic 
glucose-sensitive hydrogels (Chapter 5).  
1.3 Thesis overview 
      This thesis consists of six chapters. Chapter 1 contains the background and review 
of relevant previous studies. Chapter 2 and chapter 3, both of which have been published, 
are preliminary in vitro studies on the application of pH-sensitive hydrogels and 
glucose-responsive hydrogels for sensor applications, respectively. In these two chapters, 
results were obtained with a macrosize sensor using an off-the-shelf pressure transducer 
(Fig. 1.7).   
      Chapter 4, which is basically an extension of chapter 3, investigates the swelling 
pressure response of different chemical compositions of glucose-sensitive hydrogels that 
were synthesized, again using the macrosize sensor. Comparison is made between the 





on hydroxyethylmethacrylate (HEMA) are presented.  In chapter 5, focus is shifted to 
the synthesis of both pH-sensitive hydrogels and glucose-sensitive hydrogel via 
photopolymerization, as opposed to redox initiator induced polymerization employed in 
the previous chapters. Photopolymerization is more suitable for in situ synthesis of smart 
hydrogels in the microfabricated sensor array. Proof-of-concept was first demonstrated in 
the macrosize sensor, and comparison is made between the hydrogels synthesized by 
either photopolymerization or polymerization induced by redox initiator. Furthermore, 
pH-sensitive hydrogels and glucose-sensitive hydrogels were synthesized in situ in the 
microfabricated sensor and some preliminary results are presented.  
In chapter 6, conclusions of this thesis are presented and future directions are 
proposed. 
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a b s t r a c t
We investigate thin ﬁlms of “smart” polymer hydrogels used to convert miniature pressure sensors into
novel chemomechanical sensors. In this versatile sensing approach, a smart hydrogel is conﬁned between
a porous membrane and the diaphragm of a piezoresistive pressure transducer. An increase in the envi-
ronmental analyte concentration, as sensed through the pores of themembrane, is detected bymeasuring
the change in pressure exerted by the hydrogel on the pressure transducer diaphragm. We compare the
responseof sucha sensorwith the responseof a free-swellinghydrogel identical to theoneusedwithin the
sensor. The sensor and the free hydrogel are observed to have comparablemean response times. However,
the time-dependent response curve of the sensor, unlike that of the free hydrogel, is highly asymmetric
between swelling and deswelling, with a smaller time constant for deswelling. We also investigate novel
methods for increasing sensor sensitivity, such as use of a two-layer membrane with a nanoporous poly-
mer inner layer, and pre-loading of the hydrogel under pressure. In ionic strength response tests, use of
an inner membrane increases sensor sensitivity without increasing mean response time, an effect that
varies with membrane water fraction.
© 2008 Elsevier B.V. All rights reserved.
1. Introduction
A ‘smart’ or ‘stimuli-responsive’ hydrogel is a cross-linked poly-
mer network that reversibly swells and absorbs water in response
to some external stimulus such as change in temperature, pH,
or concentration of some analyte [1,2]. Since smart hydrogels are
also biocompatible, they are highly suitable for use in implantable
biomedical sensors and autonomous drug delivery devices [3],
particularly when the hydrogel response time is reduced byminia-
turization [4]. Many sensing approaches have been proposed that
employ smart hydrogels [5], but perhaps the simplest sensing
scheme can be obtained by conﬁning a smart hydrogel between
a porous membrane and the diaphragm of a miniature pressure
transducer. In such a scheme, a change in the environmental ana-
lyte concentration, as sensed through the pores of the membrane,
changes the hydrogel osmotic swelling pressure (see deﬁnition in
Section 2.5), thereby changing the mechanical pressure measured
by the pressure transducer. Sensor selectivity can be enhanced by
attaching moieties to the hydrogel that selectively bind the ana-
lyte of interest [6,7]. Fig. 1 shows our preliminary version of a
“chemomechanical sensor” that embodies this sensing principle.
The sensor consists of a piezoresistive pressure transducer with a
∗ Corresponding author. Tel.: +1 11 801 581 7536.
E-mail address: jj.magda@utah.edu (J. Magda).
cylindrical stainless steel sensing area (diameter 3.18mm) com-
pletely covered with a hydrogel ﬁlm (thickness ≈400m). This
hydrogel is held in place with a cap having a top surface that
consists of a replaceable porous membrane through which mass
transfer occurs. The smart hydrogel was synthesized in our lab and
is responsive to both pH and ionic strength [8,9]. In previous work
with this sensor, we performed tests with a single type of porous
membrane and a single value of the hydrogel loading pressure, and
analyzed the results neglecting mechanical compliance [9]. In the
current study, we present some of the ﬁrst results for the effect
of variations in membrane pore size, open area, and rigidity on
chemomechanical sensor response. This is important because the
optimum pore size is not known a priori, and a tradeoff is likely to
exist in its selection. On one hand, a membrane with larger pores
and high porosity will allow rapid mass transport, which should
reduce sensor response time. On the other hand, such a mem-
brane may also allow the hydrogel to partially exude through the
pores,which should reduce sensor sensitivity.Hencewepresent the
results of empirical tests of the effect of the membrane and of the
initial hydrogel loading pressure on sensor performance. We also
compare the time-dependent response of the sensorwith the time-
dependent response of a free-swelling hydrogel identical to the one
in the sensor. Outside the sensor, smart hydrogel response to an
external stimulus is isotropic and unconstrained. However, when
the same hydrogel is placed in the sensor, the swelling response is
almost completely constrained in the transverse direction by the
0925-4005/$ – see front matter © 2008 Elsevier B.V. All rights reserved.
doi:10.1016/j.snb.2008.11.001
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Fig. 1. Preliminary version of the chemomechanical sensor used in this study. A
piezoresistive pressure transducer with a cylindrical sensing area (A) is completely
coveredwith a disc-shaped hydrogel ﬁlm (B) of approximate thickness 400m. The
hydrogel is held in place by a cap (C) that has a top surface which is a replaceable
wire mesh/porous membrane (D).
sensor sidewalls, and partially constrained in the axial direction by
theporousmembraneandpressure transducerdiaphragm. Further-
more, the hydrogel in the sensor experiences elastic forces exerted
by the porousmembrane and the piezoresistive diaphragm that are
not present outside the sensor. In order to assess the signiﬁcance
of these elastic forces, we compare the asymmetry of the time-
dependent response (swelling vs. deswelling) for hydrogels inside
and outside the sensor.
Although smart hydrogels have been studied for many years,
their use as pressure-generating materials in chemomechanical
sensors has been studied in only a few laboratories [6,9–12]. The
most relevant previous studies were published by Herber et al.
[11] and Trinh et al. [12]. Both of these publications include results
for the time-dependent response of a chemomechanical sensor, as
well as estimates of the degree of hydrogel constraint within the
sensor. Trinh et al. [12] attached a pH-responsive hydrogel (40m
thick) to the backside of a piezoresistive silicon diaphragm (20m
thick), and used a rigid porous silicon membrane (320m thick,
600m pore size) to hold the hydrogel in place. The deﬂection
of the piezoresistive membrane during sensor response to pH was
determined via nanofocus microscan measurements. Herber et al.
[11] attached a pH-responsive hydrogel (10m thick) to the front
side of a silicon piezoresistive diaphragm, with the hydrogel held
in place by a rigid microporous silicon membrane (200m thick,
50m pore size). The hydrogel volume change was estimated to
be less than 7% during sensor response testing. In both of these
previous studies, commercial pressure chips were used in the con-
struction of the chemomechanical sensor, which is also true for our
prototype chemomechanical sensor (Fig. 1). In the future, we plan
to fabricate chemomechanical sensorswith custom-designed pres-
sure chips, and the results presented here will guide the design of
the porous membranes and piezoresistive diaphragms.
2. Experimental methods
2.1. Materials
The monomers hydroxypropyl methacrylate (HPMA), N,N-
dimethylaminoethylmethacrylate (DMA), and tetra-ethyleneglycol
dimethacrylate (TEGDMA) were obtained from Polysciences,
Inc. and used as received. Ammonium peroxydisulfate (APS,
Sigma-Aldrich), N,N,N’,N’-tetra-methylethylenediamine (TEMED,
Sigma-Aldrich) and Delbecco’s phosphate-buffered saline solution
(PBS, Sigma-Aldrich) were also used as received. Market gradewire
cloth meshes (type 304 stainless steel) were obtained from Small
Parts, Inc., Miramar, FL, USA. Nanoporous polyethylene terephtha-
late (PET) membranes made by ion bombardment and nonporous
cellulosic paper membranes were donated by Andreas Koch of
Oxyphen AG, Lachen, Germany.
2.2. Hydrogel synthesis
Polyelectrolyte pH-responsive hydrogels containing HPMA/
DMA/TEGDMA at a nominal mole ratio of 70/30/02 were prepared
by free radical cross-linking copolymerization as in Refs. [8,9]. In
brief, nitrogen gaswas bubbled throughpregel solutions containing
measured amounts of the monomers HPMA and DMA and cross-
linker TEGDMA, after which the pregel solution was injected into a
cavity (thickness 400m) between two square glass plates of sur-
face area64 cm2. Shortly thereafter, free radical polymerizationwas
initiated at room temperature by injection of the initiator APS and
the reaction accelerator TEMED. After 4h at room temperature, the
hydrogel slab was removed from the glass mold, cut into square
samples (1–2.3 cm in length) and washed in PBS buffer (pH 7.4) for
at least 2 days before testing. In order to accelerate the cleaningpro-
cess, the hydrogels were subjected to several swelling/deswelling
cycles induced by variations in bath ionic strength between 0.05M
and 0.15M.
2.3. Sensor construction and sensor response tests
Fig. 1 contains a sketch of the chemomechanical sensor
employed in this study. This is the same sensor employed in a
previous investigation from this lab [9], though the porous mem-
brane was varied in the current study as described below. The
sensor consists of a piezoresistive pressure transducer (model EPB-
501-5P, Entran, Inc., Fairﬁeld, NJ, USA) with a cylindrical stainless
steel sensing area (diameter 3.18mm) completely covered with
a hydrogel ﬁlm of thickness ≈400m. The hydrogel is held in
place in the sensor by a cap with a top surface that consists
of a replaceable porous membrane through which mass transfer
can occur. The sensor cap porous membrane is a stainless steel
wire cloth mesh (mesh size 40–200, corresponding mesh opening
381–74m), used with or without either an Oxyphen nanoporous
membrane (pore size 0.1m, thickness 20m, porosity 15%) or a
nonporous paper membrane (thickness 80m). The Entran pres-
sure transducer was calibrated using a water column (pressure
range 0–14kPa) and an air manometer (model PCL-200 D from
Omega, pressure range 0–65kPa). A smart hydrogel was synthe-
sized and cleaned as described above, a circular biopsy tool was
used to cut a disc-shaped sample of appropriate diameter, and the
samplewas then transferredwhile in a deswollen state to the sens-
ing surface of the pressure transducer using tweezers. The sensor
cap with chosen wire mesh was attached to the sensor base by
tightening three screws thatwere adjusted to impose an axial com-
pressive stress on the hydrogel in the sensor. The sensor was then
inserted into a large covered environmental bath containing PBS
buffer at room temperature with known ionic strength (0.05M
or 0.15M) and pH value (6.8 or 7.4). This bath also contained a
magnetic stirrer used to minimize external mass transfer resis-
tance to the sensor. Sensor response testswere performed by either
injecting buffered saline solution into the environmental bath, or
by rapidly switching the sensor into another environmental bath
of differing ionic strength, and then noting the time-dependent
response of the pressure transducer. The time-dependent pressure
signal was captured with an Agilent data acquisition system.
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2.4. Free-swelling tests
Hydrogels from the same synthesis batch were used in both the
free-swelling tests and in the sensor response tests. Furthermore,
in order to make the external mass transfer resistance as similar as
possible, the same environmental bath was used in both types of
response tests,with the samedegree of stirring. In the free-swelling
test procedure, hydrogel samples were pre-conditioned by soak-
ing in PBS buffer until reaching equilibrium, and then transferred
into the appropriate environmental bath. Periodically, a hydrogel
sample was withdrawn and rapidly weighed after removing excess
surface water by light blotting with a laboratory tissue. The time-
dependent hydrogel sample weight W was monitored in this way
until a steady value was obtained. The time-dependent swelling
ratio Q was calculated as W/Wd, where Wd is the weight of the
same hydrogel sample when completely dry. Dry weights were
determined by weighing samples after several days of drying in
a laboratory oven at 55 ◦C.
2.5. Thermodynamic analysis and predicted effect of initial
hydrogel pressure
A simpleworking equation for the chemomechanical sensor can
be derived by combining the standard model for the swelling of
polyelectrolyte hydrogels [9,13–16] with the standard model for
membrane osmometry [16]. This equation is by nomeans exact, but
it nonetheless useful as qualitative guide to the trends that can be
expected. For an unconﬁned polyelectrolyte hydrogel, the total free
energy of swelling Ftot contains three contributions: a negative
contribution associatedwith themixingofwaterwithpolymer seg-
ments, a negative contribution associatedwith themixing of water
with counterions, and a positive contribution associated with the
stretching of the hydrogel network [13–16]. The osmotic swelling
pressure ˘ is obtained by differentiating Ftot with respect to






= (1,0 − 1)
V1
(1)
In Eq. (1), V1 is the molar volume of water, n1 is the number
of moles of water, 1 is the chemical potential value for water in
the hydrogel at ambient pressure, and 1,0 is the chemical poten-
tial value for water in the reference solution that surrounds the
hydrogel. Hence ˘ =0 for the unconﬁned hydrogel at equilibrium.
However,˘ canbe increased above zero by compressing thehydro-
gel inside the chemomechanical sensor, thereby increasing the
thermodynamic pressure of the hydrogel so that it exceeds that
in the surrounding solution by an amount P. This is the same prin-
ciple used in reverse osmosis or inmembrane osmometry, and thus
the standard thermodynamic equation for amembrane osmometer
[16] may be applied here:
P = ˘ = (1,0 − 1)
V1
(2)
The content of Eq. (2) is that the chemical potential of water in
thehydrogelmaybe less than that in the surrounding solution (both
calculated at ambient pressure), provided that the pressure in the
hydrogel exceeds that in the surrounding solution by an amount
P=˘ . In a chemomechanical sensor response test, we must have
P=˘ , where˘ ismanipulated by varying environmental pH or
ionic strength, andP ismeasuredby thepiezoresistivediaphragm.
Restricting attention to an ionic strength response test at ﬁxed pH
≈7, ˘ is a function of environmental ionic strength I and hydro-
gel swelling ratio Q, ˘ =˘(I,Q). For example, osmotic deswelling
experiments were performed on hydrogels with the same nominal
composition as in the current study [9], and the results for ˘ from
this previous study are well ﬁt by the empirical equation:
˘ = AQ−2 − B (3)
Here A and B are constants determined empirically for a
given choice of reference solution: A=5591kPa and B=93.1 kPa at
I=0.15M; A=5286.7 kPa and B=38.5 kPa at I=0.05M. Suppose we
perform a sensor response test inwhich ionic strength I is suddenly
reduced from I0 = 0.15M to If = 0.05M. This increases the chemical
potential of the surroundingwater (1,0), or, equivalently, increases
˘ . In the ideal case, P will increase by an amount ˘0 =˘(If,
Qi)−˘(I0, Qi), where Qi is the initial swelling ratio just before the
start of the sensor response test. However, in practice, the piezore-
sistive sensorwill respond to an effective ˘ change that is less than
this, due to mechanical compliance that allows a slight increase in
the hydrogel swelling ratio within the sensor. Hence the actual sig-
nal P measured by piezoresistive diaphragm in a ionic strength
response test is given by:
P = ˘0 − ˘1 = [˘(If, Qi) − ˘(I0, Qi)]
− [˘(If, Qi) − ˘(If, Qf)], (4)
where Qf is the ﬁnal swelling ratio of the hydrogel in the sensor,
Qf >Qi. The ﬁrst termon the right hand side of Eq. (4) is the response
of an ideal chemomechanical sensor with no mechanical compli-
ance, and the second term is the correction for hydrogel swelling
within the sensor. The postulated path of the hydrogel during the
response test for a hydrogel loaded in the sensor at ambient pres-
sure P0 is shown schematically as A→B→C in Fig. 2. In Fig. 2, ˘0
is the vertical distance between points A and B, ˘1 is the vertical
distance between points B and C, and the signal P is the vertical
distance between points A and C. Fig. 2 was constructed using Eq.
(3) for ˘ , and assuming a linear proportionality between pressure
and hydrogel swelling ratio:
P = H(Q − Q0), (5)
where H is the effective spring constant of the container that con-
ﬁnes the hydrogel in the sensor, and Q0 is the swelling ratio that
gives zero gage pressure. It is obvious from Fig. 2 that the signal
P increases with increase in H, the slope of the line P vs. Q. How-
ever, P becomes independent of H when H is sufﬁciently large;
that is, when the line P vs. Q in Fig. 2 approaches the vertical. Now
Fig. 2. Schematic diagram showing postulated path of hydrogel thermodynamic
state during two sensor response tests, both tests involving the same reduction in
environmental ionic strength, but with differing values of the initial pressure on the
hydrogel. The two solid curves summarize the measured results from Ref. [9] for
hydrogel swelling pressure vs. swelling ratio Q, and the two dashed-dot lines are
hypothetical curves for piezoresistive sensor pressure P vs. Q. The sensor response
signal is the vertical distance between points A and C (zero loading pressure) or D
and F (high loading pressure).
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Fig. 3. Time-dependent pH response of free-swelling hydrogel (initial thickness
≈400m) in PBS buffer at ﬁxed ionic strength (0.15M). Initial environmental pH
value was 7.4, pH was suddenly decreased to 7.15 at time=0, suddenly increased to
7.4 at time=7h, and then the cycle was repeated.
consider an ionic strength response test in which the hydrogel is
loaded into the sensor at an elevated pressure Phigh, Phigh >P0. In
this case, the hydrogel may follow the path shown schematically
in Fig. 2 as D→E→ F. Eq. (4) still applies and may be used to com-
pare the sensor response starting at Phigh with the sensor response
starting at P0. In the former case, the initial value of ˘ is of course
higher due to hydrogel compression, but what matters for the sig-
nal is ˘0, and Eq. (3) predicts that ˘0 has essentially the same
value at loading pressures of Phigh and P0. The effective spring con-
stantHmay be larger for the test performed starting at Phigh, which
would tend to increase the sensor signal. On the other hand, Eq.
(3) predicts that the osmotic modulus  =−Q∂˘/∂Q, a measure of
the resistance of the hydrogel to the loss of water by squeezing,
increases with decreasing Q. If this is the case, then ˘1 will be
larger for the sensor response testperformedstartingatPhigh,which
will tend to reduce the sensor signal (see Eq. (4)). As shown in Fig. 2,
the predicted sensor signal is expected to be slightly less for sensor
response tests performed at elevated loading pressure. However,
this analysis is based on Eq. (4), which uses a single parameter
H to characterize the effective constraint of the chamber and the
piezoresistive diaphragm on the hydrogel, when in reality the elas-
tic properties of the chamber and the diaphragm are anisotropic.
We have also assumed that H is independent of loading pressure
and hydrogel swelling ratio.
3. Results
3.1. Free-swelling tests
The synthesized HPMA/DMA/TEGDMA hydrogels are pH-
responsive because they contain pendant tertiary amines (onDMA)
thatbecomeprotonatedat sufﬁciently lowenvironmental pHvalue,
thereby temporarily increasing the osmotic swelling pressure ˘
of the hydrogel. The osmotic swelling pressure can also be tem-
porarily increased by reducing the environmental ionic strength at
ﬁxedpH,which increases the chemical potential of the surrounding
water. In either case, the temporary increase in ˘ is compensated
for by swelling of the unconﬁned gel, and by some combination
of swelling and increase in pressure P for the gel in the sensor
(see Eq. (4)). From previous work on hydrogels of the same com-
position [8], the water content of the unconﬁned hydrogel varies
with pH primarily in the transition pH range between 7.0 and 8.0.
Fig. 3 shows the time-dependent change in the swelling ratio Q of
the unconﬁned gel when the external pH value is cycled between
7.4 and 7.15 at ﬁxed ionic strength in PBS buffer. As expected, Q is
higher at the lower pH value (by about 25%), and the free-swelling
response is both reversible and reproducible, albeit very slow. Fig. 4
shows the time-dependent change in the swelling ratio Q of the
unconﬁned gel when the external ionic strength is cycled between
0.15M and 0.05M at ﬁxed pH equal 7.4. As expected, Q is higher at
the lower ionic strength value (by about 33%), and the response is
once again reversible and reproducible. Comparing Figs. 3 and4, the
most obvious difference is the time scale of the response, which is
about 50 times slower for the pH change than for the ionic strength
change, even though the initial hydrogel thickness is the same
and amount of swelling is similar. Siegel has already reported that
hydrogels of similar composition can exhibit very slowpH response
kinetics [17]. For our purposes, the key conclusions to be drawn
from Fig. 3 are (1) the degree of protonation along the hydrogel
backbone increases with decreasing pH and (2) the pH response
time is so long for hydrogels of thickness 400m that drift of the
pressure baseline is likely in the chemomechanical sensor. Thus
we exclusively consider ionic strength sensor response in the fol-
lowing. The perceptive reader may also notice that the shape of
the time-dependent response curve is different in Figs. 3 and 4.
The time-dependent ionic strength response of the unconﬁned
hydrogel accurately obeys the 2nd order kinetic model of Quin-
tana [18–19], whereas the time-dependent pH response does not,
nor does the time-dependent sensor response given below. Hence
for qualitative comparison of response kinetics, we deﬁne 50 as
the time at which the change in the swelling ratio or the change in
the swelling pressure reaches 50% of its long time value. In Fig. 4,
50 is about 3min for both swelling and deswelling, whereas 50 is
about 2.25h for swelling and 3.5h for deswelling in Fig. 3. The free-
swelling response times are unaffected by changes in the width of
the square samples (1–2.3 cm) at ﬁxed initial thickness (400m).
3.2. Sensor response tests
In order to obtain good performance of the chemomechanical
sensor (Fig. 1) in response to a reduction in environmental salt
concentration (or pH), we must employ a porous membrane that
allows rapid diffusive transport, and yet does not allow the gel to
fully swell to its unconﬁned volume or to exude through the pores
in the membrane. Since the membrane design parameters needed
to achieve this are unknown, we begin by investigating sensor per-
formance with off-the-self wire cloth meshes used as membranes.
Fig. 5(a) shows an SEM micrograph of one particular stainless steel
wire cloth mesh used as the permeable membrane in the sensor.
The micrograph conﬁrms that the mesh is highly regular with the
Fig. 4. Time-dependent ionic strength response of free-swelling hydrogel (initial
thickness≈400m) inPBSbuffer atﬁxedpH7.4. Initial environmental ionic strength
value (I) was 0.15M, I was suddenly decreased to 0.05M at time=0, suddenly
increased to 0.15M at time=24min, and then the cycle was repeated.
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Fig. 5. (a) SEM image of stainless steel 80mesh wire cloth inside of chemomechan-
ical sensor; (b) SEM image of nanoporous polyester membrane (Oxyphen AG) prior
to its use in sensor with wire cloth membrane in some of the sensor tests (ﬁeld of
view=35m in width); (c) SEM image of nonporous cellulosic paper membrane
(Oxyphen AG) prior to its use in sensor with wire cloth membrane in some of the
sensor tests (ﬁeld of view=35m in width).
parameters expected for 80mesh wire: size of opening 178m,
wire diameter 135m, open area 31%. The ionic strength response
of the sensor used with this mesh is given in Fig. 6. Fig. 6 shows
the swelling pressure as a function of time during cyclic varia-
tions in environmental ionic strength value I between 0.15M and
0.05M at ﬁxed pH equal 6.8. In this experiment, a hydrogel was
ﬁrst transferred in a deswollen state from a PBS bath at I=0.15M
into the sensor, and then the sensor cap was tightened until the
pressure signal increased by 11kPa above the ambient value. The
observed sensor response in Fig. 6 is rapid and reversible, even for
the ﬁrst swelling cycle, provided that the hydrogel is subjected to
several free-swelling cycles before loading into the sensor as rec-
ommended by Guenther et al. [20]. However, in some cases (2nd
and 3rd cycles in Fig. 6), the sensor exhibits a slight overshootmea-
Fig. 6. Time-dependent change in pressure (relative to baseline pressure)measured
by chemomechanical sensor of Fig. 1 in response to change in ionic strength I at
ﬁxed pH 6.8 in PBS buffer. The initial environmental ionic strength valuewas 0.15M,
I was suddenly decreased to 0.05M at time=17min, suddenly increased to 0.15M
at time=45min, and then the cycle was repeated three times (single layer 80mesh
wire, baseline = initial, loading pressure =11,000Pa).
sured to be of order 5% in response to thedecrease in environmental
strength. This phenomenon was previously reported by Herber et
al. [11], who suggested that once the peak pressure is reached, a
small amount of salt transfers out of the hydrogel, thereby reduc-
ing hydrogel swelling pressure ˘ . The response time 50 in Fig. 6
is 6.4min for swelling, and 2.3min for deswelling, which may be
compared with 3min for both swelling and deswelling in Fig. 4.
Thus conﬁnement of the hydrogel in our chemomechanical sensor
both increases the mean response time (at least for ionic strength
changes), and produces an asymmetry between the kinetics of
swelling and deswelling.
3.3. Inﬂuence of initial hydrogel pressure on the magnitude of the
sensor response
In Section 2.5, thermodynamic arguments were used to pre-
dict the effect on ionic strength response of an increase in the
hydrogel loading pressure, deﬁned as the initial value of the gage
pressure P prior to a sensor response test. This quantity can be
adjusted by tightening or loosening the screws that attach the sen-
sor cap to the sensor base, thereby increasing the pressure exerted
by the porous membrane on the gel. The predicted effect of the
hydrogel loading pressure was tested by cycling the environmen-
tal ionic strength twice between 0.15M and 0.05M, andmeasuring
the response of the sensor at two different values of the loading
pressure. The results obtained are shown in Fig. 7, where the initial
pressure values for the two cycles, from left to right in Fig. 7, are
11kPa and 19kPa. As a rough approximation, according to Eq. (3),
an increase in loading pressure from 11kPa to 19kPa compresses
the initial hydrogel volume by about 5%. As shown in Fig. 7, the sen-
sor response magnitude increases from 40kPa to 61kPa. Thus the
sensor sensitivity increases signiﬁcantly with increasing loading
pressure, in disagreement with the predictions put forth in Section
2.5. In between the two cycles in Fig. 7, one also observes that tight-
ening of the sensor screw cap causes a temporary jump in pressure
that relaxes to a plateau before the start of the next cycle.
One possible explanation for the discrepancy between theory
and the experimental results in Fig. 7 is that the effective spring
constantHwas assumed to be constant in Section 2.5, independent
of hydrogel swelling ratio and hydrogel loading pressure. The value
of H characterizes the effective stiffness of the chamber used to
conﬁne the hydrogel in the sensor, and as such will be affected by
any compliance associated with the membrane or piezoresistive
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Fig. 7. The effect of hydrogel loading pressure on the sensor response to ionic
strength changes at ﬁxedpH6.8 in PBS buffer. The ionic strengthwas cycled between
0.15M and 0.05M, and the change in pressure (relative to baseline) was measured
with the initial pressure on the hydrogel adjusted to 11kPa for the ﬁrst cycle, and
19kPa for the second cycle (single layer 80meshwire, baseline pressure =11,000Pa).
diaphragm, or by the presence of any free space in the cham-
ber. Our calibration measurements show that the stiffness of the
piezoresistive diaphragm is independent of pressure over a very
wide pressure range as expected for silicon, but this may not be the
case for the wire cloth mesh. The initial deﬂection of the wire cloth
membrane is of course larger if the response test is performed at
an elevated loading pressure value. If the stiffness of the wire cloth
mesh increases with increasing deﬂection, this could explain the
observed increase in sensor response magnitude with increase in
initial pressure. In order to test this hypothesis, we repeated the
ionic strength response test of Fig. 7 after replacing the 80mesh
wire cloth membrane with a 40mesh wire cloth, which is much
stiffer. The 40mesh wire cloth is approximately twice as thick as
the 80mesh wire cloth (405m vs. 290m), has a wire diam-
eter of 265m, a mean mesh opening of 381m, and an open
area of 36%. Fig. 8 shows the results obtained. Even though the
40mesh wire cloth is stiffer than the 80mesh wire cloth, sensi-
tivity to ionic strength response is less when the sensor is deployed
using the 40mesh wire cloth membrane. Fig. 8 also conﬁrms that
the sensor response magnitude increases with increasing hydrogel
loading pressure. Thus the increase in the sensor response magni-
tude with increasing initial loading pressure cannot be explained
by an increase in mesh stiffness with mesh deﬂection.
3.4. Use of two-layer membranes in the sensor
According to the results in Fig. 8, the chemomechanical sensor
is less sensitive when used with the 40mesh wire cloth mem-
brane than with the 80mesh wire cloth membrane, even though
the 40mesh wire cloth membrane is stiffer. A possible explanation
for this surprising result is that the hole size or open area of the
40mesh wire cloth is too large, and hence the hydrogel partially
exudes through the mesh while swelling, thereby reducing sen-
sor sensitivity. Onewould like to vary thewiremesh openingwhile
holding themesh stiffness constant, but this is not possible because
mesh opening and mesh stiffness both decrease with increasing
mesh number. In order to circumvent this problem, we explore the
use of two-layermembranes in the sensor. The function of the outer
layer is to provide stiffness, whereas the inner layer has a smaller
pore size and thus prevents the hydrogel from exuding through
the mesh. The ﬁrst two-layer membrane explored was obtained by
combining 40mesh stainless steel wire cloth with 200mesh stain-
less steel wire cloth (thickness =100m, mean opening=74m,
Fig. 8. Inﬂuence of wire mesh and initial hydrogel loading pressure on sensor
response to ionic strength change at ﬁxed pH 7.4 in PBS buffer. The ionic strength
was cycled between 0.15M and 0.05M, and the pressure (relative to baseline) was
measured with the hydrogel constrained by: single layer 40mesh wire (♦); single
layer 80mesh wire (ﬁlled diamonds). The initial pressures on the hydrogel were:
9500Pa (ﬁrst cycle with 40mesh); 23,000Pa (2nd cycle with 40mesh); 11,500Pa
(ﬁrst cycle with 80mesh), 24,000Pa (second cycle with the 80mesh), baseline
pressure =9500Pa for experiments with 40mesh, 11,500Pa for experiments with
80mesh.
wire diameter =58m, open area =29%). This combination was a
failure. Sensor sensitivity was actually less when the sensor was
used with the 40/200mesh combination than with the 40mesh
wire cloth membrane alone, perhaps because of poor adhesion
between the two stainless steel layers. Much better sensor perfor-
mance was obtained when the 80mesh stainless steel wire cloth
meshwas combinedwith the nanoporous Oxyphen PETmembrane
(thickness 20m, pore size 0.1m, open area 15%, see Fig. 5(b)
for SEM image). As shown in Fig. 9, the sensitivity of the sensor to
ionic strength change increases dramatically when the nanoporous
membrane is added as an inner layer to the 80mesh stainless
steel wire cloth. However, mixed results are obtained when the
nanoporous membrane is added to the 40mesh wire cloth: sen-
sor sensitivity is improved, but sensor reproducibility is worsened.
A possible explanation for this is that the Oxyphen PET membrane
is so thin and ﬂexible that it can partially exude through the large
40mesh openings (381m), but cannot exude through the smaller
80mesh openings (178m). With the 40mesh wire cloth, better
results areobtainedwithacellulosicpaper inner layer that is thicker
and stiffer than the nanoporous Oxyphen PET membrane. The dry
thicknessof thepaper layer is 80m, four times thatof theOxyphen
membrane. Unlike the Oxyphen, no nanopores were etched in the
paper membrane, but in the SEM images (Fig. 5(c)), one observes
an occasional micropore. As shown in Fig. 10, the sensitivity of the
sensor to ionic strength change increases dramatically when the
paper membrane is added as inner layer to the 40mesh stainless
steel wire cloth. This was not unexpected. The unexpected result in
Fig. 10 is the improvement in response time that also occurs, partic-
ularlywith respect todeswellingkinetics. Fig. 11 shows theeffect on
sensor performance of adding the nonporous paper membrane to
the 80mesh wire cloth membrane. Fig. 11 conﬁrms that the intro-
duction of the nonporous paper layer improves both sensor ionic
strength response kinetics and sensor sensitivity.
The data of Table 1 provides a summary of the response time
values 50 observed for both freely swelling hydrogels and for the
chemomechanical sensor of Fig. 1 deployed with various combina-
tions of porous membranes and at various loading pressures. The
table also includes values for themagnitude of the sensor response.
Inall cases the resultsweremeasuredwithhydrogelsof initial thick-
ness approximately 400m subjected to cyclic changes in ionic
strength between0.05Mand0.15Mat ﬁxedpH. The batch-to-batch
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Fig. 9. The effect of adding a nanoporous polymer layer on sensor response to ionic
strength change at ﬁxed pH 7.4 in PBS buffer. The ionic strength was cycled between
0.15M and 0.05M, and the pressure change (relative to baseline) was measured
with thehydrogel constrainedby: single layer 80meshwire (♦); single layer 80mesh
wire plus nanoporous polymer (ﬁlled diamonds). The initial pressures on the hydro-
gel were: 10,500Pa (single layer 80mesh); 10,500Pa (80mesh+polymer), baseline
pressure =10,500Pa.
variation in hydrogel swelling pressure response is of order 5kPa,
which is the principle source of sensor experimental uncertainty.
When the paper or PET membrane was used as inner layer, it was
difﬁcult to adjust the loading pressure to a pre-determined value.
Hence sensor tests with different membrane conﬁgurations were
unfortunately often performed at different loading pressures. Sev-
eral trends are apparent. The mean response time of the sensor
(i.e. average 50 value, swelling and deswelling) is almost always
greater than that of the identical free-swelling hydrogel. Undoubt-
edly the hydrogel in the sensor swells less than a free-swelling
hydrogel, because the porous membrane and the piezoresistive
diaphragm oppose swelling in the axial direction. In fact, Toomey
et al. [21] showed that a smart hydrogel attached to a surface in
such a way that lateral swelling is prevented has a smaller vol-
ume response than an unattached hydrogel. This being the case,
one might have expected the sensor response time to be smaller
Fig. 10. The effect of adding a nonporous paper layer on sensor response to ionic
strength change at ﬁxed pH 7.4 in PBS buffer. The ionic strength was cycled between
0.15Mand 0.05M, and the pressure change (relative to baseline)wasmeasuredwith
thehydrogel constrainedby: single layer 40meshwire (♦); single layer 40meshwire
plus paper (ﬁlled diamonds). The initial pressures on the hydrogel were: 9500Pa
(single layer 40mesh); 7500Pa (40mesh+paper), baseline = initial loading pressure
for both cycles.
Fig. 11. The effect of adding a nonporous paper layer on sensor response to ionic
strength change at ﬁxed pH 7.4 in PBS buffer. The ionic strength was cycled between
0.15M and 0.05M, and the pressure change (relative to baseline) was measured
with thehydrogel constrainedby: single layer 80meshwire (♦); single layer 80mesh
wire plus paper (ﬁlled diamonds). The initial pressures on the hydrogel were: 24kPa
(single layer80mesh); 19kPa (80mesh+papermembrane), baseline = initial loading
pressure for both cycles.
than that of a free-swelling hydrogel. A possible explanation for
this is that the hydrogel in the sensor has only one exposed sur-
face through which diffusion can occur, unlike the freely swelling
hydrogel. The swelling response time of the sensor is always larger
than the deswelling response time. An increase in the hydrogel
loading pressure invariably increases the sensitivity of the sen-
sor used with any type of porous membrane, and also reduces the
mean response time. The sensor response time for the swellinghalf-
cycle is reduced to a much greater extent by an increase in loading
pressure than the sensor response time for the deswelling half-
cycle. Introduction of either the nanoporous Oxyphen (Fig. 9) or
the nonporous paper (Fig. 10) as an innermembrane layer substan-
tially increases sensor sensitivity. However, the effect on the sensor
response kinetics is less certain, and analysis of the data is com-
plicated by the necessity of comparing results at different loading
pressures. Introduction of the nanoporousOxyphen PETmembrane
or the nonporous paper to the 80mesh wire cloth improves sen-
sor sensitivity without substantially changing the mean response
time. The Oxyphen PET membrane could not be used with the
40mesh wire cloth, as noted previously. Introduction of the non-
porous paper to the 40mesh wire cloth substantially decreases
the mean response time, primarily by reducing the time constant
for the deswelling half-cycle (Fig. 10, Table 1). In fact, the small-
est average response time (swelling plus deswelling) is obtained
when the sensor is deployed with a two-layer membrane consist-
ing of a 40mesh stainless steel wire cloth and the nonporous paper
membrane. This is theonly sensor conﬁguration that gives response
kinetics as fast or faster than that of a freely swelling hydrogel.
4. Discussion
For a ﬁxed change in ionic strength, our simple model (Section
2.5, Fig. 2) predicts that the change in osmotic swelling pressure
˘0 is largely independent of the initial state of compression of
the hydrogel. Hence it is very surprising that the sensor response
signal is observed to increase with loading pressure under all con-
ditions (Figs. 7 and 8, Table 1). The two most likely sources of error
in the model are (1) the use of Eq. (3) to calculate ˘0 and (2)
the assumption that the spring constantH in Eq. (5) is independent
of Q and loading pressure. Eq. (3) is based on osmotic deswelling
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Table 1
Ionic strength response times and response magnitudes of sensor with various membrane conﬁgurations.










Free-swelling gel 7.4 N/A N/A 3.1 3.25 3.0
Free-swelling gel 6.8 N/A N/A 2.8 2.9 2.6
80mesh wire 7.4 10 55 6 8 4
80mesh wire 7.4 23 69 5.6 7.1 4.1
80mesh plus nonporous paper 7.4 7 54 5.5 8.5 2.5
80mesh plus nonporous paper 7.4 18 83 5.1 7.5 2.7
40mesh wire 7.4 9 38 5.7 7.8 3.5
40mesh wire 7.4 16 47 5.2 6.3 4.1
40mesh wire 7.4 22 52 5.1 5.8 4.4
40mesh plus nonporous paper 7.4 8 51 3 4.6 1.4
40mesh plus nonporous paper 7.4 10 69 2.7 3.9 1.4
80mesh wire 7.4 11.5 57 6.5 9.5 3.5
80mesh wire 7.4 21 65 4.9 6.5 3.3
80mesh plus nanoporous polymer 7.4 13.5 92.5 5.15 6.1 4.2
80mesh plus nanoporous polymer 7.4 24 112 4.9 4.6 5.2
measurements performed several years ago on hydrogels of similar
composition [9], and thus we do not expect it to be quantitatively
accurate here for hydrogels synthesizedmuchmore recently under
slightly different reaction conditions. Nonetheless, the prediction
that ˘0 is a weak function of loading pressure in the range of
loading pressures studied (5–30kPa) is probably qualitatively accu-
rate, given that theoretical analysis based on the Donnan model
[13] leads to the same prediction. The assumption that H is inde-
pendent of loading pressure is much more suspect. The value of H
characterizes the effective stiffness of the chamber used to conﬁne
the sensor, H=dP/dQ. If there is free space available in the sensor
chamber at low values of the loading pressure, then the hydrogel
can expand laterally into the free volumewithout increasing P, and
H is correspondingly low at low swelling ratios. However, when the
hydrogel swells enough to ﬁll all the free space, the value of H will
increase to a much higher value reﬂecting the true stiffness of the
membrane and thepiezoresistive diaphragm. Thus the true plot of P
vs.Q in Fig. 2 should probably be a curvewith a slope that increases
dramatically above a critical swelling ratio. An increase in load-
ing pressure will reduce this critical swelling ratio by reducing the
amount of free space initially available, thereby reducing the com-
pliance correction˘1 and increasing the sensor signalP (seeEq.
(4)). This likely explains the observed increase in sensor sensitivity
with increasing loading pressure. Furthermore, if the true stiffness
of the stainless steel mesh greatly exceeds the osmotic modulus
(Section 2.5) of the gel, then the signal becomes insensitive to the
mesh stiffness. Apparently the initial compression of the hydrogel
was never sufﬁcient to completely remove all the free space ini-
tially available, because the sensor response signal increases with
loading pressure over the entire range of loading pressures studied
(5–50kPa).
If the hydrogel can expand laterally into free space without
deﬂecting the piezoresistive diaphragm, then the response time 50
derived from the P signal may not reﬂect the true response time of
the hydrogel. This may explain why an increase in loading pres-
sure also improves the response time of the sensor. To some extent,
this improvementmay be attributable to the reduction in gel thick-
ness with initial gel compression, which reduces the diffusion path
length. However, using Eq. (3), one predicts that the reduction in
thickness is only of order 10% for a loading pressure range increase
of 20kPa. Furthermore, one would expect the reduction in diffu-
sion path length to affect the swelling and deswelling response
times similarly. In practice, sensor response time for the swelling
half-cycle is reduced toamuchgreater extentbyan increase in load-
ing pressure. For example, with hydrogel loading at a pressure of
11.5 kPa in the sensor with the 80meshwire cloth (Table 1), the 50
value for swelling greatly exceeds that for deswelling (9.5min vs.
3.5min), whereas the two 50 values become more nearly equal at
a loading pressure of 21kPa (6.5min vs. 3.3min). This implies that
the presence of free space in the sensor chamber at low loading
pressures is partly responsible for the asymmetry in the time-
dependent response curve between swelling and deswelling. This
can be explained as follows. The membrane and the piezoresis-
tive diaphragm exhibit mechanical forces that oppose swelling and
accelerate deswelling. During the swelling half-cycle, the hydrogel
expands laterally to ﬁll all available free space in the sensor before
the outward deﬂection of the piezoresistive diaphragm is complete.
On the other hand, during deswelling the piezoresistive diaphragm
completes its return to its equilibrium position before the hydrogel
ﬁnishes contracting laterally within the sensor. Hence the appar-
ent time constant 50 derived from the pressure signal is larger for
swelling than for deswelling. An increase in the hydrogel loading
pressure increases sensor sensitivity and decreases the apparent
asymmetry between swelling and deswelling kinetics by reducing
the amount of lateral swelling within the sensor.
If themembrane pores are too large, then the hydrogel can swell
by exuding through the pores without deﬂecting the piezoresis-
tive diaphragm. The effect of this will be similar to that of lateral
swelling within the sensor chamber: a reduction in H=dP/dQ, an
increase in the compliance correction ˘1, and a decrease in the
sensor signal P (see Eq. (4)). We have indirect evidence that this
is the case: introduction of a nanoporous or nonporous inner layer
substantially increases the sensitivity of the sensor used with the
80meshwire cloth (Fig. 9) andwith the 40meshwire cloth (Fig. 10).
We believe that the inner membrane layer increases sensitivity by
preventing the hydrogel from exuding through the holes in the
stainless steel mesh. Unfortunately, we cannot image the inter-
face between a steel mesh and the hydrogel in a meaningful way,
because the interface rearranges and the contact pressure changes
when the sensor is transferred fromtheaqueous solution to thevac-
uum chamber of the SEM. The 80meshwire cloth has a square pore
opening of 178m with 31% open area. While this may seem like a
very coarse mesh, it is not out of line with the porous membranes
used inprevious studies of chemomechanical sensors: 600mpore
size and 24% open area by Trinh et al. [12], 50mpore size and 31%
open area byHerber et al. [11]. Of course the optimumpore sizewill
vary to some extent with hydrogel mechanical properties, and dif-
ferent hydrogels have been used in all studies of chemomechanical
sensors from different laboratories published to date.
The PET Oxyphen nanoporous membrane and the nonporous
paper membrane are both too ﬂexible to be used in the sensor
without a stainless steel mesh to provide rigidity. Thus a two-layer
membrane is best for optimizing the sensitivity of our sensor. Sur-
prisingly, it may also be best for optimizing the sensor response
time, at least for ionic strength changes. The diffusive permeability
of a two-layer membrane with a nanoporous inner layer is surely
63
194 G. Lin et al. / Sensors and Actuators B 136 (2009) 186–195
much less than that of a single stainless steel 80mesh cloth with a
pore opening of 178m, and yet the average sensor response time
is approximately the same (Fig. 9 and Table 1). Perhaps introduc-
tion of the Oxyphen PET layer eliminates the time required for the
hydrogel to exude through and retract from the holes in the steel
mesh, and this is more important to the response kinetics than
the decrease in diffusive permeability. The most puzzling results
pertain to the use of the nonporous paper (Fig. 5(c)) as an inner
membrane layer on the stainless steel wire cloths. Introduction
of the paper layer improves sensor sensitivity by preventing the
hydrogel from exuding through the openings in the steel mesh.
Not surprisingly, the effect is more pronounced with the 40mesh
(Fig. 10) than with the 80mesh (Fig. 11), because the 40mesh
is coarser. However, the paper layer is fairly thick, and hence its
use in the sensor increases the diffusion path length by over 25%,
assuming that the water-swollen paper does not penetrate into the
hydrogel.Nonetheless, useof thepaper layerwith the80-meshwire
doesnot substantially change sensor response time, and itsusewith
the 40-mesh wire actually reduces sensor response time, primarily
by reducing the time constant for deswelling (Fig. 10). It is puz-
zling that the nonporous paper seems to offer so little resistance
to mass transfer. However, this is another indication that we are
studying a kinetic regime inwhich the time-dependentmechanical
properties of the membrane are far more important than its mass
transfer resistance. Furthermore, membrane mass transfer resis-
tance is governed by the product of the membrane thickness and
the permeability, where the latter is the product of the diffusivity
and the solubility of the diffusing species [22]. Water is the prin-
cipal diffusant in our experiments, and the solubility of water is
much lower in PET than in paper (see below). Hence even though
the paper layer is at least four times thicker than the Oxyphen PET
layer, the difference in mass transfer resistance may be much less.
The hydrophilicity of the paper layer probably also explains the
observation that use of the paper layer enhances the asymmetry of
the time-dependent sensor response curve, whereas use of the PET
layer does not. The Oxyphen PET membrane is hydrophobic and
absorbs little water when immersed in PBS buffer. On the other, the
weightof thedrynonporouspapermembranedoubleswhenplaced
in PBS buffer, with little dependence on ionic strength between
0.15Mand 0.05M.Hence,when subjected to squeezingmechanical
forces within the chemomechanical sensor, the paper membrane
can reduce its volume by expelling water, whereas the PET mem-
brane cannot. Thus the paper membrane is slightly compressible
and contributes an elastic (osmotic) force that oppose hydrogel
swelling and accelerates hydrogel deswelling, thereby enhancing
the asymmetry of the sensor response curve.
5. Conclusions
The chemomechanical sensor exhibits a reversible and repro-
ducible response to environmental ionic strength change with all
of the membranes studied, and at all values of the hydrogel load-
ing pressure. However, the choice of the membrane and the value
of the loading pressure strongly affect sensor sensitivity and sen-
sor response kinetics. If the hydrogel is loaded at pressures close
to ambient, then sensor sensitivity is relatively low, and the time-
dependent response is highly asymmetric between swelling and
deswelling. This occurs because the membrane and the piezore-
sistive diaphragm exhibit mechanical forces that oppose swelling
and accelerate deswelling, and also because the gel can swell lat-
erally into a small amount of free space within the sensor. An
increase in the hydrogel loading pressure increases sensor sen-
sitivity and decreases the apparent asymmetry between swelling
and deswelling kinetics by reducing the amount of lateral swelling
within the sensor. The stiffness of a stainless steel mesh used as a
porous membrane is of little importance to sensor response, prob-
ably because this stiffness greatly exceeds the osmotic modulus
of the hydrogel. On the other hand, the steel mesh pore size is
very important, and this pore size is too large for almost all of the
stainless steel wire cloth meshes commonly available. This can be
rectiﬁed by introducing an innermembrane layer (nanoporous PET
or nonporous paper) to prevent the hydrogel from exuding through
the stainless steel mesh, thereby increasing sensor sensitivity. Sur-
prisingly, the average sensor response time is not increased by the
introduction of either type of inner membrane layer, a result that
indicates that the response time is more sensitive to the mem-
brane’s time-dependentmechanical properties than to its diffusive
permeability. The permeability of the nonporous paper membrane
appears to be larger than expected due to its high afﬁnity for water.
In addition, because the hydrophilic paper layer absorbs a large
quantity of water, it can be compressed by squeezing. Hence when
the paper membrane is used as an inner layer on the stainless
steel mesh, this introduces an additional elastic force that affects
sensor response kinetics by opposing swelling and accelerating
deswelling.
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a b s t r a c t
In the last fewyears, a new type of glucose-sensitive hydrogel (GSH) has beendeveloped that shrinkswith
increasing glucose concentration due to the formation of reversible crosslinks. The ﬁrst osmotic swelling
pressure results measured for any member of this new class of GSH are reported, so that their suitability
for use in sensors combining pressure transducers and smart gels can be evaluated. Comparison is also
made with results obtained for an older type of GSH that expands with increasing glucose concentration
due to an increase in the concentration of counterions within the gel. The newer type of GSH exhibits
both faster kinetics and weaker fructose interference, and therefore is more suitable for in vivo glucose
sensing.
© 2009 Elsevier B.V. All rights reserved.
1. Introduction
In recent years, there has been a considerable effort to develop
enzyme-free glucose-sensitive hydrogels (GSHs) with enhanced
selectivity for glucose relative to fructose [1–8]. A GSH is a
crosslinked polymer network that reversibly changes its volume
in response to changes in environmental glucose concentration
[9]. By coupling a GSH of micron-scale thickness to a method for
detecting the volume change, such as optical or pressure mea-
surements, one can obtain an implantable glucose sensor suitable
for diabetic patients [1,4,7–8,10]. If the GSH is enzyme free, then
the sensor response will be independent of blood oxygen level.
By contrast, the widely studied electrochemical glucose sensors
that rely on the enzyme glucose oxidase require special measures
to overcome the blood oxygen deﬁcit [11], such as the use of
glucose-restrictive membranes [12]. The vast majority of enzyme-
free GSH developed to date employ the glucose-binding moiety
phenylboronic acid (PBA). The ﬁrst generation of PBA-containing
GSH, of a type ﬁrst synthesized about 15 years ago, have volumes
that increase with increasing glucose concentration [13–22]. This
increase occurs because glucose binding favors the charged form of
boronic acid.Hencewhen theenvironmental glucose concentration
∗ Corresponding author at: Department of Materials Science & Engineering, Uni-
versity of Utah, Salt Lake City, UT 84112, USA. Tel.: +1 801 581 7536.
E-mail address: jj.magda@utah.edu (J. Magda).
increases, the fraction of charged boronic acid groups increases,
thereby increasing the osmotic contribution of counterions that
swell the hydrogel. Unfortunately, PBAwill bind anymolecule con-
taining a cis-diol, and in fact the binding afﬁnity of PBA for fructose
exceeds that for glucose by a factor of 40 [23]. Hence ﬁnding a
means for enhancing the glucose-selectivity of enzyme-free GSH
is considered a high priority, even though physiological glucose
concentrations far exceed those of fructose [24].
The second generation of GSH, of a type ﬁrst synthesized about
5 years ago, have volumes that decrease with increasing glu-
cose concentration [1–8,25]. This decrease occurs because glucose
simultaneously binds to two PBA moieties within the gel, thereby
forming a reversible crosslink (bis-boronate–sugar complex) that
increases the entropic penalty associatedwith chain stretching [7].
This penalty can be reduced by chain contraction, hence the gel
shrinks with increasing glucose-mediated crosslinking. Fructose,
unlike glucose, contains only one set of cis-diols and thus can-
not bind to two PBA moieties simultaneously. However, PBA must
have the correct stereochemistry for glucose to reversibly crosslink
the gel. This correct stereochemistry is achieved by attaching PBA
to the hydrogel in the ortho position [1,4,5], or by incorporating
protonated tertiary amines in the hydrogel adjacent to the PBA
[3,7–8,25]. The cationic tertiary amines stabilize the charged form
of boronic acid, even in the absence of sugars, so that almost all
of the added glucose participates in reversible crosslinking [23].
Fructose molecules can still bind to PBA moieties in the gel, one at
a time, but this has a relativelyminor effect on the swellingpressure
0925-4005/$ – see front matter © 2009 Elsevier B.V. All rights reserved.
doi:10.1016/j.snb.2009.07.054
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becausemost of the boronic acid groups are already charged. Hence
the glucose-selectivity of the second generation of GSH greatly
exceeds that of the ﬁrst.
Surprisingly, as far as we know, there have been no reports of
the osmotic swelling pressure ˘ for any member of the second
generation of GSH. The osmotic swelling pressure ˘ is deﬁned as
the derivative of the hydrogel free energy of swelling Ftot with
respect to moles of water [26,27]:
˘ = −∂Ftot/∂n1
V1
= 1,0 − 1
V1
(1)
In Eq. (1),V1 is themolar volumeofwater,n1 is thenumber ofmoles
of water, 1 is the chemical potential value for water in the hydro-
gel at ambient pressure, and 1,0 is the chemical potential value for
water in the reference solution that surrounds the hydrogel. The
value of Ftot includes contributions from the boronic acid coun-
terions and the glucose crosslinks mentioned above. As discussed
in detail in a recent publicationwithin this journal [28],˘ is amea-
sure of the force that a given GSH can exert on a pressure sensor,
or equivalently, of the force that a given GSH can exert when used
as an autonomous actuator [19]. Hence, in the following, we report
for the ﬁrst time the glucose-dependent ˘ value in physiological
saline solution (PBSbuffer) for oneparticularmember of the second
generation of GSH, namely the hydrogel with composition devel-
oped by Tierney et al. [7]. The goal is to evaluate the suitability of
this GSH for use in chemomechanical sensors that combine smart
hydrogels andpressure transducers. It should be noted that Tierney
et al. have already shown that this GSH exhibits adequate glucose
response in blood plasma [8]. We also investigate ˘ for a hydrogel
with composition developed by Gu [23], a hydrogel belonging to
the ﬁrst generation of GSH.
2. Experimental methods
2.1. Materials
The monomers used for preparation of the gels were obtained
as follows: acrylamide (AAM, Fisher Scientiﬁc), N,N-methylene-
bisacrylamide (BIS, Sigma–Aldrich), 3-acrylamidophenylboronic
acid (3-APB, Frontier Scientiﬁc, Logan, UT), and N-(3-dimethyl-
aminopropyl acrylamide (DMAPAA Polyscience). The monomers
were used as received. Ammonium peroxydisulfate (APS,
Sigma–Aldrich), N,N,N′,N′-tetramethylethylenediamine (TEMED,
Sigma–Aldrich), d(+)-glucose (Mallinckrodt Chemicals),
d(−)-fructose (Sigma–Aldrich), dimethyl sulfoxide (DMSO,
Sigma–Aldrich), 4-(2-hydroxyethyl)piperazine-1-ethanesulfonic
acid (HEPES, Sigma–Aldrich), and Delbecco’s phosphate-buffered
saline solution (PBS, Sigma–Aldrich) were also used as received.
Market grade wire cloth mesh (type 304 stainless steel, 80 mesh,
wire opening 178m, open area 31%) was obtained from Small
Parts, Inc., Miramar, FL, USA.
2.2. Hydrogel synthesis
A GSH (composition 1) containing AAM/3-APB/DMAPAA/BIS at
a nominal mole ratio of 80/8/10/2 was prepared by free radical
crosslinking copolymerization. This composition and the synthe-
sis procedure followed were the same as in Tierney et al. [7], with
the exception that we used a different reaction initiator and accel-
erator, namely thermal free radical initiator APS and TEMED. This
use of APS and TEMED is not expected tomarkedly change hydrogel
properties. In brief, stock solutions were prepared of AAM and BIS
in 1mMHEPES buffer. Appropriate amounts of the two stock solu-
tions were mixed in a vial with DMAPAA and TEMED. In order to
dissolve 3-APB into the pregel solution, 10vol% of DMSOwas added
into the vial. The free radical initiator APS was introduced after
purging the vial with N2 gas for 10min, afterwhich the pregel solu-
tion was rapidly injected into a cavity (thickness 400m) between
two square plates (polycarbonate and poly(methyl methacrylate))
of surface area 60 cm2. The total monomer concentration in the
pregel solution was 12.7wt%. After approximately 12h of reac-
tion at room temperature, the hydrogel slab was removed from
the mold and washed for at least two days with deionized water
and PBS buffer (pH 7.4, ionic strength 0.15M) before testing. A
similar procedure was used to prepare a GSH (composition 2)
containing AAM/3-APB/BIS at a nominal mole ratio of 80/20/0.25,
with the principal difference being the replacement of HEPES
buffer/DMSO with 1M NaOH. The total monomer concentration
in the pregel solution was 30.2wt%. This GSH has a composition
very similar to a hydrogel studied by Gu [23]. In sugar-free PBS
buffer at physiological pH and ionic strength, GSH (composition 1)
contains 88wt% water, and GSH (composition 2) contains 58wt%
water).
2.3. Sensor construction and sensor response tests
As analyzed in detail in a recent publication in this journal
[28], the osmotic swelling pressure ˘ of a smart hydrogel can
be obtained by conﬁning it between a porous membrane and the
diaphragm of a miniature pressure transducer. In such a sens-
ing scheme, a change in the environmental glucose concentration,
as sensed through the pores of the membrane, changes ˘ (see
Eq. (1)) which must at equilibrium equal the mechanical pres-
sure measured by the pressure transducer. Fig. 1 shows a sketch
of the chemomechanical sensor that was used. The sensor con-
sists of a piezoresistive pressure transducer (model EPB-501-5P,
Entran, Inc., Fairﬁeld,NJ,USA)with a cylindrical stainless steel sens-
ing area (diameter 3.18mm) completely covered with a hydrogel
ﬁlm of thickness ≈400m. The hydrogel is held in place in the
sensor by a cap with a top surface that consists of a replaceable
porous membrane through which mass transfer can occur. In our
previous work [28], we investigated membranes having various
pore sizes and porosities, and found that use of a stainless steel
wire cloth mesh (mesh size 80, wire opening 174m, 31% open
area) gave acceptable results for ˘ measurements in PBS buffer.
Therefore the same porous mesh was used to obtain all the results
presented here. A GSH was synthesized and cleaned as described
Fig. 1. Preliminary version of the chemomechanical sensor used in this study. A
piezoresistive pressure transducer with a cylindrical sensing area (A) is completely
coveredwith a disc-shaped hydrogel ﬁlm (B) of approximate thickness 400m. The
hydrogel is held in place by a cap (C) that has a top surface which is a replaceable
wire mesh/porous membrane (D) (from Ref. [28]).
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above, a circular biopsy tool was used to cut a disc-shaped sample
of appropriate diameter, and the samplewas then transferred from
sugar-free PBS buffer (pH 7.4, ionic strength 0.15M) to the sens-
ing surface of the pressure transducer using tweezers. The sensor
cap with wire mesh was attached to the sensor base by tightening
three screws that were adjusted to impose an axial compressive
stress on the hydrogel in the sensor. The sensor was then inserted
into a large covered environmental bath containing PBS buffer at
room temperature and physiological pH and ionic strength. This
bath also contained a magnetic stirrer used to minimize exter-
nal mass transfer resistance to the sensor. Sensor response tests
were performed by either injecting solutions of glucose with or
without fructose into the environmental bath and then noting the
time-dependent response of the pressure transducer, or by rapidly
switching the sensor into another environmental bath at the same
ionic strength and pH but with no sugar. The time-dependent
pressure signal was captured with an Agilent data acquisition sys-
tem.
3. Results and discussion
3.1. The glucose-dependent swelling pressure response:
magnitude and kinetics
In order to ensure good mechanical contact with the pres-
sure transducer at all glucose concentrations, GSH (composition
1) was transferred from sugar-free buffer into the sensor at a
high loading pressure of approximately 20kPa, which is approxi-
mately 60% of the transducer full-scale value. Frommeasurements
of the change in optical path length by Tierney et al. [7], this
hydrogel is expected to shrink with increasing glucose concen-
tration. Fig. 2 shows the measured change in swelling pressure
˘ when the hydrogel is exposed to a cyclic variation in glucose
concentration between zero and 5mM at physiological pH and
ionic strength. As expected, ˘ is lower at higher glucose con-
centration, and the change in ˘ is observed to be reversible and
surprisingly large, almost 9 kPa or 1750Pa per mM of glucose.
We are aware of only one previous ˘ measurement for a GSH,
in this case for a GSH that swells with increasing glucose con-
centration. Lei et al. subjected this ﬁrst generation GSH to an
increase in glucose concentration from 0 to 20mM, and measured
an increase in ˘ of only 3kPa [29]. For GSH (composition 1),
Fig. 3 contains a plot of the equilibrium ˘ response vs. glucose
concentration over the range of physiological interest for diabetic
patients, 0–20mM. The swelling pressure increases monotoni-
Fig. 2. Time-dependent response of the osmotic swelling pressure in response to
change inglucose concentration fromzero to5mMthenback to zero.Measurements
weremade at room temperature in PBS buffer at physiological pH and ionic strength
using GSH (composition 1) in the sensor of Fig. 1.
Fig. 3. Magnitude of the equilibrium change in swelling pressure vs. glucose con-
centration, as measured at room temperature in PBS buffer at physiological pH and
ionic strength using GSH (composition 1) in the sensor of Fig. 1 (average error bar
magnitude 0.6 kPa). The dashed curve is given as a guide to the eyes only.
callywith glucose concentration, but unfortunately the equilibrium
response curve appears to saturate near 20mM glucose. Presum-
ably this occurs because all of the glucose binding sites become
occupied at high external glucose concentration. This is unsurpris-
ing, given that the mole fraction of PBA in this hydrogel is only
about 0.08. Fig. 4 shows the ﬁt of the time-dependent swelling
curve in Fig. 2 to a ﬁrst-order-kinetics model. The ﬁt is excellent,
and this was observed to be the case (R-squared values 0.92–0.98)
for all of the time-dependent swelling and deswelling curves for
this GSH (composition 1). There was no obvious dependence of
the ﬁrst-order time constant  on glucose concentration. The aver-
age values were  =60±15min for deswelling, and  =75±15min
for swelling. Though the relative uncertainty in the  values is
large, nonetheless deswelling appears to be slightly faster than
swelling, probably because the membrane and the piezoresistive
diaphragm exhibit mechanical forces that oppose swelling and
accelerate deswelling.
3.2. Interference by fructose
The normal physiological level of fructose is approximately 500
times smaller than that of glucose (8M vs. 5.5mM, respectively)
[24]. Nonetheless, potential interference is important because the
afﬁnity of PBA for fructose is 40 times greater than that for
Fig. 4. Fit of the time-dependent decrease in swelling pressure in Fig. 2 to an expo-
nential decay. The value of the ﬁrst-order-time constant is 54min.
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Fig. 5. Time-dependent response of the swelling pressure measured at room tem-
perature in PBS buffer at physiological pH and ionic strength using the sensor of
Fig. 1 with GSH (composition 2) (upper curve) and GSH (composition 1) (two lower
curves). At time equal zero, the sugar concentration was suddenly increased from
zero to: 5mM glucose (unﬁlled symbols); 5mM glucose plus 0.1mM fructose (ﬁlled
symbols).
glucose [23], hence normal fructose levels could cause a glucose-
measurement error of ca. 10%. Fig. 5 compares the measured
response of ˘ for GSH (composition 1) to PBS solutions con-
taining 5mM glucose and PBS solutions containing 5mM glucose
plus 0.1mM fructose. As noted previously, this GSH shrinks with
increasing glucose concentration due to the formation of reversible
crosslinks formed when glucose binds simultaneously to two PBA
moieties, whereas fructose cannot mediate crosslinks. Hence addi-
tion of 0.1mM fructose has no discernible effect on the sensor
response in Fig. 5. Fig. 5 also shows the measured response of ˘
for GSH (composition 2) to PBS solutions containing 5mM glucose.
In contrast to GSH (composition 1), this hydrogel does not con-
tain pendant tertiary amines and hence is expected to swell with
increasing glucose concentration. One observes in Fig. 5 that the
measured˘ value of GSH (composition 2) responds to the increase
in glucose concentration in a direction which is opposite to that of
GSH (composition 1). Themagnitude of the equilibrium response is
slightly greater for GSH (composition 2) than for GSH (composition
1) (9.2 kPa vs. 8 kPa). However, the response time of GSH (compo-
sition 2) in Fig. 5 is clearly larger than that of GSH (composition
1). The time-dependent response curve of GSH (composition 2) in
Fig. 5 does not ﬁt a ﬁrst- or second-order model. Deﬁning 60 as
the time at which hydrogel response reaches 60% of its ﬁnal value,
and 90 as the time at which hydrogel response reaches 90% of
its ﬁnal value, then 60 = 140min and 90 = 260min for GSH (com-
position 2) in Fig. 5. In comparison, 60 = 60min and 90 = 175min
for GSH (composition 1). Furthermore, the measured ˘ value of
GSH (composition 2) is much more responsive to fructose than
to glucose, as shown in Fig. 6. Fig. 6 contains the time-dependent
response of ˘ for both types of GSH to PBS solutions containing
5.0mM fructose. After 1h, the ˘ response of GSH (composition 1)
in Fig. 6 has already reached an equilibrium value of 1.9 kPa, which
is four times smaller in magnitude than the equilibrium response
of the same gel to an equivalent concentration of glucose (Fig. 3).
On the other hand, after 1h, the ˘ response of GSH (composition
2) is still increasing in Fig. 6, and the magnitude of the response
of this gel to 5.0mM fructose is already at least 1.6 times greater
than the response to an equivalent concentration of glucose (Fig. 5).
We speculate that the small short-time drop in ˘ observed for
GSH (composition 2) in Fig. 6 arises from the osmotic effect of
fructose on the environmental solution that occurs immediately
after fructose injection and before fructose diffuses into the gel and
binds.
Fig. 6. Time-dependent response of the swelling pressure to 5mM fructose asmea-
sured in PBS buffer at room temperature and at physiological pH and ionic strength
with sensor of Fig. 1 using: GSH (composition 1) – ﬁlled symbols; GSH (composition
2) – open symbols.
4. Conclusions and perspectives
For both glucose-sensitive hydrogels studied (GSH composi-
tion 1 and GSH composition 2), the magnitude of the osmotic
swelling pressure response to glucose is surprisingly large, and
easily detectable using custom-designed microfabricated pressure
sensors. For example, near the normal glucose level in the body
(5.5mM), the sensitivity of GSH (composition 1) is approximately
1750Pa permMof glucose. Sincemicrofabricated pressure sensors
are availablewith resolutionsof order1mbar, this implies a chemo-
mechanical glucose sensor resolution of 0.06mM (1.2mg/dl),
which is more than adequate for a chronically implantable glucose
sensor [11,30]. GSH (composition 1) also exhibits minimal fructose
interference and reasonably fast kinetics, with a ﬁrst-order time
constant of about 65min at room temperature. GSH (composition
2), an older type of hydrogel that swells rather than shrinks with
increasing glucose concentration, has slower kinetics and much
greater fructose interference. GSH (composition 1) was ﬁrst devel-
oped by Tierney et al. [7], who placed it on the tip of a ﬁber optic
sensor and measured glucose-dependent changes in optical path
length in PBS buffer and in blood plasma. Tierney et al. report that
the swelling kinetics of GSH (composition 1) are four times faster at
body temperature than at room temperature [8], so we can expect
a similar reduction in the ﬁrst-order-time constant of our chemo-
mechanical glucose sensor. Additional reduction in response time
can no doubt be obtained by reducing the thickness of the GSH in
the sensor from 400m or by introducing pores. In the future, we
plan to construct a MEMS glucose sensor [29,31] which is a micro-
fabricated chemomechanical sensor and that will use the same
or a similar GSH. The only deﬁciency of GSH (composition 1) is
the reduction in sensitivity observed at higher glucose concentra-
tions, near 20mM. This can probably be rectiﬁed by synthesizing
a hydrogel with a greater mole fraction of glucose-binding moi-
eties.
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                             CHAPTER 4          
OPTIMIZATION OF GLUCOSE SENSITIVE HYDROGELS 
FOR SENSOR APPLICATIONS 
4.1 Introduction 
      This chapter concerns the optimization of glucose-sensitive hydrogels for sensor 
applications. All the osmotic swelling pressure data described herein were obtained using 
the same method and identical macrosize sensor as described in chapters 2 and 3. First of 
all, an attempt was made to synthesize 2-Methacrylamido phenylboronic acid which is 
not commercially available, and glucose-sensitive hydrogels based on this monomer. 
2-Acrylamidophenylboronic acid (2-APB) has been reported to be able to form an 
intramolecular 6-membered ring which stabilizes the 2-Acrylamidophenylboronic acid in 
its charged form at physiological pH 7.4, and hydrogels containing 2-APB show high 
glucose selectivity [1]. Furthermore, 2-Acrylamidophenylboronic acid is believed to be 
relatively pH independent because of the intramolecular stable 6-membered ring 
microenvironment structure that is less responsive to external pH change [1,2]. Although 
2-Methacrylamido phenylboronic acid (2-MPBA) was successfully synthesized here, no 
desired glucose-sensitive hydrogels containing this monomer were obtained, probably 
because of the poor solubility of 2-MPBA in the solvents used. Acknowledging that 





glucose-sensitive hydrogels reported in chapter 3 were later found to be pH dependent, 
attention was shifted to the optimization of glucose-sensitive hydrogels (GSHs) reported 
in chapter 3 by varying the pregel chemical compositions. In chapter 3, we have 
demonstrated that osmotic swelling pressure response of polyampholytic 
glucose-sensitive hydrogels (GSHs) containing 3-acrylamido phenylboronic acid and a 
tertiary amine could be used to obtain novel chemomechanical glucose sensors with high 
selectivity towards glucose over fructose. However, slight physiological pH changes that 
may occur in the body have been ignored in the previous chapter. Results indicate that 
reduced pH interference on glucose response can be achieved by designing a hydrogel 
where the hydrogel’s isoelectric point (IEP) pH is close to physiological pH 7.4. Lastly, 
novel glucose-sensitive hydrogels employing hydroxyethylmethacrylate (HEMA), 
instead of acrylamide, as the major monomer were synthesized and glucose-response 
tests were also performed in the preliminary version of the chemomechanical sensor as 
shown in Fig. 1.7. Comparison is also made with results obtained with glucose-sensitive 
hydrogels (GSHs) containing acrylamide as the major component. Results suggest that 
GSHs containing HEMA as the major composition exhibit unexpected two-step 
deswelling process, which is contributed to the lower equilibrium water content of the 
hydrogel. Consequently, lower water content indicates shorter distance between two 
functional boronic acid moieties and more likely to form crosslink with glucose. This 
two-step deswelling process may be can also be found in other members of shrinking 
glucose sensitive hydrogels under appropriate conditions as glucose-mediated 
crosslinking and skin layer formation appears to be the mechanism.The chemical 





Table 4.1. Materials chemical structures 
Acronym      Name     Chemical structure 
3-APB 3-Acrylamidophenylboronic 
acid 




AAM Acrylamide  




    


















4.2 Synthesis of 2-(Methacrylamido)phenylboronic acid (2-MPBA)  
and glucose-sensitive hydrogels (GSHs) 
4.2.1Materials 
     The materials used in the synthesis are as follows. 
2-(Methacrylamido)phenylboronic acid pinacol ester (Frontier Scientific, Logan, UT), 
Potassium hydrogen difluoride (KHF2, Fluka Analytical), Lithium hydroxide 
monohydrate (LiOH·H2O, Sigma-Aldrich), Diethyl ether (Sigma-Aldrich). Ethyl acetate, 
sodium sulfate, and acetonitrile were purchased from Mallinckrodt Chemicals. Acetone 
was obtained from VWR International. All chemicals were used as received without 
further purification. 
4.2.2 Experimental methods 
     The synthesis procedures followed here were basically the same as reported by 
D’Hooge et al. [3], with the only exception being that we used a different starting 
material, namely 2-(Methacrylamido)phenyl boronic acid pinacol ester. The overall 








                 





     Briefly, to a plastic beaker of about 50 ml in volume, 316 mg 
2-(Methacrylamido)phenylboronic acid pinacol ester along with the mixture of 8 ml 
methanol and 8 ml water were added. Subsequently, 515.5 mg KHF2 was added in one 
portion and the obtained mixture in the beaker covered with parafilm was stirred 
overnight at room temperature. After overnight reaction, the obtained slurry solution was 
evaporated to dryness at room temperature (<30Ԩ ) by reducing the pressure with a 
vacuum pump, redissolved in hot acetone and then filtered. The obtained filtrate was 
evaporated in vacuum, and subjected to trituration with ether for three times, to obtain 
white solids.  
      The obtained white solids were stirred with a mixture of 10 ml acetonitrile and 5 
ml water, 184.8 mg LiOH·H2O was added thereafter and the obtained mixture was stirred 
overnight at room temperature. To the mixture 20 ml saturated ammonium hydrochloride 
and 5 ml 1N hydrochloric acid were added. The solution was extracted with ethyl acetate 
three times, and subsequently the obtained extracts were subjected to dehydration by 
adding sodium sulphate, filtering, evaporating, and then drying again in vacuum, thereby 
obtaining white solids.  
4.2.3 NMR results 
      1H NMR spectra were measured on a 400 MHz spectrometer in CD3OD and are 
noted in parts per million with respect to the peak for TMS (chemical shift=0). The 1H 
NMR spectra results on the reaction product are listed in Fig. 4.2. Comparison is also 
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Table 4.2. Comparison of 1H NMR results for synthesized 2-(Methacrylamido) 
phenylboronic acid with published data [3], numbers in the parenthesis indicate the area 
of that specific peak after integration.  
 
 
1H NMR Methacryl -CH3 Methacryl C=CH2 Ar (CH)4 
Published 
chemical shifts 
and integration [3] 
  2.05 (3H)   5.76 (1H),  
 
  6.16 (1H) 
7.2 (3H),  
 




  2.16 (3.1H)   5.88 (1H),    
 
  6.29 (0.97H) 















     As seen in Table 4.2, the obtained 1H NMR results are in good agreement with the 
published results, indicative of the successful synthesis of 2-(Metharylamido) 
phenylboronic acid. 
4.2.4 Synthesis of 2-(Methacrylamido) phenylboronic acid 
(2-MPBA) based hydrogels 
     Glucose-sensitive hydrogels were synthesized in the same manner as the 
pH-sensitive hydrogels and glucose-sensitive hydrogels containing 3-Acrylamido 
phenylboronic acid (3-APB) discussed previously in chapter 2 and 3. Namely pregel 
solution containing appropriate amount of 2-(Methacrylamido) phenylboronic acid 
(2-MPBA) and other monomers was injected into the cavity between two square plates 
separated by a Teflon spacer of 400 ߤ݉ thickness. Glucose-sensitive hydrogels were 
synthesized by free radical solution copolymerization in the presence of redox initiator 
(APS+TEMED) at room temperature.  
     Table 4.3 lists the attempted approaches to synthesize glucose-sensitive hydrogels 
containing 2-(Methacrylamido) phenylboronic acid (2-MPBA). Unfortunately, no 
glucose-sensitive hydrogels (GSHs) with good mechanical properties were obtained. 
Extremely weak and/or phase separated hydrogels, as shown in Table 4.2, were observed 
at best, and none of these glucose-sensitive hydrogels were mechanically tough enough to 
generate osmotic swelling pressure change in our macrosize piezoresistive pressure 
sensor (see Fig. 1.7). In some cases, the obtained hydrogels were so weak that they broke 








Table 4.3. Experimental attempts to synthesize glucose-sensitive hydrogels (GSHs) 




Solvents and total 
monomer weight 
concentration  










APS: 0.5 mg 
 
TEMED: 2.5 µL 
2-MPBA could not 
completely dissolve 
in solvents. No 
hydrogel was formed 














TEMED: 2.5 µL 
2-MPBA completely 
dissolved in DMSO, 
but no hydrogel was 






500 µL water  
 
250 µL Methanol  
 
 
9.6 wt%          
APS:1 mg 
 
TEMED: 2.5 µL 
2-MPBA completely 
dissolved in the 
solvents. White 
hydrogel was formed 

















TEMED: 2.5 µL 
2-MPBA completely 
dissolved in solvents. 
An extremely weak 
and white hydrogel 
was formed after 24 
h. The gel was so 
weak that it broke 






     These failed synthesis attempts might be due to a poor solubility of 2-MPBA in 
aqueous solutions used, as evidenced by the fact that 2-MPBA could not be completely 
dissolved in equimolar NaOH solution. The use of DMSO alone or the combination of 
NaOH with methanol appears to be able to completely dissolve 2-MPBA, however, only 
extremely weak hydrogels were attained at the best. This incomplete polymerization or 
no polymerization at all may be partially due to the chemical structure of 2-MPBA, 
namely the presence of a methyl group (CH3) immediately adjacent to the double bond 
not present in the similar monomer previously synthesized [1]. This methyl group might 
have a steric hindrance effect on the opening of the double bond and on the approach of 
other monomers, thereby decreasing the chance of polymerization with other monomers. 
Furthermore, this extra methyl group, as compared to 2-acrylamidophenylboronic acid 
investigated by Lowe et al. [1], makes the monomer more hydrophobic and more difficult 
to dissolve in aqueous solutions.  
4.3 Investigation of polyampholytic glucose-sensitive hydrogels 
 based on AAM, DMAPAA and 3-APB 
     The data presented in this section is basically an extension of chapter 3, as the 
hydrogels involved enjoy the same monomers with the only difference being the mole 
ratios.  
     As pointed out earlier, fructose interference for phenylboronic acid based 
glucose-sensitive hydrogels can be addressed by either using 2-acrylamidophenylboronic 
acid or by introducing a tertiary amine group to the vicinity of 
3-acrylamidophenylboronic acid. However, slight physiological pH changes that may 





including chemomechanical sensors, especially for those glucose sensors based on 
glucose sensitive hydrogels employing tertiary amine and 3-acrylamidophenylboronic 
acid [4].  
     Results show that glucose-sensitive hydrogels (GSH) based on acrylamide, 
DMAPAA and 3-APB, are responsive to pH change. Furthermore, this pH effect is 
significant, with about 40% difference in swelling pressure response to 5 mM glucose 
concentration increase observed at pH 7.18 and pH 7.4 in PBS buffer with ionic strength 
of 0.15 M. This shows the importance of designing a hydrogel that exhibits negligible pH 
interference. Alternatively, one can design a sensor array, incorporated with smart 
hydrogels tailored for pH and glucose signal, so that the glucose signal can be 
deconvoluted from other physiological changes. 
     In this section, attention is paid to glucose-sensitive hydrogels containing 
3-acrylamidophenylboronic acid and amine groups, which are polyampholytic hydrogels 
that contain both positive and negative fixed charges along the polymer backbone. The 
pH dependent pressure response of this hydrogel is explored within the piezoresistive 
pressure transducer. Also, antipolyelectrolyte behavior was observed and was used to 
check the isoelectric point (IEP) of the hydrogels. Results indicate that a GSH having an 
IEP close to pH 7.4 exhibits less pH dependence than a GSH having an IEP far from 7.4. 
Therefore, we would like the IEP of the hydrogel closer to physiological pH 7.4 in order 
to minimize the pH dependence of the glucose sensor. This IEP shift can be achieved by 
varying the chemical composition of the glucose sensitive hydrogels, such as by varying 
the mole ratio between cationic tertiary amine and anionic boronic acid moieties within 





4.3.1 Glucose-sensitive hydrogels and pH interference 
     Glucose-sensitive hydrogels presented herein were synthesized in the same manner 
as the ones in chapter 3. For the glucose-sensitive hydrogels containing 
3-APB:DMAPAA:AAM:BIS at a nominal mole ratio of 8:10:80:2, the same composition 
as the one reported in chapter 3, pH interference is not negligible. As observed in Fig. 4.3, 
5 mM glucose concentration increase induced a 40% larger swelling pressure response 
signal at pH 7.4 than pH 7.18.  
     This sensitivity difference may be explained by the fact that higher pH indicates 
more charged forms of boronic acid and less uncharged forms of boronic acid. Hence 
addition of same amount of glucose brings about less crosslinking within the hydrogel at 
pH 7.18 than pH 7.4. Meanwhile, glucose may also participate in binding with the 
uncharged form of boronic acid which would increase the osmotic pressure of the 
hydrogel and promote swelling, and thus reduce the magnitude of the deswelling signal. 
In addition, potential hydrogel swelling pressure difference at pH 7.4 and pH 7.18 in PBS 
buffer at physiological ionic strength of 0.15M in the absence of glucose may also 
contribute to the signal difference.  
     Following the same procedures used to obtain the pH dependent glucose response 
signals of Fig. 4.3, 5 mM glucose induced deswelling signal at other pH values were 
obtained and are plotted vs. pH in Fig. 4.4. As seen in Fig. 4.4, the magnitudes of osmotic 
swelling pressure responses for the glucose-sensitive hydrogels are dependent on the pH 
values investigated. Therefore, measures should be taken to reduce or minimize this pH 






















Fig. 4.3. Glucose-sensitive hydrogels (3-APB:DMAPAA:AAM:BIS=8:10:80:2) subjected 
to 5 mM glucose reversibility test in 0.15 M PBS at pH 7.4 and pH 7.18. Glucose 
concentration was suddenly increased from 0 to 5 mM at time zero and switched back to 



















Fig. 4.4. For the same GSH investigated in Fig. 4.3, magnitude of swelling pressure 





      To evaluate how much pressure change can be induced by the direct osmotic 
effect on the water surrounding the GSH from glucose, rather than the crosslinking effect 
of glucose, NaCl reversibility tests were performed to roughly assess the osmotic effect 
from glucose. As illustrated in Fig. 4.5, addition of 20 mM NaCl to the solution 
surrounding the sensor induced only about 1300 Pa change of pressure. In contrast, 5 mM 
glucose induced a pressure change of 8800 Pa, as noted in Fig. 4.3. Therefore, 5 mM 
glucose induced pressure decrease is largely due to the crosslinking effect, not the 





















Fig. 4.5. Response of macrosize sensor containing GSHs (8:10:80:2) subjected to NaCl 





4.3.2 Glucose-sensitive hydrogels and the isoelectric point 
     For polyampholytic hydrogels, the isoelectric point (IEP) refers to the pH where 
equal amounts of positive charge and negative charge are present along the polymer 
backbone [5]. Most hydrogels shrink with increase in the environmental ionic strength 
value. As seen in Fig. 4.6, the glucose-sensitive hydrogel exhibits interesting 
antipolyelectrolyte behavior, characterized by an increase in hydrogel swelling pressure 
with increasing ionic strength from 0.15 M to 0.25 M. This occurs because the increase in 
environmental ionic strength increasing the degree of screening between the positive and 
negative charges on the polymer backbone [5]. Antipolyelectrolyte behavior for 
polyampholytic gels is usually observed near the pH value of the isoelectric point (IEP). 
Fig. 4.6 indicates the IEP of the hydrogel is around pH 9.5, as this was the pH used to 
obtain Fig. 4.6.   
     Fig. 4.7 demonstrates the swelling pressure change of the same glucose sensitive 
hydrogel subjected to pH change only without any glucose involved. In Fig. 4.7, swelling 
pressures are plotted relative to the value at pH 7.4. One can see that the minimum 
swelling pressure of the hydrogel is observed at pH around 9.2, indicative of the IEP of 
the hydrogel. This is consistent with the observed antipolyelectrolyte behavior at pH 9.5. 
At IEP, equal amount of positive and negative charges are present in the hydrogel 
polymer chains. In this case, counterions in the solution do not have to diffuse into the 
hydrogel to maintain the neutrality of the hydrogel, which results in minimum 

























Fig. 4.6. GSH(8:10:80:2) subjected to ionic strength change between 0.15 M and 0.25 M 
in PBS buffer at pH 9.5. Ionic strength was suddenly increased from 0.15 M to 0.25 M at 






















Fig. 4.7. Response of macrosize sensor containing GSH (8:10:80:2) subjected to pH 






4.3.3 Glucose-sensitive hydrogels with different isoelectric points 
     As seen in Fig. 4.7, if one can shift the IEP of hydrogel closer to pH 7.4, then we 
can expect less pH interference in the body where the pH may vary in the vicinity of pH 
7.4.  Meanwhile, many applications of hydrogels in the biomedical field require 
hydrogels having good biocompatibility. For polyampholytic hydrogels, if only charge is 
taken into consideration, the optimal biocompatibility can be expected at the isoelectric 
point [6]. Therefore, for in vivo sensor applications, it is desirable to design a glucose 
sensitive  
     The change of hydrogel IEP can be accomplished by varying the chemical 
composition of the pregel solution. As seen in Fig. 4.8, the IEP of the hydrogel was 
shifted from about 9.2 to about 7.5 when the chemical composition of the hydrogel was 
varied from (3-APB:DMAPAA:AAM:BIS) 8:10:80:2 to 10:2.5:80:2. For glucose 
sensitive hydrogels (GSH) with mole ratio of 8:10:80:2 at pH 7.4, the hydrogel backbone 
is in a net positive charge state because pH 7.4 is only barely above the pKa value of 
boronic acid, and thus a significant fraction of boronic acid groups are not negatively 
charged. In order to bring about equal amount of anions and cations in the polymer 
backbone at pH 7.4, the ratio of PBA to DMAPAA has to be increased as PBA confers 
negative charge and DMAPAA contributes positive charge to the hydrogel backbone. 
Based on this rationale, the synthesis of GSH containing 3-APB:DMAPAA:AAM:BIS at 
a mole ratio of 10:2.5:80:2 was performed. For this new GSH, which has an IEP of about 
7.5, as illustrated in Fig. 4.8, 5 mM glucose response tests were performed at pH 7.4 and 
pH 7.18 in 0.15 M PBS buffer to evaluate if the change of IEP will reduce pH dependent 























Fig. 4.8. Comparison of two glucose-sensitive hydrogels (GSHs) in macrosize sensor 
subjected to pH change only in 0.15 M PBS buffer. Solid diamond symbols and solid 
square symbols represent GSHs containing mole ratios of 8:10:80:2 and 10:2.5:80:2 
(3-APB:DMAPAA:AAM:BIS), respectively. 
      Fig. 4.9 shows the results of 5 mM glucose response at pH 7.18 and pH 7.4 for the 
hydrogel having an IEP about 7.5. As observed in Fig. 4.9, there is no significant 
difference in the deswelling signal between pH 7.18 and 7.4 upon 5 mM glucose 
administration. This is in sharp contrast to the behavior observed in Fig. 4.3 for the 
glucose-sensitive hydrogel containing 8/10/80/2 composition, which has about 40% 
difference in deswelling signal for the same pH change as opposed to only about 6% 
difference seen in Fig. 4.9. These results indicate that by shifting the isoelectric point 
(IEP) of the hydrogel close to pH 7.4, one can significantly reduce the inference from pH 






















Fig. 4.9. Response curves of macrosize sensor containing glucose-sensitive hydrogels 
(3-APB:DMAPAA:AAM:BIS=10:2.5:80:2) subjected to increase in glucose 
concentration from zero to 5 mM in 0.15 M PBS at pH 7.4 and pH 7.18.  
     In Fig. 4.9, one also notes that both the pH 7.18 and pH 7.4 curves obey first order 
kinetics with R2 = 0.96 (first order constant = 111 min) and 0.91 (first order constant= 
107 min), respectively. It should be noted that two curves in Fig. 4.3 also obey first order 
kinetics with first order constant 87 min and 54 min for deswelling at pH 7.18 and 7.4, 
respectively. Therefore, the hydrogel with 10/2.5/80/2 exhibits slower kinetics than 
hydrogel with 8/10/80/2 composition. One possible explanation might be related to the 
observation that the permeability of a polyampholytic hydrogel membrane exhibits a 
minimum at the IEP, and increases as the pH deviates from the IEP [7]. At the IEP, 
maximum attractive forces between positive charge and negative charge can be obtained 





maximum attractive forces and thus the hydrogel swells and permeability increases. 
4.3.4 Glucose sensitive hydrogels and 
two-step deswelling behavior 
     Further glucose response tests were performed using the macrosize sensor for the 
glucose-sensitive hydrogels with 10/2.5/80/2 composition. As seen in Fig. 4.10, as 
expected, a 20 mM glucose concentration increase induces a larger pressure response 
than that of 5 mM glucose concentration increase. The unexpected result in Fig. 4.10 is 
that the 20 mM glucose response curve shows a two-step deswelling process with a sharp 
decrease in deswelling rate occurring about 10 min after glucose administration. This 
phenomenon was observed at two different hydrogel loading pressures in response to 20 
mM glucose administration, as indicated in Fig. 4.10.  
     One may argue that this occurs because of the immediate osmotic effect on the 
water surrounding the gel from 20 mM glucose administration before glucose diffuses 
into the hydrogel and causes shrinking. At first glance this argument seems possible as 
the osmotic effect from 20 mM glucose occurs first. However, as demonstrated in Fig. 
4.11, this two-step deswelling phenomenon was not observed in a glucose-sensitive 
hydrogel containing a smaller mole ratio of PBA to amine under the same experimental 
test. Thus the appearance of the two-step deswelling is not due to the immediate osmotic 
effect from 20 mM. One also notices in Fig. 4.10 that the two-step deswelling is glucose 
concentration dependent, as it was observed for 20 mM glucose concentration increase 

























Fig. 4.10.Time-dependent pressure change of macrosize sensor containing a GSH 
(3-APB:DMAPAA:AAM:MBA=10:2.5:80:2) in response to glucose addition at 
physiological pH 7.4 in PBS buffer. The hydrogel was initially in PBS buffer without 
glucose, and the solution glucose concentration was suddenly increased to 5 mM or 20 
mM glucose at the time when the first change of slope occurs. 20 mM glucose tests were 























Fig. 4.11. Time-dependent pressure change of macrosize sensor containing a GSH 
(3-APB:DMAPAA:AAM:BIS=8:10:80:2) in response to glucose concentration change at 
fixed pH 7.4 and ionic strength 0.15 M in PBS buffer. Initially the GSH was in PBS 
buffer without glucose, and the glucose concentration was suddenly increased to 20 mM 





A possible explanation for this two-step deswelling phenomenon is skin layer 
formation on the outer surface of the hydrogels in the sensor due to glucose-mediated 
crosslinking. The formation of a skin layer substantially retards further diffusion of the 
glucose into the hydrogel and thus the retarded deswelling or two-step deswelling 
phenomenon appears. In this scenario, each-glucose binds simultaneously to two boronic 
acids and forms a crosslinker, too many crosslinkers formed on the outer surface of the 
hydrogels cause the outer layer to shrink abruptly and collapse before the glucose 
diffusion to the inner part of the hydrogel can occur. This substantial difference in 
glucose crosslinker density between the outer surface of the hydrogel and the interior of 
the hydrogel induces the formation of the skin layer. In fact, this skin layer formation in 
glucose-sensitive hydrogels has been reported previously by Akira et al. [8], who 
suggested that the skin layer formation was responsible for the two-step deswelling 
phenomenon. In their case, however, the glucose sensitive hydrogel swelled with 
increasing glucose concentration and involved no DMAPAA or glucose crosslinks. This 
occurred because the dissociation of complex between glucose and the phenylboronates 
led to the dehydration of the gel surface which results in the formation of the collapse or 
skin layer. Here we observed for the first time that hydrogels that shrink with increasing 
glucose concentration also exhibit a two-step deswelling process. Additionally, the 
glucose-sensitive hydrogels (GSHs) also exhibit high glucose selectivity towards glucose 
over fructose. To further investigate the hypothesis that skin layer formation is 
responsible for the two-step deswelling, glucose sensitive hydrogels containing various 







Table 4.4. Various GSHs of higher acrylamide content subjected to various glucose 
deswelling tests, where “no” indicates no two-step deswelling was observed and “yes” 
indicates two-step deswelling was observed in 0.15 M PBS at pH 7.4.  















8:10:80:2 No No No No 88% 
10:8:80:2 No No No No 86% 
13.6:4.4:80:2 N/A No  N/A Yes 73.8% 
4:14:80:2 No No No No 91.7% 
10:2.5:80:2 No No No Yes 78.8% 
 
 










     As seen in Table 4.4, two trends can be identified. Two-step deswelling 
phenomenon is dependent on the mole ratio of 3-APB as well as glucose concentration.  
First of all, for hydrogels containing a low 3-APB/DMAPAA ratio such as 8:10, no 
two-step deswelling was observed at all glucose concentrations investigated. Secondly, 
for hydrogels containing a higher 3-APB/DMAPAA ratio such as 10:2.5 or 13.6:4.4, 
two-step deswelling was observed at high glucose concentrations such as 20 mM, but no 
two-step deswelling was observed at low glucose concentrations such as 5 mM. What 
determines the appearance of two-step deswelling appears to be the glucose crosslinking 
density difference between the outer surface layer of the hydrogels and the interior of the 
hydrogels. In other words, the glucose-mediated crosslink density gradient normal to the 
surface of the hydrogel dictates the magnitude of two-step deswelling. For hydrogels 
having a low 3-APB/DMAPAA ratio, not enough boronic acid groups are available for 
glucose to form a high glucose-mediated crosslink density and this applies to all the 
glucose concentrations studied. For hydrogels having a high 3-APB/DMAPAA ratio, 
sufficient boronic acid are available for glucose binding to form crosslinks. In the case of 
high glucose concentration administration, an initial huge increase in glucose crosslinks 
on the hydrogel surface renders a skin layer that causes an initial deswelling and also 
substantially retards glucose permeability to the hydrogel. Over time, glucose gradually 
diffuses through this dense skin and forms crosslink in the interior of the hydrogels which 
results in the disappearance of the skin layer and a more homogeneous hydrogel. Upon 
low glucose concentration administration, however, not enough glucose molecules are 
available for the formation of dense glucose-mediated crosslinking along the surface of 





Table 4.4, a GSH containing 13.6:4.4:80:2 composition subjected to an increase in 
glucose concentration initially exhibits deswelling and then reswelling, as illustrated in 
Fig. 4.12.  What contributes to the reswelling after deswelling might be the complex 
formation between glucose and one boronic acid moiety, as this complex formation 
renders the hydrogel more negatively charged and thus the hydrogel swells. Initial 
deswelling is due to glucose-mediated crosslink formation, which has a much faster 





















Fig. 4.12. Response of macrosize sensor containing GSH having monomer mole ratio 
(3-APB:DMAPAA=13.6:4.4) subjected to glucose injection in 0.15 M PBS buffer at pH 
7.4. The glucose concentration was suddenly increased from zero to 5 mM (upper curve) 





     Another set of GSHs with different chemical compositions further validate the 
proposed two-step deswelling hypothesis, namely that this 2-step deswelling is related to 
the mole ratio of 3-APB and the applied glucose concentration, as demonstrated in Table 
4.5. A typical deswelling curve for this composition of glucose sensitive hydrogel (GSH) 
can be found in Fig. 4.13. In Fig. 4.13, one can see that a GSH containing 5:20:60 mole 
ratio exhibits no two-step deswelling upon 50 mM glucose addition. However, the 
two-step deswelling kinetics are quite obvious for GSH containing monomer mole ratios 
20:20:60. This sharp difference shows that two-step deswelling is 3-APB/DMAPAA mole 
ratio dependent. For GSH containing 10:20:60 or 20:20:60 mole ratio, one also notices in 
Fig. 4.13 that the hydrogels shrink almost below the volume of the confining cavity, as 
evidenced by a near zero swelling pressure at equilibrium.  
Table 4.5. Various GSHs of lower acrylamide content subjected to various glucose 
deswelling tests, where “no” indicates no two-step deswelling was observed and “yes” 
indicates two-step deswelling was observed. 





20 mM  
glucose 
50 mM  
glucose 
 Water content  
5:20:60:2 No No No  93.4% 
10:20:60:2 No No  Yes  90.6% 





























Fig. 4.13. Time dependent response curves of macrosize sensor containing glucose 
sensitive hydrogels listed in Table 4.5 subjected to increase in glucose concentration from 
zero to 50 mM. The mole ratio of 3-APB:DMAPAA:AAM is given in the figure legend.  
     It should be noted that in both Table 4.4 and Table 4.5, the water content of the 
hydrogel also appears to have an effect on the two-step deswelling phenomenon. If only 
water content is taken into consideration, less water content seems more likely to cause 
two-step deswelling, probably because smaller water fraction implies a shorter distance 
between two boronic acid moieties and thus a greater likelihood of formation of 
crosslinks mediated by glucose.  





concentration, mole ratio of 3-APB to DMAPAA, and probably also water content of the 
hydrogels. All these factors might work synergistically to induce a large glucose 
crosslinking density gradient into the hydrogel and results in two-step deswelling kinetics. 
The two-step deswelling behavior might be advantageous for use in a repetitive on-off 
drug-releasing carrier device with a long interval [8]. Meanwhile, further study is 
necessary to elucidate the detailed mechanism of this two-step deswelling so that one can 
tailor the appearance of two-step deswelling kinetics and also manipulate the rate 
constants.  
4.3.5 Glucose-sensitive hydrogel phase separation 
     This section summarizes when phase separation of hydrogels was observed during 
synthesis and presents potential approaches to avoid such hydrogel phase separation. 
Phase separated hydrogels exhibit poor mechanical properties and are unsuitable for 
generating osmotic swelling pressure change in our chemomechanical sensors. The 
examined cases are shown in Table 4.6.        
     Polymerization induced hydrogel phase separation is a phenomenon in which an 
initially homogeneous pregel solution becomes phase separated during the course of 
hydrogel polymerization [10]. Generally, a phase-separated hydrogel exhibits opaqueness 
or is white in color. Consistently, the color of the phase-separated hydrogels is white in 
our cases. Hydrogel phase separation can be induced by several factors, including the 
solvent, crosslinking density, solvent-polymer interaction parameter, and the elasticity of 











Table 4.6. Glucose-sensitive hydrogels and phase separation during synthesis. The 
amount of DMSO used in this table was 10 vol% or equal moles of NaOH and 3-APB 
were used in each synthesis.  
Pregel Chemical 
Compositions (mole ratio) 
 
(3-APB:DMAPAA:AAM:BIS, 
unless otherwise stated) 

















































     As seen in Table 4.6, the use of DMSO or 2% crosslinking density induces 
hydrogel phase separation, whereas the use of NaOH or 0.5% crosslinking density leads 
to transparent hydrogels. This happens probably because 3-APB is acidic and NaOH is 
basic, hence the solvating power of NaOH for 3-APB is expected to be better than DMSO 
for 3-APB. This leads to a more homogenous pregel solution and a transparent hydrogel. 
This observed result is in agreement with the published literature [11].  
     Meanwhile, an increase in crosslinking density from 0.5% to 2% also results in a 
transparent hydrogel becoming opaque and presumably phase separated. This occurs 
probably because higher elasticity of the hydrogel, due to higher crosslinking density, 
leads to phase separation during polymerization as reported by Boots et al. [12]. 
      In summary, use of DMSO will lead to opaque hydrogels in some cases, and this 
can be addressed by using NaOH instead. Higher crosslinker content appears to be more 
likely to induce phase separation.  
4.4 Novel glucose sensitive hydrogels containing  
HEMA, DMAPAA and 3-APB 
     A novel glucose sensitive hydrogel containing 3-APB/DMAPAA/HEMA/BIS with 
a nominal mole ratio of 8:10:80:2 was synthesized via free radical solution 
polymerization. All of the GSH for which results have been presented so far in this thesis 
contained acrylamide as the major component, whereas this novel GSH employs 
hydroxyethylmethacrylate (HEMA). HEMA has been widely used in biomedical 
applications such as in contact lenses and HEMA based hydrogels are resistant to 
degradation by enzyme and pH [13]. In addition, HEMA-based hydrogels are particularly 





Acrylamide, however, has been reported to be toxic, at least according to some studies 
[15-17]. Glucose-sensitive hydrogels (GSHs) with HEMA as the major component may 
therefore be expected to be more biocompatible and superior for in vivo applications. As 
far as we know, synthesis of this novel GSH has not been reported previously in the 
literature. In our study, the novel GSH was synthesized and coupled with the macrosize 
piezoresistive pressure sensor to obtain the glucose-dependent swelling pressure response. 
The results show that the osmotic swelling response of this GSH is suitable for an 
implantable glucose sensor, albeit for practical application the response time needs to be 
substantially reduced. Glucose response comparison was also made between this GSH 
containing HEMA and GSH containing AAM, as reported in chapter 3.  
4.4.1 Synthesis and testing 
     Glucose sensitive hydrogels (GSHs) containing 3-APB/DMAPAA/HEMA/BIS 
with a nominal mole ratio of 8/10/80/2 were synthesized by free radical solution 
copolymerization. The procedures followed here were the same as the previous study [18], 
with the only exception being the use of 1 M NaOH as the solvent instead of DMSO, 
because the use of DMSO leads to partial phase-separated, fragile, and white hydrogels. 
The transparent GSHs obtained using NaOH were washed with deionized water for one 
day and then 0.15 M PBS for several days to remove impurities before testing in the 
macrosize sensor. The GSH with HEMA as the major component contains 62 wt% water, 
which is a lot less than that of the similar GSH (88 wt% water) having acrylamide as the 
major component.  
     The testing procedures followed were the same as the previous study [18]. Briefly, 





surface of a macrosize piezoresistive pressure transducer (see Fig. 1.7). A detachable 
sensor cap equipped with a rigid porous membrane as the top surface, through which 
mass transportation can occur, was used to keep the hydrogel within the sensor and to 
exert an adjustable stress on the hydrogel via tightening or loosening of the three screws 
attached to the sensor. The chemomechanical sensor with the smart hydrogel confined 
inside was then inserted into a large covered environmental bath buffer solution in which 
the glucose concentration was varied by either injecting concentrated glucose solutions or 
by rapid switching to another large environmental bath with differing glucose 
concentration. For all the tests involved, 0.15 M PBS buffer with pH 7.4 was used as the 
buffer to mimic physiological conditions. The time dependent pressure response induced 
by glucose was captured by a piezoresistive transducer data acquisition system.  
4.4.2 Results and discussion 
     Glucose-sensitive hydrogels (GSHs) subjected to a 5 mM glucose reversibility test 
in PBS buffer at the physiological pH 7.4 and ionic strength 0.15 M gave the results 
shown in Fig. 4.14.  In Fig. 4.14, one notices a slight slope transition during deswelling 
and swelling. This slope change was observed at all the glucose concentrations 
investigated; and this slope change becomes more obvious with increasing glucose 
concentration. One possible explanation for this phenomenon is the formation of a skin 
layer due to glucose-mediated crosslinks formed on the surface of the hydrogels, as 
already discussed in section 4.3.4. In Fig. 4.15, the deswelling half cycle of Fig. 4.14 was 
analyzed by the first-order kinetics model, and an excellent fit was observed with an R 






















Fig. 4.14. Response of macrosize sensor containing glucose sensitive hydrogel with 
HEMA as the major component subjected to 5 mM glucose reversibility test in PBS 
buffer at physiological pH 7.4 and ionic strength 0.15 M. The results were obtained by 


















Fig. 4.15. Fit of time dependent deswelling half cycle in Fig. 4.14 to first order kinetics 





     Following the same procedures as in the 5 mM glucose response test, 2.5, 10, 15 
and 20 mM glucose responses tests for the same hydrogel were also performed. The 
results obtained for various glucose concentrations are shown in Fig. 4.16. Comparison is 
also made in this figure between this novel GSH and a similar GSH containing AAM as 
the major component as reported in chapter 3, with the only difference being that the 
























Fig. 4.16. Magnitude of the osmotic-swelling pressure decrease at equilibrium vs. 
external glucose concentration, as measured using the macrosize sensor of Fig. 1.7. Filled 
diamonds correspond to sensor results obtained using a GSH with HEMA as the major 
component, whereas filled squares correspond to sensor results obtained using a GSH 





     As seen in Fig. 4.17, a striking behavior of the novel HEMA-containing GSH is 
observed in the deswelling curve after a jump in glucose concentration from zero to 20 
mM glucose. It is surprising to observe in Fig. 4.17 the sharp difference in deswelling 
response between the sensor response curves obtained using two similar GSHs, because 
both GSHs employ the same amount of APB, DMAPAA, and APB/DMAPAA ratio in the 
pregel solution. In Fig. 4.17, GSH (HEMA) exhibits two-step deswelling kinetics with a 
plateau lasting for about 30 min before deswelling occurs again, whereas this is not 
observed with GSH (AAM).  
     Different monomer reactivity ratios in different solvents might affect the 
percentage of monomers incorporated into the GSH backbone, as the synthesis solvent 
was DMSO for GSH (AAM), whereas NaOH was used for GSH (HEMA). In addition, 
hydrogel water content might play a significant role in this striking deswelling difference. 
The GSH (AAM) contains 88 wt% water, as opposed to 62 wt% water for GSH (HEMA). 
This implies that the average distance between two APB moieties in GSH (HEMA) is 
shorter than in GSH (AAM), hence a larger probability to form glucose-mediated 
crosslinks with boronic acid moieties in GSH (HEMA). A larger distance between two 
APB moieties in GSH (AAM) might result in lower glucose-mediated crosslink density 
upon glucose administration on the surface of the hydrogel. In addition, a larger water 
content gives a larger glucose diffusion coefficient in the hydrogel. Therefore, the skin 
layer forms on the surface of the GSH when HEMA rather than AAM is the major 
hydrogel component. Indeed, this two-step deswelling was not observed in GSH (AAM) 




























Fig. 4.17. Response of macrosize sensor containing GSHs with HEMA as the major 
component compared to response of macrosize sensor with AAM as the major component 
upon increase in glucose concentration from zero to 20 mM glucose in PBS buffer at 
physiological pH and room temperature. 20 mM glucose was administered at the time 
when the first slope change is observed.  
4.5 Conclusions 
     Based on the foregoing results, it is possible to make several conclusions. The 
isoelectric point (IEP) can be shifted to lower pH values by increasing the mole ratio of 
3-APB to DMAPAA in the glucose-sensitive hydrogel (GSH). Near the IEP, the glucose 
response magnitude is less dependent on pH, but the glucose response kinetics are slower. 
In addition, the GSH exhibits anti-polyelectrolyte behavior.  
     Glucose sensitive hydrogels employing HEMA as the major component were 
successfully synthesized and found to be responsive to glucose. The magnitude of the 
osmotic swelling response of these novel GSHs are suitable for glucose sensing. 
According to Fig. 4.16, GSHs containing HEMA appear to be more responsive to glucose 





sensor glucose response time for GSHs containing HEMA is substantially larger than that 
of GSHs containing AAM (first order time constant 217 min vs. 55 min). The lower 
water content of GSHs containing HEMA is at least partially responsible for its longer 
glucose response time. Lastly, at low glucose concentrations, both GSH (HEMA) and 
GSH (AAM) fit 1st order model kinetics. At high glucose concentrations, however, only 
GSH (AAM) follows 1st order model kinetics. 
     Unusual two-step deswelling glucose response curves were discovered for a 
number of different types of GSHs under certain experimental conditions. The occurrence 
of the two-step curve is more likely for GSHs having lower water content, greater PBA 
and HEMA content, and at higher glucose concentrations. It is hypothesized that the 
two-step kinetics can be attributed to the formation of a low permeability “skin” on the 
GSH after the exterior portions of the GSH become reversibly crosslinked by glucose. 
4.6 References 
1. X. Yang, M.C. Lee, F. Sartain, X. Pan, C.R. Lowe,  Designed boronate ligands for 
glucose-selective holographic sensors, Chem. Eur. J. 12 (2006) 8491-8497. 
 
2. X. YANG, X. Pan, J. Blyth, C.R. Lowe, Towards the real-time monitoring of glucose 
in tear fluid: Holographic glucose sensors with reduced interference from lactate and 
pH, Biosensors and Bioelectronics 23 (2008) 899-905. 
 
3. F.D. Hooge, D. Rogalle, M.J. Thatcher, S.P. Perera, J.M. Elsen, A.T. Jenkins, T.D. 
James, J.S. Fossey, Polymerization resistant synthesis of methacrylamido 
phenylboronic acids, Polymer 49 (2008) 3362-3365. 
 
4. S. Tierney, S. Volden, B.T. Stokke, Glucose sensors based on a responsive gel 
incorporated as a Fabry-Perot Cavity on a fiber-optic readout platform, Biosensors 
and Bioelectronics 24 (2009) 2034-2039. 
 
5. J.P. Baker, H.W. Blanch, J.M. Prausnitz, Swelling properties of acrylamide-based 









6. J. Kopecek. Personal communication 10/19/2009. 
 
7. J. Kopecek, Hydrogels: From soft contact lens and implants to self-assembled 
nanomaterials, Journal of Polymer Science: Part A: Polymer Chemistry 47 (2009) 
5929-5946. 
 
8. Akira Matsumoto, Takeyuki Kurata, Daijiro Shiino, and Kazunori Kataoka. Swelling 
and shrinking kinetics of totally synthetic glucose responsive polymer gel bearing 
phenylborate derivative as a glucose sensing moiety, Macromolecules 37 (2004) 
1502-1510. 
 
9. H.G. Dennis, Boronic acid, Wiley-VCH Verlag GmbH & Co. KGaA (2005). 
 
10. A.Y. Kwok, E.L. Prime, G.G. Qiao, D.H. Solomon, Synthetic hydrogels 
2.Polymerization induced phase separation in acrylamide systems, Polymer 44 
(2003) 7335-7344.  
 
11. O. Okay, Phase separation in free-radical crosslinking copolymerzation: formation 
of heterogeneous polymer networks, Polymer 40 (1999) 4117-4129.  
 
12. H.M.J. Boots, J.G. Kloosterboer, C. Serbutoviez, F.J. Touwslager, 
Polymerization-induced phase separation. 1. Conversion-phase diagrams, 
Macromolecules 29 (1996) 7683-7689. 
 
13. J.P. Montheard, M. Chatzopoulos, D. Chappard, 2-hydroxyethylmethacrylate HEMA; 
chemical properties and applications in biomedical fields, J Macromol Sci 
Macromol Rev 32 (1992) 1-34. 
  
14. I. Cifkova, E. Brynda, V. Mandys, M. Stol, Irritation effects of residual products 
derived from p(HEMA) gels. Biomaterials 9 (1988) 372-375. 
 
15. T.O. Garland, M.W. Patterson, Six cases of acrylamide poisoning, BMJ 4 (1967) 
134-138. 
 
16. H. Igisu, I. Goto, Y. Kawamura, M. Kato, K. Izumi, Y. Kuroiwa, Acrylamide 
encephaloneuropathy due to well water pollution, J. Neurol Neurosurg Psychiatry 38 
(1975) 581-584. 
 
17. A.S. Kuperman, Effects of acrylamide on the central nervous system of the cat, J 
Pharmacol Exp Ther 123 (1958) 180-192. 
 
18. G. Lin, S. Chang, H. Hao, P. Tathireddy, M, Orthner, J. Magda, F. Solzbacher, 
Osmotic swelling pressure response of smart hydrogels suitable for chronically 





IN SITU SYNTHESIS OF PH AND GLUCOSE SENSITIVE 
HYDROGELS WITHIN MICROFABRICATED 
SENSOR ARRAYS 
5.1 Introduction 
     This chapter is concerned with the synthesis and characterization of pH sensitive 
hydrogels and glucose-sensitive hydrogels for a custom designed microfabricated sensor 
array. First of all, microfabricated sensor array construction is briefly introduced and 
proof-of-concept is demonstrated by showing results obtained by integrating pH-sensitive 
hydrogels with the sensor array and subjected the array to ionic strength variation tests. 
The incorporated pH-sensitive hydrogels were synthesized and preconditioned in the 
same manner as in chapter 2, and were not synthesized in situ. Attempts that were made 
to synthesize the hydrogel in situ within the microfabricated sensor array using the redox 
initiator system of chapters 2-4 are reviewed. Due to evaporation problems occurring 
during in situ polymerization, it was found to be necessary to switch to photoinitiation of 
the reaction, and this approach is discussed next. To assess the effect of the change in 
initiator system on the hydrogel response properties, comparison is made between results 
measured using the macrosensor between hydrogels synthesized by photoinitiator and by 





microsensor array containing glucose sensitive hydrogels synthesized in situ on the 
microchip and subjected to glucose variation tests.  
5.2 Microfabricated sensor array construction and 
ionic strength tests for pH sensitive hydrogels 
5.2.1 Introduction 
     The data presented in this section have recently been published [1] and a brief 
summary of the work we have done will be presented here. As pointed out earlier in the 
introduction section, the objective of our research is to integrate smart hydrogels with a 
microfabricated piezoresistive sensor array to obtain biosensors for potential in vivo 
sensing applications. The sensing mechanism of the biosensor is the osmotic swelling 
pressure change of hydrogels in a confined state, as shown in Fig. 1.1.  The work 
presented here is a demonstration of the proof-of-concept of such a sensor array in vitro. 
Ionic strength variation tests were performed to obtain all the data for the integrated 
sensor array. Although ionic strength variation tests may not be as physiologically 
significant as other tests such as pH or glucose variation tests, they are already well 
characterized from macrosize sensor tests (Chapter 2) and have fast response kinetics, 
making them ideal for preliminary sensor array characterization tests [1].  
5.2.2 Sensor construction 
     The microfabricated piezoresistive sensor consists of three main components. 
Namely a square silicon sensor array contains four microsensors (2x2) used for the 
detection of hydrogel swelling pressure, four smart stimuli-responsive hydrogels in 





     The overall schematic illustration of the “chemomechanical sensors” that we have 
fabricated is shown in Fig. 5.1. Analyte diffusion paths to the hydrogel in the sensor array 
were obtained by either introducing pores into the backing plate or introducing pores 
directly into the piezoresistive diaphragms, as shown in Fig. 5.1. It should be noted that 
the former method (Fig. 5.1 (a)) has previously been employed to obtain hydrogel-based 
sensors for measurement of CO2 concentration [2-5] and pH [6-9]. However, to our 
knowledge, no hydrogel containing sensors using perforated piezoresistive diaphragms 
(Fig. 5.1 (b)) have previously been reported. A perforated diaphragm has several 
advantages. First of all, the design of the pores such as pore size, shape and location can 
be used to manipulate the stress distribution within the diaphragm allowing the sensor to 
be tuned to a particular hydrogel [10]. In addition, a semipermeable diaphragm with 
appropriate pore size scale can be fabricated using a combination of potassium hydroxide 
(KOH) and deep reactive etching (DRIE) [1]. 
 
Fig. 5.1. Hydrogel based piezoresistive pressure sensor designs utilizing analyte diffusion 
pores that are located (a) within the backing plate that hold the hydrogel in place (b) 





     The sensor dies in the sensor array were fabricated with both solid and perforated 
square diaphragms with widths of 1.0, 1.0, 1.25, and 1.5 mm to measure hydrogel 
swelling pressure, as shown in Fig. 5.2. [1]. The 2x2 array measures approximately 5 mm 
x 5 mm, and the thicknesses of the diaphragms and the wafer are 15േ3 ߤm and 
400േ15  ߤm, respectively. Thus the cavity on the backside of the pressure sensor 
diaphragm has a depth of about 385 ߤm. The synthesis, preconditioning, and thickness 
(400 ߤm) of pH-sensitive hydrogels inserted into the sensor array was the same as 
reported in chapter 2. After the synthesis and preconditioning, the hydrogels were stored 
in 0.15 M PBS buffer to ensure they were in a shrunken state before loading into the 
cavities in contact with the pressure sensor diaphragms in the array. 
 
Fig. 5.2. (a) Photograph of perforated diaphragm pressure sensor array. Inset represents a 
scanning electron microscope (SEM) image of one of the 1mm x 1mm sensors. (b) SEM 





   The integration of pH-sensitive hydrogels into the sensor array was accomplished by 
cutting and trimming the hydrogels into squares of thickness 400  ߤm with lateral 
dimensions of about 1 mm x 1 mm, 1.25 mm x 1.25 mm and 1.5 mm x 1.5 mm and then 
inserting the hydrogels into the corresponding sensor cavities on the backside of the 
pressure transducer diaphragms.  
     The last component of the sensor is the backing plate that holds the hydrogels in 
place. The backing plates have the same thickness as the wafer (400േ15 ߤm) and also 
measure 5 mm x 5 mm, the same lateral dimension as the sensor array, and thus can cover 
all four hydrogels on the backside of the pressure transducer diaphragms simultaneously. 
The backing plates were attached to the sensor array using silicone adhesive (NuSil MED 
4211, Carpinteria, CA, USA) and allowed to cure for 48 h at room temperature before 
testing. 
5.2.3 Experimental methods 
      After insertion of pH-sensitive hydrogels into the sensor array and the gluing of 
the backing plate, the sensor array was subject to appropriate wire bonding using 
insulated gold wires and sensor passivation using parylene C to give appropriate 
protection against salts for solution testing [1]. Thereafter, the sensor array was connected 
to a data acquisition unit (Agilent Technologies, Inc., 34970A, Santa Clara, CA) with the 
help of a pin latch connector soldered to a custom printed circuit border (PCB).  Fig. 5.3 
(a) shows the sensor array after wire bonding and parylene C coating that is ready for 
testing.  
     The testing solution used was phosphate buffer solution (PBS) at the physiological 





in a 100 ml plastic bottle and the sensor array was directly immersed into the plastic 
bottle during the test at room temperature without additional agitation, as shown in Fig. 
5.3 (b). The data were recorded in real-time by a personal computer connected to the data 
acquisition system, as shown in Fig. 5.4. The ionic strength change was realized by rapid 
switching to another plastic bottle containing PBS solution with pH 7.4 and a different 
ionic strength. 
 
Fig. 5.3. (a) Photographs of sensor assembly after wire bonding and parylene C coating, 
with insulated wires sutured together to give extra strength and placed in (b) 100ml bottle 






Fig. 5.4. Overview of the testing apparatus used to obtain sensor output characteristics. 
The sensor array was inserted into solutions of varying ionic strength and the output 
voltage signal was measured simultaneously [1]. 
5.2.4 Results 
     Ionic strength response tests were performed to assess the performance of the 
sensor array in vitro in PBS buffer with physiological pH 7.4 and differing ionic strengths. 
Fig. 5.5 shows the time-dependent voltage response of the four pressure transducer on a 
given chip with respect to ionic strength variations of PBS buffer for the two different 
sensor array designs. The first sensor array has a solid diaphragm and a perforated 
backing plate with pore size of 175 ߤ݉, open area of 60%, and thickness of 400 ߤ݉, as 
shown in Fig. 5.5 (a). The other sensor array has a solid backing plate and a perforated 
diaphragm with pore size of 40 ߤ݉, open area of about 64%, and thickness of 15 ߤ݉, as 








Fig. 5.5. Time dependent ionic strength variation response of the integrated sensor array 
with (a) solid diaphragm and perforated backing plate (b) perforated diaphragm and solid 
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     As seen in Fig. 5.5, both sensor arrays exhibit reversible response to ionic strength 
change. Meanwhile, the swelling trend is as expected, namely hydrogels within the 
sensor array swell at low ionic strength thereby increasing the voltage, and shrinks at 
high ionic strength thereby decreasing the voltage. Also notice in Fig. 5.5 that the 
pressure sensor with the largest diaphragm area (1.5 mm x 1.5 mm) has the highest 
sensitivity, probably because this diaphragm deflects more at a given hydrogel swelling 
pressure. Comparison of the sensitivity of the two types of sensor arrays in Fig. 5.5 shows 
that the perforated diaphragm sensors have a higher sensitivity than the solid diaphragm 
sensors. This higher sensitivity corresponds to higher stress induced in the perforated 
piezoresistive diaphragm which was designed in such a way to maximize stress within 
the diaphragm at a given hydrogel swelling pressure [10]. For the sensor with a 
perforated backing plate (pore size of 175 ߤ݉, open area of 60%) and a solid diaphragm 
size of 1.5x1.5 mm2 (Fig. 5.5(a)), the sensitivity upon ionic strength change between 0.15 
M and 0.025 M in PBS buffer at pH 7.4 is about 33 kPa, as opposed to the sensitivities of 
about 55 kPa to 69 kPa observed upon ionic strength change from 0.15 M to 0.05 M in 
PBS buffer at pH 7.4 (see chapter 2 Table 2.1) in macrosize sensor containing same 
pH-sensitive hydrogel with a similar porous backing plate (pore size of 178 ߤm, open 
area 31%). As compared to the macrosensor, the larger backing plate open area and more 
compliant diaphragm of the microsensor are responsible for the decreased sensitivity.   
5.2.5 Conclusions 
     In this section, we have demonstrated that integrated sensor arrays could be used to 
reversibly measure ionic strength variation. Also, for the first time, we demonstrated the 





diaphragm for analyte diffusion. Further experiments are planned to incorporate 
glucose-sensitive hydrogels into the sensor array cavities intended for glucoses sensing, 
which would be more physiologically significant as it is an indicator of the disease 
diabetes. However, one major limitation of the results in this section is the way the 
hydrogels were incorporated into the sensor cavities; the hydrogels were synthesized, cut, 
trimmed and then finally inserted into the cavities. It would be ideal if one could 
synthesize the smart hydrogels in situ, which would better ensure complete filling of the 
sensor cavity and minimize human errors involved in insertion of the gels. The following 
sections of this chapter investigate the in situ synthesis of hydrogels in the 
microfabricated sensor array.  
5.3 In situ synthesis using redox initiator systems 
     As stated previously, it is advantageous and desirable to synthesize the smart 
hydrogels in situ within the microfabricated sensor array. In situ synthesis will be the 
principle difference between the current microfabricated sensor array used to obtain the 
results in this section and the macroscale sensor (Fig. 1.5) employed to obtain the results 
in chapters 2-4. For macrosize sensor, the hydrogels were synthesized using redox 
initiators (APS+TEMED) between two square plates before transfer to the sensor using a 
biopsy punch and tweezers. For hydrogels synthesis between two square plates (area 
about 64 cm2), nitrogen gas purging was applied to the pregel solution prior to solution 
injection between the two square plates in order to remove oxygen which inhibits free 
radicals. Initial attempts were made to synthesize smart pH-responsive hydrogels in situ 
on the sensor chip using the redox initiator system. Two sets of redox initiator systems 





as used in chapters 2-4, and the other was the combination of ammonium persulfate (APS) 
with sodium metabisulfite (SPS). The second initiator system was tried because it has 
been reported to be able to synthesize hydrogels in the presence of oxygen [10]. The 
synthesis protocols and results are noted below. 
5.3.1 In situ hydrogel synthesis in the air 
     The stock solution of APS in DI water is 114.3 mg/20 ml and 95.1 mg/20 ml for 
SPS. To the pregel solution containing all the monomers HPMA/DMA/TEGDMA 
=70:30:2, appropriate amounts of initiator system stock solution, either APS plus 
TEMED or APS plus SPS, were added to the mixture. Right after mixing all the chemical 
components, the mixture was votexed for several seconds before rapidly transferred to 
the cavities, about 1 ߤܮ in volume, of an unassembled microfabricated piezoresisitve 
sensor array. The experiments were conducted at room temperature and at ambient 
conditions.  
5.3.2 Results and discussion 
     No hydrogels were formed in the sensor array cavities, the pregel solutions were 
still liquid in the cavities 24 h after reaction initiation. This result is mostly likely due to 
the presence of oxygen in the ambient air, because generally oxygen is a powerful 
inhibitor for radical polymerization as characterized by a very high inhibition constant Ζ 
value, which is defined as follows [12] 
  Ζ ൌ ݇௭/݇௣                                 (5.1) 
 
 
 where ݇௭  and ݇௣  are the rate constants for inhibition and propagation of the 
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polymerization, respectively. The inhibition mechanism of oxygen can be written as 
ܯ௡ · ൅ܱଶ ՜ ܯ௡ െ ܱܱ ·                      (5.2) 
Oxygen reacts with the active radicals (ܯ௡ ·ሻ to produce the relatively stable peroxy 
radicals (ܯ௡ െOO·ሻ that react with themselves or with other propagating radicals through 
coupling and disproportionation reactions to form inactive products [3]. Sometimes, 
oxygen can act as initiator instead of inhibitor for the polymerization, however, this 
usually only occurs at high temperatures where the peroxides become unstable [12].  
     It is desirable to be able to carry out radical polymerization in the presence of 
oxygen [4]. Strigent removal of oxygen in the cavities of microfabricated sensor array is 
difficult, especially considering the high surface area to volume ratio of the microscale 
cavities. At least two studies have investigated the initiation of free radical 
polymerization in the presence of oxygen. Orakdogen et al. [11] reported that the redox 
initiator system SPS plus APS was able to initiate the free radical polymerization to 
obtain hydrogel in the presence of oxygen. Krzysztof et al. [13] introduced zerovalent 
metal copper to the system to control the radical polymerization in the presence of 
oxygen. At first glance these reports seem promising and encouraging as both methods 
described might be applicable to our in situ synthesis, but after careful scrutiny, it was 
recognized that both methods are applicable only to a sealed system. The underlying 
mechanism appears to be that either SPS or the zerovalent metal consumes the existing 
oxygen first before radical polymerization proceeds.  In our synthesis, however, the 
sensor cavities were continuously exposed to the air and never sealed, thus no obvious 





     In summary, oxygen is a strong polymerization inhibitor. Normally pregel solutions 
have to be purged with inert gas to strictly remove oxygen before polymerization. It is 
possible to initiate the polymerization and obtain hydrogel in the presence of oxygen, but 
a sealed system is required.  
5.3.3 In situ synthesis in the glove box 
     In order to address the issue of oxygen contamination, subsequent experiments 
were performed in a glove box (about 1m3) purged with nitrogen. In this case, the APS 
plus TEMED redox initiator system was used for the synthesis of both pH and glucose 
sensitive hydrogels. The same synthesis procedures were followed as described in section 
5.3.1, with the only difference being that in situ synthesis was performed inside a glove 
box instead of ambient air. As expected both pH and glucose-responsive hydrogels were 
obtained within the sensor cavities.  
     However, two problems were identified during the synthesis. First of all, it was 
observed that the pregel solution evaporated substantially, especially the 
glucose-sensitive hydrogel pregel solution, during the course of synthesis which is about 
2 h. This results in sensor cavities incompletely filled with hydrogel and thus not 
expected to generate swelling pressure on the sensor diaphragm. Secondly, the transfer of 
the pregel solution to the sensor array cavities is challenging, because polymerization 
proceeds immediately after the mixing of APS with pregel solution at room temperature, 
and a finite time is required to transfer the pregel solution containing APS into the sensor 
cavity. Hence the pregel solution became too viscous to be pipetted into the cavities over 
the course of transfer. 





ideal for in situ synthesis within a microfabricated sensor array. Therefore, we opt for 
photoinitiator system to accomplish in situ synthesis as discussed below. 
5.4 Photopolymerization of pH sensitive hydrogels 
     As challenges and problems have been identified during the in situ synthesis of 
smart hydrogels employing redox initiator systems APS plus TEMED or SPS plus 
TEMED, a photoinitiation system was attempted for in situ synthesis. The advantages of 
using photopolymerization are ease of manipulation, very fast initiation rate, and on 
demand initiation or termination of polymerization by just turning on or off the UV light 
[12]. The photoinitiation system employed in this work consists of 
2,2-Dimethoxy-2-phenylacetophenone and 1-Vinyl-2-pyrrolidinone. The combination of 
photoinitiator (2,2-Dimethoxy-2-phenylacetophenone) and electron donor 
(1-Vinyl-2-pyrrolidinone) was used to maximize the energy absorption and radical 
production [12]. Both chemicals were purchased from Sigma-Aldrich and were used as 
received.  
5.4.1 Synthesis 
     The photoinitiation method followed here was the same as reported by West et al. 
[14]. Namely 600mg 2,2-Dimethoxy-2-phenylacetophenone were dissolved in 1 ml of 
1-Vinyl-2-pyrrolidinone to obtain the photoinitiator system (600 mg/ml). The amount of 
photoinitiator system used was 40 µL/ml of pregel solution. Polyelectrolyte pH sensitive 
hydrogels containing HPMA/DMA/TEGDMA at a nominal mole ratio of 70:30:2 were 
synthesized via free radical photopolymerization by irradiating with UV light (365 nm) 





were carried out in the macroscopic mold (thickness 400 µm) between two plates (one 
glass and one plastic), with UV light transmitted through the glass plate. Concurrently, 
hydrogel synthesis was performed in the cavities of an unassembled microfabricated 
sensor array, with UV light applied from the top of the sensor array for 5 min. Both 
experiments were performed under ambient conditions outside a glove box.  
5.4.2 Results 
     Encouragingly, it was observed that pH-sensitive hydrogels were obtained in the 
cavities of the unassembled microfabricated sensor chip. This indicated that 
photopolymerization is feasible for in situ synthesis for microfabricated sensor arrays.  
Prior to in situ synthesis in an assembled microfabricated sensor array, pH-sensitive 
hydrogel synthesized by photopolymerization between two macroscopic plates were 
tested with the macrosize sensors of chapters 2-4. The tests in the macrosize sensor were 
performed to ensure that the change in synthesis technique to photopolymerization still 
yield smart hydrogels responsive to ionic strength change and pH change. The testing 
procedures for hydrogel in the macrosize sensor are basically the same as described in 
chapter 2. Briefly, after the hydrogels were detached from the plates, they were kept in 
0.15 M PBS buffer solution for about 2 h before subjecting to cyclic ionic strength 
change testing. The results obtained are shown in Fig. 5.6, where complex response 
curves are observed, but certain trends do arise. These irregular patterns might be due to 
the fact that the hydrogels were not preconditioned by DI water and several cycles of 
cyclic ionic strength change. The ionic strength response between 0.15 M and 0.05 M is 
obvious in Fig. 5.6, where higher ionic strength leads to hydrogel deswelling, but the 





























Fig. 5.6. Ionic strength response of macrosize sensor obtained using photopolymerized 
pH sensitive hydrogel containing HPMA/DMA/TEGDMA (70:30:2) subjected to ionic 
strength changes between 0.15 M and 0.05 M in PBS buffer at pH 7.4 without hydrogel 
preconditioning.  
This small change of magnitude upon cyclic ionic strength change is most likely due to 
the lack of preconditioning. After the tests giving the results shown in Fig. 5.6, the 
hydrogel was kept in PBS for another two days before the testing of Fig. 5.7. Comparing 
Fig. 5.7 with Fig. 5.6, one observes a sharp contrast in terms of sensor sensitivity in 
identical ionic strength tests, with a much higher sensitivity observed in Fig. 5.7. This 
further confirms the impact of hydrogel preconditioning on the ionic strength response of 
the hydrogels. However, in Fig. 5.7, the ionic strength response is not completely 
reversible; this behavior might be due to hydrogels that were still not thoroughly 
preconditioned. In Fig. 5.7, swelling half time for the swelling and deswelling half-cycles 
is 9 min and 7 min, respectively. This is comparable to the hydrogels synthesized from 
































Fig. 5.7. Ionic strength response of  macrosize sensor containing photopolymerized pH- 
sensitive hydrogels having the same composition as in Fig. 5.6 subjected to cyclic ionic 
strength change between 0.15 M and 0.05 M in PBS buffer after preconditioning with 
two cycles of ionic strength change between 0.15 M and 0.05 M in PBS buffer and 2 days 
immersion in PBS 0.15 M. 
5.4.3 Conclusions 
     The results indicate that pH-sensitive hydrogels were successfully synthesized in 
situ in the microfabricated sensor array via photopolymerization using UV 365 nm for 5 
min. Meanwhile, after certain period of preconditioning, UV photopolymerized hydrogels 
in the macrosize sensor exhibit comparable ionic strength response as hydrogels 
synthesized via the redox initiator system, namely APS plus TEMED. As seen in Fig. 5.6 
and Fig. 5.7, preconditioning has a significant effect on ionic strength response, 
indicating preconditioning is necessary before one can obtain a stable response. Cyclic 





preconditioning time. These results suggest that one should not be surprised if during the 
first several cycles, the gels were not that responsive to ionic strength changes for an 
assembled sensor chip containing in situ photopolymerized hydrogels.  
5.5 Photopolymerization of glucose sensitive hydrogel 
5.5.1 Synthesis 
     600 mg 2,2-Dimethoxy-2-phenylacetophenone were dissolved in 1 ml of 
1-Vinyl-2-pyrrolidinone to obtain the photoinitiator system (600 mg/ml). Glucose 
sensitive hydrogels containing 3-APB/DMAPAA/AAM/BIS at a nominal mole ratio of 
8:10:80:2, with pregel monomer concentration of 12.7 wt%, were synthesized via free 
radical solution photopolymerization induced by exposure to UV light (365 nm) for 5 
min in the presence of the photoinitiator system (40 µL/ml). In brief, after mixing the 
photoinitiator into the pregel solution, the mixture was purged with nitrogen gas for about 
8 min. A micropipette was used to transfer appropriate amounts of pregel mixture 
solution to unassembled sensor cavities. Soon after, UV light (365 nm) was applied for 5 
min to the sensor cavities containing pregel solution. It was observed that hydrogels were 
formed inside the cavities after 5 min exposure to UV light at ambient conditions. 
Unfortunately, evaporation of the pregel solution was also significant and the hydrogel 
did not completely fill the cavities, even though the reaction time was only 5 min, 
presumably because UV irradiation increased the temperature and hence the rate of water 
evaporation. In order to reduce pregel solution evaporation during polymerization, it was 
decided to further reduce the reaction time. This reduction in reaction time can be 
achieved by performing the photopolymerization inside a glove box purged with nitrogen. 





cavities inside a glove box. More importantly, no significant evaporation was observed 
and the sensor cavities appeared to be fully filled with hydrogel. In order to further 
reduce the effects of evaporation, a higher monomer concentration in the pregel solution 
(20 wt%) with the same mole ratio of 3-APB/DMAPAA/AAM/BIS was employed for the 
synthesis of glucose sensitive hydrogels. Hydrogels synthesized from a higher pregel 
monomer concentration are expected to be less affected by evaporation during 
polymerization with enhanced mechanical properties. 
     As a check on the properties of the glucose-sensitive hydrogels (GSHs) synthesized 
in situ on the microfabricated sensor chips, glucose sensitive hydrogels containing 
3-APB/DMAPAA/AAM/BIS at a nominal mole ratio of 8:10:80:2, with monomer pregel 
solution concentration of either 12.7 wt% or 20 wt% were also photopolymerized for 10 
min in the macroscopic cavity (thickness 400µm) between two plates (polycarbonate and 
glass) at ambient conditions. The GSHs were detached from the two plates, washed with 
DI water for one day and then stored in 0.15 M PBS buffer for one day. Subsequently, the 
gels were subjected to two cycles of ionic strength changes between 0.15 M and 0.05 M 
PBS in order to further clean the hydrogels. Thereafter the hydrogels were stored in 0.15 
-M PBS until testing.  
5.5.2 Results and discussion 
     Glucose sensitive hydrogels (GSHs) synthesized between two macroscopic plates 
were incorporated into the macrosize sensor and subjected to glucose concentration 
variations between 0 to 5 mM in 0.15 M PBS buffer. The results obtained are shown in 
Fig. 5.8, where a reversible glucose response between concentration of 0 and 5 mM is 

























Fig. 5.8. Response of macrosize sensor containing photopolymerized GSH (8:10:80:2) 
with 12.7 wt% monomer pregel concentration subjected to 5mM glucose reversibility test 
(first cycle of Fig. 5.9) in 0.15 M PBS at pH 7.4.  
glucose increase is about 5.7 kPa as compared to 9 kPa (see chapter 3 Fig. 3.2 ) obtained 
from similar GSH with the same mole ratio and pregel monomer concentration 
synthesized by redox initiator systems (APS plus TEMED). It should be noted that Fig. 
5.8 represents the first cycle of Fig. 5.9. However, as shown in Fig. 5.9, subsequent 
cycles showed an improved sensitivity. For instance, the deswelling magnitude values for 
the second and third cycle are 8.8 kPa and 7.7 kPa, respectively, which are comparable to 
the 9 kPa reported earlier in chapter 3. In addition, the average deswelling first-order-time 
constants in Fig. 5.9 is about 58േ14 min, also comparable to 60േ15 min reported in 
chapter 3. One also observes in Fig. 5.9 that the baseline drifts over time, which may 
affect sensor sensitivity as well. Generally speaking, glucose sensitive hydrogels 
synthesized by either photoinitiator system or redox initiator system exhibit comparable 5 

























Fig. 5.9. Response of macrosize sensor containing photopolymerized GSH (8:10:80:2) 
with 12.7 wt% monomer pregel concentration subjected to three cycles of 5 mM glucose 
concentration change in 0.15 M PBS at pH 7.4. The upper arrows indicate the time when 
5 mM glucose was applied, and the lower arrows indicate the time glucose concentrations 
were switched to 0 mM.  
     Hydrogels of the same nominal monomer mole ratio but with 20 wt% monomer 
pregel concentration were also photopolymerized in the macroscopic mold and  
subjected to 5 mM glucose reversibility tests. The results obtained are shown in Fig. 5.10. 
As seen in Fig.5.10, the response is not that stable, with a sudden pressure drop observed 
in the second cycle due to switching in which the sensor has to be pulled out of the bath 
containing 5 mM glucose and inserted into another bath containing 0 mM glucose. 
However, the comparison of the sensitivity between the last deswelling cycle in Fig. 5.10 
and the third deswelling cycle in Fig. 5.9 (both in response to increase from zero to 5mM 
glucose) indicates that both hydrogels synthesized using monomer pregel concentration 
of 20.0 wt% and 12.7 wt% exhibit comparable sensitivity, with sensitivities of 8.4 kPa 
and 7.7 kPa, respectively; but exhibit different response kinetics, with first-order-time 

























Fig. 5.10. Response of macrosize sensor containing photopolymerized GSH (8:10:80:2) 
with 20 wt% monomer pregel concentration subjected to 5 mM glucose concentration 
changes in 0.15 M PBS at pH 7.4. The arrows indicate the time when 5 mM or 0 mM was 
applied. 
     Since the glucose sensitive hydrogels synthesized from 20 wt% monomer 
concentration exhibit comparable sensitivity as that of 12.7 wt%, and yet should have 
better mechanical strength, this 20 wt% composition was used for the in situ synthesis of 
glucose-sensitive hydrogels in the four cavities of an assembled microfabricated sensor 
array. The array pressure sensors had a solid diaphragm and a perforated backing plate 
with a pore size of 175 ߤ݉, an open area of 60%, and a thickness of 400 ߤ݉. After in situ 
hydrogel synthesis within the sensor array chip in the glove box, glucose response tests 
for the integrated sensor array were performed in 0.15 M PBS buffer at physiological pH 






































Fig. 5.11 Time dependent glucose response for the integrated sensor array (two sensors 
with diaphragms size of 1x1 mm2) containing in situ photopolymerized glucose sensitive 
hydrogels. The numbers in the plot represent the glucose concentrations (mM) in 0.15M 








































Fig. 5.12 Time dependent glucose response for the integrated sensor array (sensor with 
diaphragm size of 1.5x1.5 mm2) containing in situ photpolymerized glucose sensitive 









     In this sensor array, three out of four sensors were working. Fig. 5.11 contains the 
results from the two smallest sensors of the sensor array with widths of 1x1 mm2. As seen 
in Fig. 5.11, the tests started out with 20 mM glucose, then the glucose concentration was 
changed to 0 mM and an increase in output signal voltage (mV) was observed. After 
equilibrium was reached in 0 mM glucose at time around 45 min, glucose concentrations 
were step-wise increased to 5 mM, 10 mM and 20 mM. Subsequently the glucose 
concentration was step-wise decreased to 10, 5, and 0 mM, and the sequence concluded 
with glucose concentration change from 0 mM to 20 mM. One notices that the output 
signal increases with decreasing glucose concentration, indicating that the hydrogel 
swells due to the breaking of the reversible glucose crosslinks. Fig. 5.12 contains the 
glucose response data recorded simultaneously as the data of Fig. 5.11 but obtained from 
the largest sensor with a diaphragm of 1.5x1.5 mm2. One observes that this larger sensor 
exhibit slower kinetics than the sensors noted in Fig. 5.11. This discrepancy in response 
time occurs presumably because the diaphragm of the larger sensor deflects more at a 
given swelling pressure. The larger extra space available in the larger diaphragm of the 
sensor due to more deflection of diaphragm results in longer response time as hydrogels 
have to expand and fill the extra space before the equilibrium is reached. 
     One might argue that response observed in Fig. 5.11 and Fig. 5.12 is caused by the 
osmotic effect of the glucose on the water surrounding the sensor, rather than from 
glucose-mediated hydrogen crosslinking. If so, any analyte would give a decreasing 
output signal with increasing analyte concentration due to the osmotic effect. To disprove 
this argument, 5 mM fructose tests were performed and the data are shown in Fig. 5.13. 























Fig. 5.13. Time dependent fructose response test results for the integrated sensor array 
(sensor diaphragm size 1x1 mm2) containing in situ photopolymerized glucose sensitive 
hydrogels. 
concentration from 0 to 5 mM in PBS buffer at physilological pH 7.4 and ionic strength 
0.15 M. This observed result is consistent with the results reported in chapter 4 where a 
similar glucose sensitive hydrogel (same mole ratio but with 12.7 wt% pregel monomer 
concentration) also swells with increasing fructose concentration from 0 to 5 mM.  
Therefore, glucose-mediated hydrogel crosslinking must be responsible for the decreased 
signal with increasing glucose concentration observed in Fig. 5.11, Fig. 5.12, and in 






     Glucose sensitive hydrogels (GSHs) were successfully synthesized by free radical 
photopolymerzation both in situ within the microfabricated sensor array cavities and in 
between two macroscopic plates separated by a spacer. The GSH obtained shrinks with 
increasing glucose concentration as indicated by a decrease in hydrogel swelling 
pressure and exhibits a reversible glucose response. For the GSH in the macrosize 
sensor the sensitivity appears to be increasing with cycle number, perhaps because more 
preconditioning time and cycles of ionic strength change are necessary for 
photopolymerized GSH. In addition, GSH tests using the macrosize sensor indicate that 
a comparable glucose response magnitude and response kinetic are observed for GSHs 
synthesized by either photoinitiator or redox initiator. Therefore, photopolymerization is 
a better approach for synthesizing GSHs in situ since polymerization time is smaller and 
manipulation of the pregel solution into the sensor cavities is easier. Significantly, a 
microfabricated sensor array containing in situ photopolymerized glucose sensitive 
hydrogels (GSHs) exhibits a reversible response to glucose concentration changes. 
However, the integrated microfabricated sensor array suffers from a baseline drift over 
the course of testing, which would compromise the sensor performance. This baseline 
drift can probably be rectified by improving the encapsulation of the sensor array, 
because breaks in the encapsulation may lead to current leakage and result in baseline 
drift [15]. The preliminary data presented herein demonstrated the successful in situ 
synthesis of pH sensitive hydrogels and glucose sensitive hydrogels. This in situ 
photopolymerization procedure will be employed in future studies to assess the 





                                5.7 References 
1. M.P. Orthner, G. Lin, M. Avula, S. Buetefisch, J. Magda, L.W. Rieth, F. Solzbacher, 
Hydrogel based sensor arrays (2x2) with perforated piezoresistive diaphragms for 
metabolic monitoring (in vitro), Sensors and Actuators B: Chemical. 145 (2010) 
807-816.  
 
2. S. Herber, J. Bomer, W. Olthuis, P. Bergveld, and A. v. d. Berg, A Miniaturized 
Carbon Dioxide Gas Sensor Based on Sensing of pH-Sensitive Hydrogel Swelling 
with a Pressure Sensor, Biomedical Microdevices. 7 (2005) 197-204. 
 
3. S. Herber, W. Olthuis, P. Bergveld, and A. van den Berg, Exploitation of a 
pH-sensitive hydrogel disk for CO2 detection, Sensors & Actuators: B. Chemical. 103 
(2004) 284-289. 
 
4. S. Herber, W. Olthuis, and P. Bergveld, A swelling hydrogel-based PCO2 sensor, 
Sensors and Actuators B: Chemical. 91 (2003) 378-382. 
 
5. R. ter Steege, S. Herber, W. Olthuis, P. Bergveld, A. van den Berg, and J. Kolkman, 
Assessment of a new prototype hydrogel CO2 sensor; comparison with air tonometry, 
Journal of Clinical Monitoring and Computing. 21 (2007) 83-90. 
 
6. G. Gerlach, M. Guenther, J. Sorber, G. Suchaneck, K. F. Arndt, and A. Richter, 
Chemical and pH sensors based on the swelling behavior of hydrogels, Sensors & 
Actuators: B. Chemical. 111 (2005) 555-561. 
 
7. Q. Thong Trinh, G. Gerlach, J. Sorber, and K. F. Arndt, Hydrogel-based piezoresistive 
pH sensors: Design, simulation and output characteristics, Sensors and Actuators B: 
Chemical. 117 (2006) 17-26. 
 
8. J. Sorber, G. Steiner, V. Schulz, M. Guenther, G. Gerlach, R. Salzer, and K.-F. Arndt, 
Hydrogel-Based Piezoresistive pH Sensors:&nbsp; Investigations Using FT-IR 
Attenuated Total Reflection Spectroscopic Imaging, Analytical Chemistry. 80 (2008) 
2957-2962. 
 
9. A. Richter, G. Paschew, S. Klatt, J. Lienig, K. F. Arndt, and H. J. P. Adler, Review on 
Hydrogel-based pH Sensors and Microsensors, Sensors. 8 (2008) 561-581. 
 
10. M. Orthner, L, Rieth, S. Buetefisch, F. Solzbacher, Design, simulation and 
optimization of a novel piezoresistive pressure sensor with stress sensitive perforated 
diaphragm for wet sensing and hydrogel applications, IEEE Sensors (submitted). 
 
11. N. Orakdogen, O. Okay, Influence of the initiator system on the spatial 
inhomogeneity in acrylamide-based hydrogels, Journal of Applied Polymer Science 








12.  G. Odian, Principles of Polymerization, fourth ed., John Wiley & Sons, Inc. New 
Jersey, 2004.  
 
13.  K. Matyjaszewski, S. Coca, S.G. Gaynor, M. Wei, B.E. Woodworth, Controlled 
radical polymerization in the presence of oxygen”, Macromolecules 31 (1998) 
5967-5969. 
 
14.  B.K. Mann, A.S. Gobin, A.T. Tsai, R.H. Schmedlen, J.L. West, Smooth muscle cell 
growth in photopolymerized hydrogels with cell adhesive and proteolytically 
degradable domains: synthetic ECM analogs for tissue engineering, Biomaterials 22 
(2001) 3045-3051. 
 






















CONCLUSIONS AND FUTURE DIRECTIONS 
6.1 Conclusions 
     Motivated by the limitations of current glucose sensing technology, the long term 
goal of this thesis research was the development of a chemomechanical sensor array 
based on smart hydrogels that is suitable for subcutaneous implantation and is able to 
measure the values of pH and glucose on a long-term basis for diabetic patients. Based on  
data presented in this thesis, the following conclusions were obtained: 
1. Using commercially-available monomers, polyampholytic glucose-sensitive 
hydrogels (GSHs) can be synthesized that can be combined with piezoresistive 
pressure sensors to give chemomechanical sensors with equilibrium swelling pressure 
response that are large enough for diabetes control applications and that are selective 
for glucose over fructose at typical physiological concentrations.  
2. For acrylamide based GSHs, the best composition studied was 
3-APB:DMAPAA:AAM:BIS = 8:10:80:2. For this composition, the osmotic swelling 
pressure response to a glucose change from 0 to 5 mM is a decrease in pressure of 9 
kPa, with a sensing range of 0-20 mM glucose. A macrosize chemomechanical sensor 
containing this GSH (hydrogel thickness 400 ߤ݉ሻ obeys first order kinetics with a 





3. The polyampholytic GSHs exhibit an isoelectric point (IEP) at which the effect of pH 
on the glucose-dependent swelling pressure response is minimized, and at which 
anti-polyelectrolyte behavior is observed. However, gel response kinetics is slower at 
the IEP. The IEP can be manipulated by varying the monomer ratio of 3-APB to 
DMAPAA.  
4. GSHs of the same type can be UV-polymerized in situ on custom-designed pressure 
sensor chips to obtain microchip glucose sensors of sensing area 1 mm by 1 mm. The 
best microchip glucose sensor so obtained had a response time of about 20 min and 
covered a sensing range of at least 0-20 mM glucose. Photopolymerization using 
photoinitiator is more advantageous over thermal polymerization using redox initiator 
for the hydrogel in situ synthesis in the microfabricated sensor array cavities.  
5. Comparing the response behavior of thermally and UV cured GSHs, one finds that 
the response kinetics and sensitivities are comparable.  
6. GSH can also be synthesized with replacement of potentially toxic acrylamide (AAM) 
monomers with more benign methacrylate (HEMA) monomers. Comparing the 
properties of AAM-based and HEMA-based GSHs, one finds that HEMA-based 
GSHs are more responsive to glucose at high glucose concentration, with much 
slower response kinetics than AAM based GSHs. The equilibrium water content is 
higher for AAM-based GSHs than HEMA-based GSHs. In addition, both types of 
GSHs fit first order model kinetics at low glucose concentration. At high glucose 
concentration, however, only AAM based GSHs follow first order model kinetics. 
7. For GSH containing lower equilibrium water content subjected to large increases in 





in which the swelling pressure decreases in a two-step process. The two-step process 
is probably caused by the formation of a low permeability skin layer due to a large 
glucose-mediated crosslinking density gradient along the surface of the hydrogel. 
6.2 Future directions 
     Glucose and ionic strength response tests in this thesis were primarily performed for 
proof-of-concept, and are not representative of the benchmarks that should be satisfied by 
a successful implantable glucose sensor. According to a well-known expert in the field of 
glucose sensing [1], a successful implantable glucose sensor should: (1) have a glucose 
sensing range of 0 to 20 mM; (2) have a glucose sensitivity of ± 0.5 mM or better; (3) 
have a response time of 5 min or less; (4) have an oxygen-independent signal, (5) have a 
glucose signal that is only slightly altered (no more than 0.5 mM) by physiological 
amounts of endogenous interferants such as ascorbate, fructose, etc. In addition, when 
Clarke error grid analysis is applied to in vivo tests, at least 98% of the sensor 
measurements should fall in zone A and B [1]. For a chronic sensor, we have to add the 
requirement that the sensor is stable for at least 30 days. Also, variations of ionic strength 
and pH in the typical physiological range, 145-155 mM and 7.2-7.4, respectively, should 
change the apparent glucose signal by 0.5 mM or less. Therefore, in order to meet these 
benchmarks, the following future tests on the GSH are recommended: 
1. Glucose variation tests - A more representative glucose variation test would start out 
with the normal glucose level (5 mM) and then subject the sensor to stepwise glucose 
changes of 10% or 20% of the normal value. This should be performed in the range of at 
least 0 to 20 mM. Extra attention should be paid to the sensor’s performance at the 





associated with fatal consequences [2].  
2. Testing solutions and interfering substances - Phosphate buffer saline (PBS) was 
employed in this thesis to evaluate the sensor performance. In the future study, more 
aggressive solutions such as serum and plasma should be used to evaluate the sensor 
performance, as significant difference in sensitivity and baseline current have been 
reported between PBS buffer and plasma or serum for enzymatic glucose sensors 
[3-4], which may be also true for our chemomechanical glucose sensors. The 
glucose-sensitive hydrogels employed in the thesis are based on the functional moiety 
boronic acid which can react with cis-diols in general. Hence, potential interferences 
from other components in the blood such as glycoproteins, glycerol, and lactate 
should be taken into account and assessed [5]. Although glycoproteins concentration 
is low in blood serum or blood plasma, one glycoprotein has many sugar groups 
which may simultaneously react with multiple boronic acid moieties [5], and thus 
may induce non-negligible interference. For the sensor tests in blood plasma, one 
should also be aware of the potential interference from the commonly used 
anticoagulants heparin and citrate, which can combine to form crosslinks with 
boronic acids [6], as reported for a sensor containing similar glucose-sensitive 
hydrogels as in this thesis [5]. The use of ethylenediaminetetraacetic acid (EDTA) 
was suggested as the best anticoagulant candidate for blood plasma tests because the 
four hydroxyl groups in the EDTA are perhaps too far apart as compared to that in 
citrate and heparin, hence cannot form the EDTA-mediated crosslinks and result in 
minimal interference [5]. To evaluate the interferences from interfering substances, 





10 mM) should be compared in PBS buffer or serum containing physiological values 
of interfering substances and with sensor performance in control PBS buffer or serum. 
A less than 10% difference in output signal, in terms of sensor sensitivity and 
response time, is acceptable.  
3. pH and ionic strength effect - To assess the extent of interferences from the typical 
slight physiological changes in pH and ionic strength, sensor performance should be 
checked in solutions with slight change in pH and ionic strength. Sensor testing 
should start out with physiological glucose concentration 5 mM, pH 7.4 and ionic 
strength 0.15 M in PBS or serum. Subsequently, the sensor should be subjected to a 
typical glucose concentration change (say, 5 mM to 10 mM). Meanwhile, pH value of 
the testing solutions should be adjusted to value of 7.2 and then subject the sensor to 
glucose concentration change same as that in pH 7.4. Same glucose concentration 
change should also be performed in a similar fashion in the testing solutions with 
differing ionic strength of 150 mM, 140 mM, and 160 mM. The glucose-dependent 
signal should over this pH and ionic strength range should vary by less than 10% 
from the signal observed at physiological pH 7.4 and ionic strength 0.15 M.  
4. Temperature - To mimic the situation in vivo, the temperature should be adjusted to 
37 Ԩ for the sensor tests, as opposed to room temperature used in this thesis. In 
addition, the polyampholytic glucose sensitive hydrogel response kinetics and 
sensitivity have been reported elsewhere as being temperature dependent [5]. 
5. Stability - The stability of the sensor should be assessed in PBS buffer and blood 
plasma containing 5 mM glucose concentration with the baseline drift monitored over 





discussed in step 1 should be performed for over 30 days.  
     In addition to the sensor in vitro testing protocols mentioned above, other aspects 
of the sensor design should also be improved or developed. In the future, the pore size of 
the porous membrane that holds the hydrogel in place and allows analyte diffusion should 
be further optimized. Ideally, the porous membrane should provide adequate mechanical 
strength to hold the hydrogel in place and prevent the hydrogel from exuding through the 
pores. In addition, the ideal pore size should allow small molecules such as glucose 
diffuse through while excluding other big molecules like proteins. Hydrogel response 
time should be substantially reduced to about 5 min or less. This reduction in response 
time may be achieved by further decreasing the hydrogel thickness or introducing an 
interconnected porous network into the hydrogel. Investigations should be performed to 
address the baseline drift problem of the microfabricated piezoresistive sensor (see Fig. 
5.11), so that a stable response can be obtained. The sensor baseline should not deviate 
more than 10% from the initial stable baseline over the course of testing. This drift may 
be rectified by improving the circuitry encapsulation or passivation process. Furthermore, 
a surface coating with excellent biocompatibility should be developed to prevent 
aggressive foreign body reaction. Ideally, the surface coating should be nontoxic and will 
be able to actively mediate and promote angiogenesis around the sensor so that the sensor 
has continuous and stable access to the analyte of interest like glucose. One may design 
an active hydrogel coating that can gradually and continuously release nitric oxide to 
stimulate angiogenesis surrounding the sensor [7,8]. Lastly, if all aforementioned 
requirements are met, toxicity evaluation should be performed on the integrated sensor 
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